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Abstract
Background
The miniaturized Nanostim leadless pacemaker (LP) has 
become a well-accepted option for selected patients 
with a single-chamber pacing indication. Use of novel 
medical technologies, such as LP therapy, may be sub-
jected to a learning curve effect.

Objective
The objective of the current study was to assess the 
impact of operators’ experience on the occurrence of 
serious adverse device effects (SADE) and procedural 
efficiency.

Methods
Patients implanted with a Nanostim LP (Abbott, USA) 
within two prospective studies (i.e. LEADLESS ll IDE and 
Leadless Observational Study) were assessed. Patients 
were categorized into quartiles based on operator expe-
rience. Learning curve analysis included the comparison 
of SADE rates at 30 days post-implant per quartile and 
between patients in quartile 4 (operators with most 
experience; > 10 implants) and patients in quartile 1 
through 3 (initial operators experience; 1-10 implants). 
Procedural efficiency was assessed based on procedure 
duration and repositioning attempts.

Results
Nanostim LP implant was performed in 1439 patients 
by 171 implanters, at 60 centers in 10 countries. A total 
of 91 (6.4%) patients experienced a SADE in the first 30 
days. SADE rates dropped from 7.4% to 4.5% (p=0.038) 
after more than 10 implants per operator. Total pro-
cedure duration, which initially had a mean of 30.9 ± 
19.1 minutes in the first quartile, decreased across the 
procedure quartiles to 21.6 ± 13.2 minutes (p<0.001) in 
quartile 4 (i.e. most experience). The need for multiple 
repositionings during the LP procedure reduced in quar-
tile 4 (14.8%), compared to quartile 1 (26.8%; p<0.001), 
2 (26.6%; p<0.001) and 3 (20.4%; p=0.03).

Conclusion
Learning curves exist for Nanostim LP implantation. 
Procedure efficiency improved with increased operator 
experience, according to a decrease in the incidence of 
SADE, procedure duration, and repositioning attempts.
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Background
Leadless pacemaker (LP) therapy was introduced to address the limitations of traditional transvenous implant-
able pacemakers (PM) (1). The Nanostim LP system (Abbott, Chicago, IL, USA) introduced in 2012, has revolution-
ized the state of pacing therapy. Reported short-term complication rates of LP therapy have been comparable to 
traditional PM therapy, but were different in nature (2). However, when interpreting these results, the expected 
learning curve-associated with the implantation of a novel device using a unique set of tools must be considered. 
Procedure-related complications, such as cardiac injury, potentially relates to the novelty of the leadless tech-
nology and operator experience. As has been the case with other technologies, one can expect that the outcome 
and efficacy will improve with time and clinical experience. Previous studies reported quantifiable outcome - and 
performance learning curves associated with the introduction of cardiac interventions, such as cardiac resynchro-
nization therapy (CRT; (3)), subcutaneous defibrillators (S-ICD; (4)), and transcatheter aortic valve replacement 
(TAVR; (5,6)). To date, the learning effect of the Nanostim LP is unknown, yet is of paramount importance since 
it: 1) aids to the knowledge of the number of implants that have to be performed before reaching an acceptable 
level of competence, 2) may enhance and inform the appropriate training strategy, 3) is essential for the compar-
ison with traditional PM therapy, and 4) is crucial to reach valid conclusions on its safety and efficacy. We there-
fore sought to describe the learning curve for individual Nanostim LP operators in relation to serious adverse 
device effects (SADE) within 30 days. In addition, we aimed to evaluate the impact of operators’ experience on 
procedural efficiency, according to procedure time and need for multiple repositioning attempts.

Methods
Study Cohort
This analysis included patients who were implanted with a right ventricular active-fixation Nanostim LP within 
two multicenter clinical trials conducted in Europe, US, Canada and Australia. Data were collected until March 
16th 2017 for the Leadless Observational study (clinicaltrials.gov no. NCT02051972), and April 10th 2016 for 
the Leadless ll IDE study (clinicaltrials.gov no. NCT02030418; (1)). Enrollment in the Leadless Observational 
study was temporarily paused from April 18, 2014 to June 2, 2014 because of the occurrence of 2 fatal cardiac 
perforations. Patients implanted prior and post-pause were included in the analysis. The implant technique of the 
Nanostim LP has been described previously (7). All implanting physicians followed a validated implant training 
program organized by the device manufacturer. Both studies conform to the ethical guidelines of the Declaration 
of Helsinki. Approval was obtained by each participating site’s Institutional Review Board.

Endpoints
Endpoints in this analysis were: 1) SADE up to 30 days post-implant procedure, 2) procedure duration, 3) number 
of device repositioning attempts, and 4) pacing thresholds at implant. SADE were defined as any undesirable 
effect related to the device or implant procedure that resulted in: death, life threatening illness, prolongation of 
hospitalization, persistent or significant disability or incapacity. Procedure duration was defined as the time from 
venous access to removal of the introducer sheath. Device repositioning attempts was defined as the number 
of times the LP was implanted into the endocardium after the initial implant. All complications were reported 
by the participating sites and monitored by the study organization, and were adjudicated by the Clinical Events 
Committee of each study. Statistical analysis The combined data from the two studies were included in the anal-
yses. The baseline characteristics were reported descriptively by experience quartiles using the mean ± standard 
deviation with the numbers of patients for continuous variables and numbers with percentages for dichotomous 
or categorical variables, unless otherwise indicated. P-values were computed for continuous variables using 
Kruskal-Wallis test with a non-normal distribution data, and for categorical variables using Chi-square test, or 
as appropriate. The number and rate of SADE up to 30 days post implant were presented, and the Kaplan Meier 
analyses and log rank test were used to assess event rates across groups.
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The impact of individual implanter experience at the time of the implant on outcomes were analyzed. The total 
number of implants performed by each implanter were summarized and distributed equally in experience quar-
tiles amongst all implanters. The ranking order of all implants per physician was determined by the implant date 
and time, and the patients were binned in quartiles based on this ranking number. The first quartile represents 
the initial experience of operators: the first two implants; the second quartile: the third to fifth implant; the third 
quartile: the sixth through tenth implant; and the fourth quartile represents operators with the most experience 
(i.e. more than 10 implants).

Univariable analyses were performed to investigate whether patient characteristics, pre/post-pause status, or 
study indication were associated with the endpoints analyzed. Logistic regression analysis was performed for the 
complications outcome and a general linear model was fit for the outcome procedure time. In the multivariable 
analyses, backward selection was used in model selection with a significance level for retention of 0.15. All 
statistical analyses were performed using SAS version 9.3 (SAS Institute, Cary, North Carolina). P values <0.05 
were deemed statistically significant.

Results
The pooled cohort consisted of 952 patients from the Leadless ll IDE Study and 487 patients from the Leadless 
Observational Study, resulting in a total of 1439 patients who underwent a Nanostim LP implant performed by 
171 implanters, at 60 centers in 10 countries. The median number of implants per operator was 5 (range 1 to 86). 
Table 1 demonstrates the baseline characteristics per quartile categorized on gaining implant experience.

Impact on Serious Adverse Events
Of the 1439 included patients, 20 Pre-CE mark patients with missing implant - or SADE data were excluded, 
leaving a total of 1419 patients for this analysis. During a follow-up of 30 days, 91 (6.4%) patients experienced a 
total of 100 SADE, of whom 24 (1.7%) patients had a cardiac perforation, in 20 (1.5%) patients device dislodge-
ment occurred, and 17 (1.2%) patients experienced vascular complications. Of the 24 cardiac perforations, 18 
resulted in cardiac tamponade and 6 resulted in pericardial effusions without tamponade. In the 6 non-tampon-
ade perforation cases, only 2 required intervention. There were 2 instances of cardiac perforations that lead to 
death of the patient. An overview of all SADE is illustrated in Table 2. In the multivariable Logistic Regression 
analysis, age (Odds Ratio [OR] 1.02; 95% Confidence Interval [CI] 1.001 – 1.004; p=0.04), pre-pause indication (OR 
2.72; 95%CI 1.15-6.41; p=0.02), myocardial infarction (OR 2.02; 95%CI 1.17-3.47; p=0.01), and non-right ventric-
ular apex position of the device (OR 0.52; 95% CI 0.30-0.89; p=0.02) were associated with the endpoint measure 
of SADE. The 4th quartile (i.e. >10 implant attempts) was associated with a significant lower complication rate 
compared with the cumulative complication rate of the first three quartiles, 4.5% versus 7.4% respectively 
(p=0.038). The Kaplan-Meier curve showed that for implanting physicians who performed more than 10 proce-
dures, 95.5% of patients remained free from SADE at 30 days post-implant, as illustrated in Figure 1. Patients in 
whom the operator performed equal to or less than 10 procedures, the event free rate of SADE was 92.6 % at 30 
days following LP implant (log rank p=0.039).

Cardiac perforation occurred in 2% of patients in quartile 1 through 3 compared to 1% in quartile 4 (p=0.197), 
as can be seen in the Supplementary File 1. In Figure 2 the SADE rates per experience quartile are illustrated: 
quartile 1; 5.1%, quartile 2; 9.1%, quartile 3; 7.9% and quartile 4; 4.5% and quartile 1 to 3; 7.4% versus quartile 
4; 4.5% (p=0.038).
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Figure 1

Kaplan-Meier curve illustrating the estimation of remaining free from SADE at 30 days post-implant. The grey dotted line rep-
resents patients who underwent a Nanostim LP implantation by physicians who performed more than 10 procedures (group 
1). The black line are patients in whom the operator performed equal or less than 10 procedures (group 2). Thirty days event 
free rates following device implant in patients from group 1 was 95.5%, and patients from group 2 92.6% did not experience 
any type of SADE. (log rank p=0.039).
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Figure 2

Panel A: Bar chart illustrating SADE in the first 30 days following Nanostim LP implantation per experience quartile. Panel B: 
Bar chart representing the SADE post Nanostim LP implant within 30 days. SADE dropped significantly after 10 implants per 
operator (Q4 versus Q1 to Q3).

Impact on Procedural Efficiency
In 51 patients the required data for procedural efficiency analysis was missing. These subjects were therefore 
excluded, resulting in a final cohort of 1368 patients. Total implant duration, which initially had a mean of 30.9 ± 
19.1 minutes in the first quartile, decreased across the procedure quartiles to 21.6 ± 13.2 minutes (p<0.001, Fig-
ure 3). Overall, successful implantation within a single deployment of the device was achieved in 78.7%, which 
can be seen in Figure 4. Requirement for multiple repositionings during the LP procedure was significantly less 
common among operators with the most experience (14.8%), compared to quartile 1 (26.8%; p<0.001), quartile 2 
(26.6%; p<0.001) and quartile 3 (20.4%; p=0.03). Pacing thresholds at implant was not associated with operator 
experience. (Supplementary File 2)

Figure 2. 
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Figure 3

Boxplot showing Nanostim implantation time per experience quartile. The first quartile represents the initial experience of 
operators (1-2), the second quartile (3-5), the third quartile (6-10), and the fourth quartile represents operators with most 
experience (<10). The horizontal middle solid line of the boxplots corresponds to the median of the quartile. Total procedure 
duration significantly decreased across the procedure quartiles (p<0.0001). N number of patients; Q quartile.

Figure 4

Bar chart illustrating the required number of device repositioning attempts per operators experience quartile. The very light 
grey area corresponds to no need for device repositioning, the grey area represents 1 extra repositioning attempt, the darker 
grey areas 2 and more than 2 additional repositioning attempts respectively. The need for multiple repositioning attempts 
during the Nanostim implant procedure reduced with increasing quartiles (p<0.001).

Figure 4. 
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Discussion
There are two principal findings of the current study. First, complication rates of Nanostim LP therapy were low 
throughout early implant experience, but improved further after more than 10 implants per operator. Second, pro-
cedure efficiency significantly improved with gaining implant experience, based on a decrease in total procedure 
duration and reduction in the need for multiple repositionings. Previous studies have shown that there is ample 
evidence for learning curves in newly introduced medical technologies, such as CRT, S-ICD, and TAVR (3-6). 
These studies demonstrated consistent improvements in procedural parameters and metrics with increased expe-
rience until an asymptote was reached. Efficiency in performing CRT implants improved with increasing operator 
experience, with concomitant reduction of procedure and fluoroscopy time (3). It took 10 implant attempts for the 
learning curve to reach its asymptote. For TAVR, 25 cases were needed before reaching an optimal level of com-
petence, which translated in a decline of radiation and contrast exposure, together with a drop of complication 
rates (6). Knops et al. demonstrated that complications following S-ICD implantation, which initially occurred in 
9.8% of cases significantly decreased to 5.4% over time, and stabilized at an asymptote of 12 implant attempts 
per operator (4). In the current study, the data also shows a learning effect since operators in quartile 4 (most ex-
perience; more than 10 implants) had a significant lower complication rate compared with those who performed 
1 through 10 procedures, 4.5% versus 7.4 % respectively. However, a different aspect of the learning curve was 
observed in our data. A notable low complication rate was seen during the initial experience of operators (i.e. 1 
through 2 implants), followed by a significant rise (i.e. 3 through 10 implants) until a transition point was reached 
(i.e. more than 10 procedures) with concomitant lowest complication rates. This might partially be explained by 
the fact that all operators were tightly proctored during the initial implant attempts. In addition, one can imagine 
that the first and second implants of this novel technology were treated with the utmost care. A similar trend 
was observed for the occurrence of cardiac perforation during Nanostim LP implantation. SADE were associated 
with patient characteristics, such as older age and prior myocardial infarction, and procedural characteristics 
including right ventricular apex position of the device. In the initial phase of the LEADLESS Observational Trial, 
a right ventricular apical position was recommended; however, there were 2 instances of cardiac perforation 
that resulted in death which might partially be explained by the more easily penetrable RV apex compared to the 
current recommended more apicoseptal positioning of the device. Enrollment in the Leadless Observational study 
was temporary suspended because of these fatal cardiac perforations. Subsequently, all operators were obligat-
ed to participate in enhanced training, involving extensive animal lab and video training. This is likely responsible 
for our finding that pre-pause patients were more prone to the development of SADE. Moreover, it acknowledges 
the impact of proper training and gaining experience on the performance learning curve of the Nanostim LP.

The Micra Transcatheter Pacing System (TPS; Medtronic, Minneapolis, MN, USA) is the other clinically available 
leadless PM for patients with a single-chamber pacing indication (8). El-Chami and coworkers assessed the 
impact of operator experience on procedural outcomes with regard to the Micra TPS. They reported an overall 30-
day complication rate of 2.9%. No significant association between operator’s implant number and complications 
on procedural quartile basis was observed. The complication rates among quartile one to three (i.e. 1 through 
12 implants) was 2.9% versus 2.7 % in quartile 4 (i.e. more than 12 implants). There are differences between 
El-Chami et al. - and the present study that merits emphasis. The Micra TPS study population contained 726 
subjects, which is substantially lower than our 1419 cases. In addition, different cut-offs per procedural quartiles 
were used. Also, there are differences in the leadless PM fixation mechanism - and steerable catheter design 
which may contribute to the contradictory results (9,10). Moreover, the definition used for the primary safety 
outcome measure varies for the Nanostim LP and Micra TPS trials (1,11) The standard definition (ISO 14555 3.36) 
of SADE was applied in the Nanostim LP trial, whereas the Micra TPS trial established a narrower definition 
(major complications) as the criteria for the primary outcome measure. Cardiac perforation by the active helix of 
the Nanostim is an uncommon phenomenon but is considered an important and potentially fatal complication. 
The incidence of cardiac perforation with the Nanostim LP was comparable to the rate associated with the Micra 
TPS and traditional PM (8, 12).
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In line with El-Chami et al. results, procedure duration of the Nanostim LP implant significantly decreased by 30% 
over the experience quartiles (8). Procedural experience may improve skill in the manipulation of the steerable 
catheter, which consequently results in a more efficient procedure over time. The Nanostim procedure duration 
observed in the fourth quartile is significantly shorter compared with the time needed to perform a conventional 
transvenous single-chamber PM implant (median 18 versus median 39 minutes, respectively; p<0.001) (13).

Our data showed that procedure experience impacts the number of device deployments required to obtain 
optimal pacing parameters. As expected, gaining experience enhances comfort with the steerable catheter which 
potentially abates the necessity for device repositioning. Of note, the need for multiple repositionings was low 
among all groups, and similar to El Chami et al. study, there was no significant association between procedure 
experience and the need for more than 2 repositionings (8). As expected, pacing thresholds at implant were 
not associated with operator experience. This can be explained by the fact that pacing thresholds are affected 
by factors unrelated to operator experience such as the myocardial substrate, degree of injury at implant, and 
medications.

Limitations
This large study is associated with several limitations. First, the study includes multiple centers and implanters 
which makes it complicated to assess the learning curve per individual institution and implanter. Second, the 
learning curve data represents the experience accumulated before and after the pause of the Nanostim LP, which 
may be a confounding aspect in the analysis. Third, other potential confounders such as unrecorded comorbid-
ities may influence the learning curve. Last, all operators involved in this study had experience in the usage of 
catheter-based procedures and may therefore be less representative of physicians without such experience.

Conclusion
The incidence of SADE up to 30 days following Nanostim LP implant is significantly lower after 10 implants per 
operator. Performance efficacy improved over time, resulting in shorter procedure duration, and less frequent 
need for multiple repositionings. This indicates that the Nanostim LP implant procedure is subject to a learning 
effect. This knowledge has important implications with regards to physician education and training as well as 
when establishing competency requirements for implanting physicians.
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Figure S2

Box plot displaying differences in pacing threshold at Nanostim implant per experience quartile. The horizontal middle solid 
line of the boxplots corresponds to the median of the quartile. No significant association observed between pacing thresholds 
at implant, and experience of the operator (p=0.97). N number of patients; Q quartile.




