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Becausee HIV-1 subtypes and circulating recombinant forms (CRFs) are spreading 

rapidlyy worldwide, and are becoming less confined to a geographical area, RNA assays 

thatt can reliably detect and quantify all HIV-1 isolates are demanded. We developed a 

fast,, real-time monitored RNA assay based on an isothermal nucleic acid sequence-based 

amplificationn (NASBA) technology that amplifies a part of the long terminal repeat (LTR) 

regionn of the HIV-1 genome. Real-time detection was possible due to the addition of 

molecularr beacons to the amplification reaction that was monitored in a thermostated 

fluorimeter.. The lower level of detection of the assay was 10 HIV-1 RNA molecules per 

reaction,, and the lower level of quantification was 100 copies HIV-1 RNA with a dynamic 

rangee of linear quantification between 102 and 107 RNA molecules. All HIV-1 groups, 

subtypess and CRFs could be detected and quantified with equal efficiency, including the 

groupp N isolate YBF30 and the group O isolate ANT70. 

Too test the clinical utility of the assay, a series of 62 serum samples containing 

virusess encompassing the subtypes A through G and CRFs AE and AG of the HIV-1 M-

groupp were analyzed and compared to the results of a commercially available assay. This 

comparisonn showed that the quantification results correlated highly (R2=0.735) for those 

subtypess that could be well quantified by both assays (B, C, D, and F), whereas improved 

quantificationn was obtained for the subtypes A and G, and CRFs AE and AG. A 

retrospectivee study with six individuals treated with highly active anti retroviral therapy, 

infectedd with either a subtype A, B, C, D, G, or an AG isolate of HIV-1 group M, revealed 

thatt the assay was well suited to monitor therapy effects. 

Inn conclusion, the newly developed real time monitored HIV-1 assay is a fast and 

sensitivee assay, with a large dynamic range of quantification and suitable for 

quantificationn of most, if not all subtypes and groups of HIV-1. 

Introductio n n 
Virall RNA levels in plasma or serum of HIV-1 infected individuals has become the 

mostt important diagnostic marker in HIV-1 infection. It has been shown that the HIV-1 

RNAA level is predictive for disease progression in non-treated infected 

individuals,37;79;100;I01:1455 and that it is the best marker to monitor therapy effects. 

AA correlation between viral RNA levels and progression to AIDS was found; for 

examplee individuals with an HIV-1 RNA level of less than 10,000 copies per ml generally 

doo not progress to AIDS during the following five years.101;14S Hence, the objective of 

anti-retrovirall therapy is to maximally suppress viral RNA levels, although severe side-
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effectss like lipodistrophy and lactic acidosis may limit its success rate. The decision to 

startt antiretroviral drug therapy is usually made on the basis of the viral RNA level 

combinedd with the CD4+ T-cell counts as second parameter.135 Assessment of the HIV-1 

virall RNA levels has proven to be the most accurate and valuable marker to monitor the 

effectss of antiretroviral therapy.81;ll3;169 The presence of viral RNA in the serum of 

newbornn children is used as the sole evidence for mother-to-child transmission, since 

maternall antibodies present in infant serum hamper antibody-screening assays. In this 

decade,, the number of newborn infants that are to be screened will increase as soon as 

cheaperr assays become available for use in developing countries, where they are needed 

mostt Also due to the presence of viral antibodies, the presence of viral RNA will be one 

off the most important markers to monitor breakthrough in vaccine studies. In addition, 

vacciness that have not a strict preventive effect, but evoke immune responses against 

thee virus that keep viral RNA levels low, increase the necessity for viral RNA assays that 

cann reliably quantify the levels of any HIV-1 subtype RNA. Such vaccines delay or may 

evenn block the progression to AIDS, in analogy to the effects of anti-retroviral therapy. 

Sincee the start of the HIV-1 epidemic, HIV-1 subtype B has been the predominant 

causee of AIDS in Europe and the USA, and as a result studied most. The last few years 

though,, the focus of HIV-1 research and development has moved towards other HIV-1 

subtypes,, since they are much more prevalent world-wide. The observation that the 

variouss subtypes of HIV-1 are globally spreading and are found in the USA and Europe as 

well,, has added to this shift of focus. To halt the global epidemic, the development of an 

effectivee vaccine is required. A vaccine is most urgently needed against those subtypes 

circulatingg in developing countries, and will preferably have to be directed against all 

subtypess of HIV-1. For vaccine breakthroughs, as well as for general diagnostics and 

globall surveillance studies, assays that can reliably detect and quantify viral RNA levels 

inn plasma, serum or culture supernatant independent of its subtype or group are in 

increasingg demand. 

Too assess the amount of genomic RNA of any HIV-1 isolate in either serum or 

plasma,, we developed a quantitative nucleic acid sequence based amplification 

(NASBA)63;1611 assay based on a highly conserved region of the HIV-1 genome, the LTR 

region.. In previous studies, we have shown that RNA assays based on the LTR region of 

HIV-11 can detect all HIV-1 isolates of group M and group O and are to be preferred above 

assayss that amplify another region of the viral genome.26;29 To increase throughput, as 

welll as to have a closed tube format to minimize the risk of contamination, we have 

developedd a fast real-time monitored assay, by using molecular beacons in the NASBA 

reaction.988 Molecular beacons are stem-and-loop-structured oligonucleotides with a 
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fluorescentt label at the 5' end and a universal quencher at the 3' end.154 If the molecular 

beaconn has its closed stem-and-loop structure, the fluorophore and quencher are in close 

proximityy and fluorescence energy is transferred to the quencher. When the loop of the 

molecularr beacon hybridizes to its target, the molecular beacon undergoes a 

conformationall change, resulting in a physical separation of the fluorophore and 

quencher.. Emission of photons at the wavelength that is specific for the fluorophore is the 

result.1544 Molecular beacons are highly specific for their target. When present in a NASBA 

amplificationn reaction, they hybridize with their amplified target RNA to form a stable 

hybrid.. The intensity of the fluorescence upon hybridization is a direct measure of the 

ampliconn concentration. An additional advantage of the use of molecular beacons to 

measuree the amplicon concentration is a decreased contamination risk, as less handling 

iss required and the reactions take place in closed tubes that are not opened after 

amplification. . 

Wee describe the development and the performance of a new HIV-1 viral RNA 

assayy that was validated in a clinical setting on a panel of serum and plasma samples of 

individualss infected with any of the group M HIV-1 subtypes. In addition, we will show for 

fivee treated HIV-1 infected individuals that this assay is highly suited for therapy 

monitoringg independent of the genetic subtype of the viral isolates. 

MATERIAL SS AND METHODS 

TheThe LTR-based real-time NASBA HIV-1 RNA assay (Retina-HIV-1) 

Threee regions with a highly conserved sequence, located in the 5' long terminal 

repeatt (LTR) region of the HIV-1 genome, were used to develop the LTR-based assay. 

Thee assay was based on standard nucleic acid sequence based amplification (NASBA) 

technology,1533 whereas for real-time detection, molecular beacons were added to the 

reactionn (50 nM). Viral RNA from a total volume of 200 pi plasma or serum sample was 

isolatedd using a silica-based method.10 Five of the 50 ul isolated viral RNA was used in 

thee NASBA reaction, using a 5' sense primer (5'CTCAATAAAGCTTGCCTTGA) (HIVHXB2CG 

[GenBankk accession no. K03455] nucleotides [nt] 508 to 523) and a 3' antisense primer 

elongatedd with a T7 sequence (in italics) 

(5'aattctaatacgactcactatagggagagGGGCGCCACTGCTAGAGA)) (nt 643 to 628) to amplify 

thee 135 nucleotides fragment. We developed a molecular beacon that could hybridize 

withh all known HIV-1 isolates from all groups. The molecular beacon existed of a stem-

and-loopp structured oligonucleotide with a fluorescein (FAM) label at the 5' end and a 

universall quencher (DABCYL) at the 3' end (5' FAM-cgtacg agtagtgtgtgcccgtctgt cgtacg-

DABCYL;; the bases that form the stem are in lowercase italics, the hybridizing loop 
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encompassedd nt 532 to 551). The hybridization reaction was monitored every 40 seconds 

inn a 96-well thermostated fluorimeter. A calibration curve with 2xl02, 2xl03, 2xl04, and 

2xl055 molecules HIV-1 was included in each experiment. For real-time NASBA 

amplification,, the time-to-positivity (TTP) principle is applicable, similar like for real-time 

PCR.711 The number of wild type RNA copies per ml serum could be extrapolated from the 

standardd calibration curve. 

Samples Samples 

Sixty-twoo serum samples taken from individuals with known HIV-1 subtype were 

testedd for validation of the assay. Selection and description of these individuals was 

describedd elsewhere.29 In short, most of these individuals were non-European and non-

USS immigrants to the Netherlands, whom probably were infected in their home country, 

orr were individuals known or suspected to be infected with an HIV-1 strain of non-

Europeann and non-US origin. They had been identified by a thorough epidemiological 

investigationn that is part of routine evaluation of every newly diagnosed HIV case at the 

outpatientt clinic of the Academic Medical Center. Of all the samples, viral RNA levels were 

determinedd by both the LTR-based real-time monitored RNA assay and the NucliSens 

HIV-11 QT assay (Organon-Teknrka, Boxtel, the Netherlands). The latter assay is a 

commerciallyy available NASBA assay that amplifies a part of the gag-gene and was 

performedd according to the manufacturer's instructions. 

Inn addition, serum samples from five HIV-1 infected individuals whom were 

treatedtreated with anti retroviral therapy and of whom every half year a serum sample was 

drawnn and stored at , were analyzed with both the Retina-HIV-1 and NucliSens 

assay. . 

Severall well characterized and calibrated standards were tested in three-fold serial 

dilutions;; they were obtained from Virology Networks (Utrecht, the Netherlands; ENVAS 

panel)) and the National Institute for Biological Standards and Calibration (NIBSC, UK). 

Thee latter one is an international WHO supported standard for nucleic add diagnostics. A 

well-characterizedd stock of cultured subtype B virus (HXB3)97 was tested in these 

experimentss as well. An RNA calibration molecule that encompassed a fragment of HXB2 

(ntt 465 - 1642) was in vitro synthesized using T7 RNA polymerase. The concentration of 

thee in vitro synthesized RNA was determined on ethidium bromide stained gel using RNA 

standardss and, independently, by UV-spectrophotometry. This in vitro synthesized RNA 

wass used as the calibration standard in all experiments. 

Too investigate the linearity and sensitivity of the Retina-HIV-1 assay for the 

variouss subtypes and groups of HIV-1, three-fold serial dilutions were made of a panel of 
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100 cultured virus stocks encompassing the subtypes A through G and the circulating 

recombinantt forms (CRFs) AE and AG. These series were tested and compared to 

publishedd results, which were obtained after extensive characterization and calibration." 

Additionally,, viral culture supernatants of group O ANT-70 and group N YBF30 isolates 

weree included in the experiment. 

StatisticalStatistical analysis 

Forr statistical analysis, the Pearson's correlation procedure and the Spearman's 

rank-orderr correlation procedure as implemented in the SPSS vlO.0.5 software package 

(SPSSS Inc., Chicago, III.) were used. The results from the NucliSens assays that were 

beloww 400 copies RNA per ml were substituted with the value 400 copies per ml to 

facilitatee analysis. 

RESULTS S 

PerformancePerformance of the real-time NA5BA assay forHIV-1 (Retina-HIV-1) 

Thee newly developed Retina-HIV-1 assay could be used as a qualitative and a 

quantitativee assay. Quantification of the assay was achieved by testing a standard curve 

off samples with a known amount of HIV-1 molecules within the same experiment as the 

unknownn samples and extrapolation of the results to the standard curve. The isothermal 

(411 ) amplification process resulted in the synthesis of large amounts of single 

strandedd RNA63;161 to which immediately upon synthesis the molecular beacon could 

hybridize.. This resulted in relaxation of the molecular beacon secondary structure, 

wherebyy fluorophore and quencher were physically separated and emission of 

fluorescencee was enabled. The read-out of the assay was in fluorescence units, resulting 

fromm the emission of photons from the fluorophore attached to the hybridized molecular 

beaconn and detected in any thermostated 
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Figuree 1. A. Amplification plots of a ten-fold serial dilution series of In vitro synthesized calibrator RNA The 

amountt of input RNA was 5xl08 , 5xl07 , 5xl06 , 5x10s, 5x10", 5xl03 , 5xl02 , and 0 (NT) molecules. B. Box 
plott depicting calculated time-to-positivity (TTP) versus amount of input RNA copies from 5 replications of 
ten-foldd serial dilutions of calibrator series as described for panel A. The box represents the interquartile 
range.. The whiskers that extend from the box indicate the highest and lowest values excluding the 
outliers,, which are separately plotted (A). The line across the box indicates the median 
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fluorimeter.. Typical amplification curves could be plotted in which an increase of 

fluorescencee was observed, until most of the molecular beacon had hybridized with the 

synthesizedd amplicons and the fluorescence reached a maximum level (Figure 1 A.). The 

time-pointt at which the fluorescence signal became detectable over the background was 

linearr over a range of at least five orders of magnitude of input RNA molecules, as shown 

byy dilution series of an in vitro synthesized RNA molecule (Figure 1 B.). Based on five of 

suchh serial dilutions, the linear quantification of the assay was determined to be between 

1022 to 107 copies RNA per reaction (R2 = 0.94, p<0.001). Precision and accuracy of the 

assayy were within 0.2 and 0.1 logio, respectively, over the complete linear quantification 

range.. The analytical sensitivity of the assay (lower detection level, LDL), in which 

amplificationn occurred in 50% of the reactions, was 10 RNA copies per reaction. Usually, 

HIV-11 RNA was isolated from 0.2 ml serum and eluted in 50 pi of which only one-tenth 

wass used in a reaction. Thus, the equivalent of HIV-1 RNA isolated from 20 pi serum or 

plasmaa was added to the reaction, which would result in a sensitivity of 500 copies HIV 

RNAA per ml. The sensitivity could be improved if a precipitation protocol was applied to 

usee all isolated RNA in the amplification, or if more serum input was used.170 

Too evaluate if the assay was quantitative, independent of which standard was 

used,, we tested several standard panels. A standard panel made from in vitro 

synthesizedd RNA to a well-characterized subtype B standard (HXB3)97 was compared to 

ENVASS and NIBSC standards. Analysis of the dilution series resulted in standard curves, 

whichh all had a similar slope, indicating similar quantification efficiency of any of the 

standardss (Figure 2). It revealed that the given amount of input RNA was correctly 

assessedd by extrapolation of the in vitro synthesized RNA standard. Thus, all standards 

testedd were able to function as standard for a calibration curve in combination with our 

Retina-HIV-11 assay. 

LinearLinear quantification of the Retina-HIV-1 assay on various HIV-1 subtypes 

Thee linear quantification capabilities of the Retina-HIV-1 assay were determined 

byy serial dilutions of viral culture supernatant for each subtype (A to G) of the HIV-1 M-

groupp in human serum. These samples have been tested in several commercially 

availablee assays and the results have been reported for the complete group76 and for 

eachh sample separately as determined by the Amplicor HIV-1 RNA vl.5 assay (Roche 

Molecularr Diagnostics, Branchburg, NJ).102 The results with the Retina-HIV-1 assay of 

representativee dilution series from one of each subtype were plotted in figure 3 A for the 

HIV-11 M-group. 
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Inputt RNA (loglO copies per ml) 

Figuree 2. Assessed viral RNA levels versus given viral RNA levels in serial dilutions of an In vitro synthesized 
RNAA standard (A), ENVAS (r) , HIV-1 HXB3 (J),97 and NIBSC (n) standards in plasma as determined with 
thee real-time LTR-based RNA assay. Calibration was performed by extrapolation of the TTP values against 
thee In vitro synthesized RNA standard. The results shown are the mean of three independently performed 
experiments. . 

AA linear increase of the calculated time-to-positivity (TTP) values was observed with 

increasingg dilution for all tested samples, indicating that all subtypes were quantified 

similarlyy and with similar efficiency. We calculated the viral RNA level of each sample by 

extrapolationn from the calibration curve and compared these results with the reported 

Amplicorr HIV-1 RNA assay v l . 5 results. Each of the subtype isolates could be quantified 

andd compared to the values obtained with the Amplicor assay (Pearson's correlation r = 

0.407).. The Retina-HIV-1 assay assessed the viral RNA levels with a mean of 0.35 log™ 

copiess RNA per ml lower than the reported values by the Amplicor assay. 

Additionally,, we tested serial dilutions of isolated RNA from culture supernatant of 

ANT70,, a group O virus, and YBF30, a group N virus. Figure 3 B depicts the relationship 

betweenn the TTP value and the dilution factor before isolation of the nucleic acid, for the 

groupp O and the group N isolates, as well as for the 
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Figuree 3. A. Assessed viral RNA (logio copies per ml) versus input RNA (logio copies per ml) from supernatant 
off HIV-1 cultures spiked in serum, subtype A (0), subtype B (fi), subtype C (]), subtype D (5), subtype F 
(r ) ,, subtype G (Z), and CRFs AE (B) and AG (Z). The input RNA levels have been determined using the 
Amplicorr v l .5 HIV-1 RNA assay.102 B. Measured TTP in minutes versus logio of the dilution factor for the 
groupp O isolate, ANT70 (iJ), and the group N isolate, YBF30 (]), and as a reference, the calibration curve 
(A). . 
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calibrationn curve of in vitro synthesized standard RNA as a reference. The dilution series 

off both the group O and the group N sample demonstrated a linear relationship between 

thee TTP values and the dilution factor, paralleling that of the calibration curve, indicating 

thatt these group O and group N isolates could be reliably quantified. 

RNARNA quantification in serum samples from 62 individuals infected with HIV-1 group M, 

subtypesubtype A through G, CRFs AE and AG 

Too evaluate the clinical utility of the Retina-HIV-1 assay, the viral RNA levels in a 

sett of 62 serum samples was assessed and compared to the values obtained by the 

commerciallyy available NucliSens assay. Because the NucliSens assay amplifies a part of 

thee gag gene, the genetic subtype of each of the viral isolates had been determined by 

phylogeneticc analysis of the gag sequences.26 Our sample set encompassed 12 subtype 

A,, 11 subtype B, 7 subtype C, 9 subtype D, 1 subtype F, 6 subtypee G, 1 subtype H, 5 CRF 

AE,, and 10 CRF AG isolates. Subtype assignment based on the LTR sequences uncovered 

fivee recombinant isolates from 59 isolates of which we had obtained the complete LTR 

sequencee as well. Those four recombinant isolates had an LTR/gag subtype pattern A/C, 

A/D,, D/A, and F/D. 

Too facilitate analysis, the samples were divided into two groups, based on their 

subtype,, as the NucliSens assay did not reliably quantify the subtypes A, G and CRFs AE 

andd AG isolates.1;29;l39 The first group <G1) included all samples with subtype B, C, D, F 

andd H (figure 4 A), whereas the second group (G2) contained the subtypes A, and G and 

CRFss AE and AG (figure 4 B). The calculated correlation coefficients (Pearson's 

correlation)) between the Retina-HIV-1 and NucliSens assays were 0.485 (p<0.001) for 

thee complete group of samples, and 0.735 (p<0.001) and 0.388 (p=0.026) for the 

groupss Gl and G2 respectively. Since comparison of two different assays can lead to 

biasedd results for correlation between two sets of data because of extreme discrepancies 

inn just a few samples, we also used the Spearman's rank order test to calculate 

correlationn coefficients. The Spearman correlation coefficient (p) between the NucliSens 

andd Retina-HIV-1 assay for all sera together was 0.459 (N=62, p<0.001). For G l , a 

strongg correlation could be found between the two assays (p=0.677; N=29; p<0.001). 

Forr G2 this correlation was not as strong, but still significant (p=0.359; N=33; p=0.02). 

Thee Pearson and Spearman's correlation coefficients did not differ substantially, which 

indicatess that the influence on the correlation coefficient of very deviating samples was 

limited. . 

Inn total, thirteen samples containing viruses of various subtypes of the HIV-1 M-

groupp could not be detected by the NucliSens assay, but were positive in the Retina-HIV-
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11 assay. All these thirteen serum samples were categorized in the group containing the 

subtypess A and G and CRFs AE and AG. Of these, two were subtype A, five were CRF AG, 

onee was CRF AE, and five were subtype G. Previously, we have reported before that due 

too mismatches in primer and probe regions, the NucliSens assay can not detect or 

underestimatedd this group of subtypes and CRFs.29 

Inn six serum samples no viral RNA was detected by the Retina-HIV-1 assay, but the 

NucliSenss assay showed the presence of viral RNA. Of these six samples, two contained 

virusess from subtype A, one subtype B, two subtype D, and one subtype F. In total from 

622 serum samples tested, fourteen samples were undetectable by both assays, probably 

duee to therapy effects or naturally low viral RNA levels. 

AnalysisAnalysis of mismatches in primer and mofecular beacon hybridization sequences 

Sincee our new Retina-HIV-1 assay uses molecular beacons as detection method, 

thee influence of mismatches with the hybridizing region could be more pronounced than 

withh linear probes under the same conditions. Therefore, we analyzed the sequences of 

thee molecular beacon hybridizing regions, as well as primer hybridizing regions, from 

thosee samples that were negative in the Retina-HIV-1 assay, but positive in the 

NucliSenss assay in order to explain the discrepancies. None of the samples showed a 

mismatchh in any of the two primer hybridizing regions. The subtype B sample that was 

negativee in the Retina-HIV-1 assay showed a deletion mutation in the hybridizing region 

off the molecular beacon. For the subtype A, D and F samples no mismatches could be 

foundd for the molecular beacon hybridizing region. 

TheThe Retina-HIV-1 assay is suitable to monitor therapy effects 

Thee effects of antiretroviral therapy are evaluated by the changes in the viral RNA 

levell in serum of HIV-1 infected individuals. A fast decrease after initiation of 

antiretrovirall therapy is usually seen if therapy is effective. During the course of therapy, 

everyy 6 months the RNA levels are assessed, in order to detect whether therapy is still 

effectivee or whether virological drug failure has occurred. We have selected five 

individuals,, each infected with another group M subtype of HIV-1, whom were on 

antiretrovirall therapy for more than four years. Approximately every 6 months a blood 

sampless was drawn and the serum was stored at -80 . Each of these serum samples 

hass been analyzed for the viral RNA level using both the 
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Figuree 4. Scatter diagrams of logio RNA levels (copies/ml) as assessed by the Retina-HIV-1 assay versus the 
logioo RNA levels (copies/ml) as assessed by the NudiSens assay. Depicted are the results from individuals 
infectedinfected with HIV-1 subtypes B (11), C (7), D (9), F (1), and H (1) (panel A.), and subtypes A (12), and G 
(6),, and CRFs AE (5) and AG (10) (panel B.). The horizontal and vertical lines depict the lower detection 
levell of each assay, while the diagonal line represents the regression line through the origin. 
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Retina-HIV-11 and the NucliSens assays. The results are depicted in figure 5. We observed 

thatt after initiation of antiretroviral therapy, both assays detected a rapid drop in viral 

RNAA levels, which remained low or even below detection level of each assay until a 

virologicall drug failure was observed by increasing viral RNA levels. Independent of which 

subtypee was analyzed, therapy effects were efficiently monitored by both assays, with no 

significantt differences. 

Subtyp ee A Subtyp e B 

<< 10.040 
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< < z z 

B B 

jf>> 10,000 
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Figuree 5. Viral RNA levels in serum from five longitudinally followed HIV-1 infected individuals, whom were 
treatedd with antiretroviral therapy. Depicted are the results from both Retina-HIV-1 (V) and NucliSens (() 
assays.. Each panel depicts the results from an individual infected with either a subtype A (A.), B (B.), C 
(C),, D (D.), or CRF AG (E.) virus. 
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DISCUSSION N 

Wee have developed a real-time NASBA HIV-1 viral RNA assay (Retina-HIV-1 assay), in 

whichh a 135 nucleotides conserved region of the long terminal repeat (LTR) of the HIV-1 

genomee was amplified. In a previous study we have shown that the primer and probe 

locationss within the amplified region of the LTR are highly conserved among the various 

subtypess of the HIV-1 M-group, as well as for the N- and O-group.29 For the detection of 

thee synthesized amplicons, molecular beacon probes were added to the reaction, which 

enabledd real-time detection and monitoring of the amplification reactions. By using real-

timee monitoring, reaction and detection could occur simultaneously omitting a time-

consumingg detection step. An additional advantage was that the tubes stayed closed 

afterr initiation of the amplification minimizing the risk of contamination by the relatively 

largee amounts of amplified product.63 Since NASBA is an isothermal amplification 

reaction,, a thermostated fluorimeter was sufficient to monitor the continuous 

amplificationn reaction. Such fluorimeters are relatively inexpensive compared to the 

instrumentss required to monitor real-time PCR reactions. The amplification time of the 

Retina-HIV-11 was 60 minutes for 96 samples, making it a very fast, high-throughput 

assay. . 

Thee lower detection level of the Retina-HIV-1 assay was approximately 10 copies HIV-1 

RNAA per reaction. The lower quantification level of the Retina-HIV-1 assay was 

approximatelyy 100 copies per reaction. Quantification was achieved within a linear range 

off at least five orders of magnitude (102 to 107 molecules per reaction, figure 1 B.). The 

accuracyy and precision could vary within the limits of 0.1 and 0.2 log™ copies RNA per 

ml.. These characteristics of the Retina-HIV-1 assay compare well to the commercially 

availablee assays like NudiSens HIV-1 RNA QT (Organon-Teknika, Boxtel, the 

Netherlands),, Amplicor HIV-1 Monitor vl.5 (Roche Molecular Diagnostics, Branchburg, 

NJ),, and Quantiplex HIV-1 RNA v3.0 (Bayer Diagnostics, Mannheim, 

Germany).23;43;l30;138;164;16S S 

Thee quantification by the Retina-HIV-1 was tested on a number of available HIV-1 

standardss like those of ENVAS and NIBSC (all subtype B) and it was shown that the assay 

couldd reliably quantify these standards (figure 2). The Retina-HIV-1 assay was able to 

quantifyy all group M subtypes of HIV-1 with a similar efficiency (figure 3 A). The result of 

thee quantification of a panel of subtype isolates showed that Retina-HIV-1 and Amplicor 

vl .55 assay gave concordant values. In addition, the Retina-HIV-1 assay could also 

linearlyy quantify isolates from the groups N and O (figure 3 B). The broad specificity of 

thee Retina-HIV-1 assay is an asset, knowing that the various subtypes and groups of 
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HIV-11 are rapidly spreading worldwide. 

Thee group N and O viruses were as efficiently amplified as group M viruses but the 

signalss were lower than for group M isolates. This difference in signals was most likely 

duee to the found mismatch in the hybridizing loop of the molecular beacon, based on the 

reportedd LTR sequence of both viral isolates.27189 

Thee clinical utility of the Retina-HIV-1 assay was tested on 62 serum samples. The 

resultss were compared to those of the NucliSens assay. Five of 62 isolates were not 

detectedd by the Retina-HIV-1 but were by the NucliSens assay, whereas 13 of 62 were 

detectedd by the Retina-HIV-1 and not by the NucliSens assay. The sequence of one of the 

fivee isolates not detected by the Retina-HIV-1 assay showed a deletion mismatch in the 

hybridizingg region of the molecular beacon, a likely cause of the negative result. For the 

remainingg four samples, no obvious explanation for the detection failure could be found. 

Thee 13 of 62 isolates detected by the Retina-HIV-1 but not by the NucliSens assay were 

alll of the subtypes A and G, or CRF AE and AG. It has been shown previously that the 

NucliSenss assay underestimates or does not detect these subtype isolates due to 

mismatchess in primer and probe binding regions.29 The Retina-HIV-1 assay was 

evaluatedd in a set of longitudinally drawn serum samples of patients on antiretroviral 

therapy.. Relative to the results of the NucliSens assay, the results from the Retina-HIV-1 

assayy showed comparable profiles of viral RNA levels in response to antiretroviral therapy 

withh values dropping below detection level when effective therapy was administered and 

reboundingg RNA levels when therapy failed. 

Inn the perspective of the current direction that HIV-1 research takes, the Retina-

HIV-11 assay can prove its value in different fields of HIV-1 diagnostics. First, the Retina-

HIV-11 assay could be of use to screen for vertical transmission. Mother-to-child 

transmissionn is mostly present in developing countries, where other-than-B subtypes of 

HIV-11 group M are most prevalent. Improved detection of the subtypes by using the LTR 

regionn as amplification region will probably lead to increase of infants diagnosed with 

HIV-11 infection, especially if the infants are infected with a subtype A, or G, CRF AE or 

AG,, or group N or O virus. An additional advantage of the Retina-HIV-1 over the 

Quantiplexx v3.0 and the ultrasensitive Amplicor vl .5 assay formats is the smaller serum 

volumee (200 vs 500 ul) that is necessary to detect HIV-1 RNA with similar sensitivity, 

providedd that a precipitation protocol is included to concentrate RNA that serves as input 

forr the Retina-HIV-1 assay (data not shown). Related amongst others to mother-to-child 

transmissionn is the development of vaccines that evoke an immune response, which can 

keepp viral RNA levels low, thereby prohibiting vertical transmission.561125 Viral RNA levels 

inn this context reflect the efficacy of the used vaccine and should be monitored. 
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Second,, the Retina-HIV-1 assay could prove its value in monitoring prophylactic 

vaccinee breakthrough, because the assay is relatively cheap, can be used as a high-

throughputt application, and can detect isolates of any of the HIV-1 subtypes. These 

featuress will be important because phase III trials to the efficacy of vaccines will include 

largee cohorts of HIV-1 virus negative individuals, but with detectable HIV-1 antibodies 

becausee of the induced immune responses by the vaccine. These large cohorts will result 

inn high amounts of samples to be tested from all over the world for the presence or 

absencee of HIV-1 RNA of any subtype or group. 

Inn summary, our LTR-based Retina-HIV-1 assay can quantify any viral isolate from HIV-1 

groupp M, N, or O. Due to the real-time detection, the throughput of the assay is high with 

966 samples amplified and detected within 60 minutes. The reactions are monitored in a 

relativelyy cheap thermostated fluorimeter, which makes the assay feasible for 

laboratoriess all over the world. Since the amplification, as well as the detection takes 

placee in one closed tube, the risk for contamination is reduced to a minimum. The 

characteristicss of the assay make it highly suitable to be applied in HIV diagnostics and 

HIV-11 therapy management, as well as the diagnosis of HIV-1 infected infants, vaccine 

efficacy,, and vaccine breakthrough. 
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