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SUMMARY Y 

Thee ESEN (European Sero-Epidemiology Network) project was established to harmonize the 
seroepidemiologyy of five vaccine preventable infections including measles, mumps and rubella 
inn eight European countries. This involved achieving comparability both in the assay results 
fromm testing in different centres and also sampling methodology. Standardization of enzyme 
immunoassayy results was achieved through the development of common panels of sera by 
designatedd reference centres. The panels were tested at the reference laboratory and then 
distributedd to each participating laboratory for testing using their routine methods. 
Standardizationn equations were calculated by regressing the quantitative results against those of 
thee reference laboratory. Our study found large differences in unitage between participants, 
despitee all using an EIA method standardized against an international or local standard. 
Moreover,, our methodology adjusted for this difference. These standardization equations will 
bee used to convert the results of main serosurvey testing into the reference country unitage to 
ensuree inter-country comparability. 

INTRODUCTIO N N 

Thee European Sero-Epidemiology Network (ESEN) 
wass established in 1996 with funding from the 
Europeann Union (EU) to co-ordinate and harmonize 
thee serological surveillance for immunity to com-
**  Author  for  correspondence. 

municablee diseases in Europe [1]. The project has 
involvedd serosurveys in eight collaborating countries 
too measure the age-specific prevalence of antibodies to 
fivefive vaccine preventable infections (measles, mumps, 
rubella,, pertussis and diphtheria). National banks of 
severall  thousand age and sex stratified sera have been 
collectedd and tested by enzyme immunoassay (EIA) 
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forr  antibodies to the various antigens by a national 
laboratoryy in each country. 

Comparisonn of seroprevalence data generated by 
differentt  countries is dependent upon the interchange 
off  comparable information [2]. Variation in both the 
sensitivityy and specificity of El As is well-recognized 
[3J.. To ensure direct comparability of quantitative and 
qualitativ ee antibody results generated from a variety 
off  assays from different countries, a novel method of 
standardizationn involving several countries was de-
velopedd as part of the project [I] . The results will allow 
aa comparison of the epidemiology of these infections 
underr  different vaccination programmes. This paper 
outliness the methodology and results of this standard-
izationn process for  measles, mumps and rubella 
antibodyy testing. 

MATERIAL SS AND METHOD S 

Overalll  methodology 

Thee aim of the standardization procedure was to 
alloww direct comparisons between assay results of 
differentt  countries. The process was co-ordinated 
fromm the Public Health Laboratory Service (PHLS), 
Communicablee Disease Surveillance Centre (CDSC), 
London.. A reference centre was selected for  each 
antigen,, with responsibility for  creating and dis-
tributin gg a panel of specially selected sera to the other 
participatin gg countries. This panel was tested by each 
countryy with their  established assay method. The 
samee assay method was then used to test the main 
serumm bank. 

Forr  the purposes of standardization, the quan-
titativ ee results of antibody testing for  each antigen 
fromm each country were calibrated against those of 
thee reference country by CDSC. 'Standardization 
equations''  were produced for  each antigen to enable 
conversionn of the results of the participatin g countries 
too the units of the reference country. These equations 
weree then applied to convert the main serum bank 
resultss from each participatin g country to standard 
referencee laboratory units. 

Participants s 

Theree were six original participatin g countries in 
ESEN::  Denmark, France, Germany, Italy, The 
Netherlandss and the United Kingdom. Finland and 
Swedenn joined the project at a later  date. Australia 
alsoo participated, but only in the pane! testing section. 

Standardd panel construction 

AA reference laboratory was designated for  measles 
(Statenss Serum Institut . Copenhagen. Denmark), 
mumpss (Robert Koch Institute, Berlin, Germany) and 
rubellaa (Preston PHLS, Preston, UK). Each reference 
centree was responsible for  constructing a panel of 
approximatelyy 150 sera that included negative, equi-
vocall  (or  Mow positive') and positive specimens. The 
compositionn of the panels is shown in Table I. An 
internationall  standard was included with the measles 
andd rubella panels and a working standard developed 
byy the designated reference centre was incorporated in 
thee mumps panel. The rubella standard was included 
inn the panel as a twofold pre-dilution series in 
phosphatee buffered saline (PBS) and negative serum 
too enable an inter-country comparison of standard 
dilutio nn curves. From each original panel, approxi-
matelyy 70 /tl of each specimen were aliquoted to create 
panelss for  measles and 100/tl for  mumps and rubella 
whichh were then distributed to the other  ESEN 
participants. . 

Panell  distributio n 

Al ll  panels were sent by courier  post from the reference 
centree to the participatin g countries. The mumps and 
measless panels were frozen. Panels were then stored at 
—— 20 °C until testing. Drying out of panels had 
occurredd for  two panel recipients - Finland and 
France.. In France, the rubella panel was discarded 
andd a repeat panel provided; whereas in Finland the 
measless panel was reconstituted (see later) as no 
furtherr  replacement panel was available at this stage 
off  the project. 

Proceduress in participatin g countries 

Eachh of the participants tested the panel using the 
EIAA method of their  choice (Table 2) to produce a 
quantitativ ee result of specific antibody concentration 
calibratedd against the standard serum. All countries 
usingg the Bearing EIA worked with a single dilution 
(1:231)) to produce a quantitative result [4, 5]. This 
valuee was expressed in international units for  measles 
andd rubella and in titres for  mumps. A calibration 
againstt  the mumps working standard was also 
performedd by some countries and the value expressed 
inn arbitrar y units. Those countries utilizin g other 
commerciall  kit s or  in-house assays used dilution 
curvess of sera calibrated against an in-house standard 
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Tablee t. Composition of reference serum panels for measles, mumps ami 
rubella rubella 

Reference e 
laboratory y 

Panell  size 
Serumm type 
Positive e 
Equivocal l 
Negative e 

Standardd sera 

Units s 

Antigen n 

Measles s 

Denmark k 
SSI,, Copenhagen 
137 7 

9E E 
10 0 
36 6 

2ndd International 
Reference e 
Preparation n 

50000 tnIU/m l 

Mumps s 

Germany y 
RKI ,, Berlin 
ISO O 

72 2 
18 8 
60 0 

Workin gg standard, 
RKII  5/96 

10000 arbitrar y 
units/ml l 

Rubella a 

UK K 
PHL,, Preston 
152* * 

78 8 
tl l 
63 3 

International l 
Reference e 
Preparation* * 

**  Dilution series of the International Standard in PBS and negative serum included 
(122 samples). 

Tablee 2. Measles, mumps and rubella enzyme immunoassays {EIA) used in 
thethe participating countries {all assays ran with internal controls calibrated 
againstagainst the international standard standard sera for measles and rubella and the 
GermanGerman standard sera for mumps) 

Australi aa (AU) 
Denmarkk (DK) 
Finlandd (FT) 
Francee (FR) 
Germanyy (DE) 
Ital yy (IT ) 
Netherlandss (NL) 
Swedenn (SE) 
Unitedd Kingdom (UK) 

Antigen n 

Measles s 

Bearing* * 
Behring* * 
Behring* * 
Behring* * 
Behring* * 
Behring* * 
ln-house e 
In-house e 
Gull l 

Mumps s 

Behring* * 
Behring* * 
In-housee [7] 
Behring* * 
Behring* * 
Behring* * 
In-housee (8,9] 
In-house e 
Biostat t 

Rubella a 

Behring* * 
Behring* * 
Behring* * 
Behring* * 
Behring* * 
Behring* * 
In-house e 
In-house e 
Microgen n 

**  Enzygnost*. 

[7-9].. This in-house standard was calibrated against 
thee international standard for  measles and rubella or 
thee working standard for  mumps. All original quan-
titativ ee results were designated as 'local units'. The 
cut-offss were either  given by the kit producer  of 
developedd locally (Table 3). 

Repeatt  panels 

Eachh reference laboratory tested their  panel four 
times;;  twice at the beginning and twice when halfway 
throughh testing the main serum bank. Ail participatin g 
countriess were requested to test the panel twice. The 

firstt  round of testing took place before that of the 
mainn serum bank to evaluate the sensitivity and 
specificityy of the assays used in each laboratory in 
comparisonn to the reference centre before testing the 
mainn body of sera, in order  to identify any assays 
whichh were unsuitable for  testing the main body of 
sera.. The second round of panel testing occurred 
halfwayy through the main testing. These results were 
thenn compared to those from the first  round to detect 
assayy drift . The results of panel testing were sent to 
CDSC,, London in an electronic format either  by 
e-maill  or  on diskette. 

Forr  the laboratories testing the panels twice, the 
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Tablee 3(A). Cut-off values of the Measles panel (values in mW/ml) of the 
EIEI As used in the reference laboratory and in lite participating countries. 
ComparisonComparison of the local mm-stanthirdized (Nstd) (Nstd) cut-off with the reference 
laboratorylaboratory cut-off expressed in the local units {Std) 

Country y 

Australi a a 
(Behring) ) 

Germany y 
(Behring) ) 

Finland d 
(Behring) ) 

France e 
(Behring) ) 

Ital y y 
(Behring) ) 

Thee Netherlands 
(in-house) ) 

UK K 
(Gull ) ) 

Nstd d 
Std d 
Nstd d 
Std d 
Nstd d 
Std d 
Nstd d 
Std d 
Nstd d 
Std d 
Nstd d 
Std d 
Nstd d 
Std d 

Referencee laboratory: Denmark (Behring) 

Negative e 
<< 150 

<< 150 
<171 1 
<< 150 
<< 152 
<< 150 
<< 149 
<< 150 
<< 193 
<< 150 
<< 155 
<190 0 
<149 9 
< 50 0 
< 75 5 

Equivocal l 
150-350 0 

150-345 5 
171-398 8 
150-300 0 
152-357 7 
150-300 0 
149-293 3 
150-300 0 
193-488 8 
150-300 0 
155-356 6 
190-300 0 
149-336 6 
50-100 0 
75-153 3 

Positive e 
>350 0 

>345 5 
>398 8 
>300 0 
>> 357 
>300 0 
>293 3 
>300 0 
>488 8 
>300 0 
>356 6 
>300 0 
>336 6 
>> 100 
>> 153 

Tablee 3(b). Cut-off values of the Mumps panel (values in Utres (#) and 
arbitraryarbitrary units (*). Titres were used in the regression analysis) of the EI As 
usedused in the reference laboratory and in the participating countries. 
ComparisonComparison of the heal non-standardized (Nstd) cut-off with the reference 
laboratorylaboratory cut-off expressed in the local units (Std) 

Country y 

Australi a a 
(Behring) ) 

Denmark k 
(Behring) ) 

Finland d 
(in-house) ) 

France e 
(Behring) ) 

Ital y y 
(Behring) ) 

Thee Netherlands 
(in-house) ) 

UK K 
(biostat) ) 

Nstd# # 
Std* * 
Nstd* * 
Std* * 
Nstd* * 
Std» » 
Nstd* * 
Std* * 
Nstd» » 
Std» » 
Nstd**  „ 
std* * 
Nstd» » 
Std* * 

Referencee laboratory: Germany (Behring) 

Negativee Equivocal 
<< 230* 230-500* 
<< 8» 8-14» 

<2300 230-485 
<< 294 294-710 
<< 250 250-450 
<< 251 251-500 

<< 10 10-15 
<< 13 13-18 

<< 230 230-500 
<< 192 192-377 

<10 0 
<< 15 15-23 
<455 45-60 
< 500 50-72 
< 88 8-14 

<< 15 15-28 

Positive e 
>500* * 
>> 14* 

>485 5 
>> 710 
>450 0 
>500 0 
>> 15 
> I 8 8 

>500 0 
>377 7 
>> 10 
> 23 3 
> 60 0 
> 72 2 
>> 14 
> 28 8 

pairedd results were compared by plotting the log-
arithmss (base 10) of the titres and drawing the slope 
throughh the origin. In general the second test results 
weree used for the standardization, because they were 

testedd at a time closer to main serum bank testing. In 
somee cases, the number of samples available for 
repeatt testing was much reduced, in which case the 
firstt test results were used. The first panel was used on 



Tablee 3(c). Cut-tiff  values of the Rubella panel (ralues in tU/ml) of the 
EIEI  As used in the reference laboratory ami in the participating countries. 
ComparisonComparison of the local non~sttmdardi:etl {Nstd) cut-off with reference 
laboratorylaboratory cut-off expressed in the local units units (Sttt) 

Country y 

Australi a a 
(Behring) ) 

Germany y 
(Behring) ) 

Denmark k 
(Behring) ) 

Finland d 
(Behring) ) 

France e 
(Behring) ) 

Ital y y 
(Behring) ) 

Thee Netherlands 
(in-house) ) 

Nstd d 
Std d 
Nstd d 
Std d 
Nstd d 
Std d 
Nstd d 
Std d 
Nstd d 
Std d 
Nstd d 
Std d 
Nstd d 
Std d 

Referencee laboratory: UK (Microgen) 

Negative e 
<5 5 

<4 4 
<4-8 8 
<4 4 
<7-9 9 

<< 15 
<7-2 2 
<4 4 
<6-3 3 
<4 4 
<5-4 4 
<4 4 
<6-9 9 

<10 0 
<7-8 8 

Equivocall  Positive 
5-100 > 10 

4-77 > 7 
4-8-8-99 > 8-9 

4-77 > 7 
7-9-18-22 > 18-2 

>I 5 5 
7-2-15-44 > 15-4 

4-100 > 10 
6-3-13-33 > 13-3 

>4 4 
5-4-10-66 > 10-6 

4-77 > 7 
6-9-15-99 > 15-9 
10-200 > 20 

7-8-15!!  > 151 

threee occasions: the Danish measles panel (due to 
missingg values), the Italian mumps (due to a better 
fit)fit)  and the British rubella (due to missing values). 

Danish h panell  (subset vs. German) 

Thee Danish test of the mumps panel could not be used 
forr  the standardization process. This was related to a 
changee in mumps assay method in Denmark between 
thee first and second rounds of testing. For  the first 
roundd of testing, an in-house assay was used, whereas 
aa Behring assay was introduced for  testing the panel a 
secondd time and for  the main serological survey. 
Thesee later  panel results could not be used due to very 
poorr  regression against the reference laboratory. To 
enablee standardization against Germany, a subset of 
thee Danish main panel (sdm) was sent to the reference 
laboratoryy for  testing (SO positive, 32 equivocal, 50 
negativee by Danish results). The Germans also 
retestedd their  own standardization panel and the 
Danishh standardization panel. 

Finnishh measles panel (subset w. German) 

Thee measles panel distributed to Finland arrived 
partiall yy dried out. After  «dilutin g specimens to the 
originall  volumes, the test results regressed very poorly 

againstt  the reference laboratory. To enable standard-
ization,, a subset of the Finnish main panel (sfro) was 
alsoo sent to the German reference laboratory for 
testingg (50 positive, 50 equivocal and 50 negative by 
thee Finnish results). Although Germany was not the 
referencee the German measles results were very close 
too those of the reference (Danish) results. 

Regressfamm analyses 

Thee panel results for  measles, mumps and rubella 
weree related to the results of the reference laboratories 
usingg regression. Sera with concentrations outside the 
detectionn limit s were assigned imputed titres. For 
concentrationss below the detection level, the imputed 
valuee was half the lower  detection level. For  concen-
tration ss above the detection level, the imputed value 
wass twice the detection level. 

Titre ss were converted to log10 prior  to analysis and 
distribution ss of log-titres and scatterplots were pro-
duced.. For  each antigen, the log-titres of each 
laboratoryy were regressed against those of the ref-
erencee laboratory. Both linear  and quadratic re-
gressionss were used. Values of R* (the square of the 
multipl ee correlation coefficient) were calculated to 
quantifyy the proportion of the variation between the 
testingg and reference laboratory accounted for  by the 
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Fig.. 1. For legend see facing page. 
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regression.. The best fitting line was selected on the 
basiss of the F test. From each regression procedure, a 
standardizationn equation was produced to enable the 
conversionn of panel results from local unitage to the 
standardizedd reference laboratory unitage. 

QuantitativeQuantitative comparison of standardized results 

Too assess the extent of quantitative agreement with 
thee reference laboratory, the standardized assay 

resultss of each country were plotted against those of 
thee reference laboratory. 

QualitativeQualitative comparison of standardized results 

Too assess the extent of qualitative agreement with the 
referencee laboratory, the standardized quantitative 
assayassay results from each country were classified as 
negative,, equivocal or positive with the same cut-off 
valuess used in the reference laboratory. These results 
weree compared with the qualitative results of panel 
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Fig.. 1. Pairwise comparison of results of first and second rounds of panel testing: (a) Measles panel; (A) Mumps panel; 
(c)) Rubella panel. 

testingg in the reference laboratory. For each country, 
thee results were also compared to the qualitative 
resultss obtained using the local quantitative value 
classifiedd with the local cut-off. 

ComparisonComparison with dilutions of standard sera in 
negativenegative serum and PBS 

AA comparison of a dilution series of standard sera was 
undertakenn for the rubella panel. A single, blinded 
dilutionn series of the standard sera in negative serum 
andd PBS was included on the panel of sera sent for 
testingg (except to Finland). 

RESULTS S 

Thee results are summarized in the attached tables and 
figures. figures. 

Repeatt  panel testing 

Al ll  countries with two exceptions undertook repeat 
panell  testing. Sweden and Australia only received 
enoughh sera to test each panel once. 

Thee measles panel (Fig. la) tested in Germany, 
Italyy and Finland showed good agreement between 
thee results of the first and second tests. The Dutch and 
Britishh results were systematically higher on the 
secondd panel. In all cases, but one (Denmark), the 
secondd panel results were used as testing was closer to 

thatt of the main sero-survey results. The Danish 
secondd panel agreed well with the first, but had many 
missingg values due to inadequate volumes. The second 
Frenchh panel had many missing sera. 

Comparisonn of the two rounds of mumps panel 
testingg (Fig. 1 b), showed some upward drift for the 
Dutchh and British panels; and a slight downward drift 
forr the German and Finnish panels. In all cases except 
onee (Italy), the second panel results were used because 
off  closeness to main serum bank testing. For the 
Italiann mumps results the first panel results were used, 
ass there was better fit  in the regression. 

Forr the rubella panel (Fig. 1 c), there was littl e assay 
driftt overall between the two rounds of panel testing, 
exceptt for the German, Dutch and United Kingdom 
panels.. For the former two, there was some upward 
drift.. Due to inconsistent results and some missing 
valuesvalues for the second British panel test, the original 
Britishh panel results were used as the reference. The 
secondd British test was thus standardized against the 
first.first. Otherwise for all countries the'second panel 
resultss were used. 

Pair-wisee comparison and regression plots 

Ann example of the distributions, scatterplots and 
regressionn lines for each laboratory relative to the 
referencee laboratory are shown in Figure 2(a, b) 
togetherr with their standardization equation. As an 
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Fig.. 2(ö). Measles panel. Pairwise comparison between the results of the reference laboratory (Denmark) and those of the 
Germann laboratory showing the distribution of loglu antibody values, scatter plots, linear and quadratic regressions with R1 

values.. Standardization equation: log 10 (German) =-002+1012 *log 10 (Danish). (6) Mumps panel. Pairwise 
comparisonn between the results of the reference laboratory (Germany) and those of the Italian laboratory showing the 
distributionn of log,,, antibody values, scatter plots, linear and quadratic regressions with R* values. Standardization equation: 
logg 10 (Italian) = 2192-1-35 'log 10 (German) + 0-3*885 *log 10 (German)»2. 

examplee of linear regression, the pair-wise comparison 
betweenn the Danish reference results and the German 
resultss for the measles panel is shown (Fig. 2d). There 
iss excellent fit with linear regression (K*  = 098), and 
noo improvement with quadratic regression (R* = 
0-98),, consequently the linear standardization equa
tionn was chosen. To convert 300 mIU/ml according 

too the German assay into the corresponding unitage 
off the Danish reference assay: the logarithm of the 
Germann reading is first taken [log(300) = 2-48], The 
standardizationn equation is then inverted: (2-48 + 
0-02)/1-0122 = 2-47 to give the log of the unitage in 
Danishh reference units. Taking antilogarithms gives 
thee unitage as 10'-'4T' = 293. Thus, 300 mIU/ml in 
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Tablee 4. Values of each R* for each country ami antigen 

Country y 

Britai n n 
Denmark k 
Finland d 
Germany y 
Ital y y 
Thee Netherlands 
Sweden n 
Australi a a 

Measles s 

Linear r 

0-89 9 
Ref f 
0-95 5 
0-98 8 
0-97 7 
0-83 3 
0-77 7 
0-95 5 

Quadratic c 

0-89 9 
Ref f 
0-95 5 
0-98 8 
0-97 7 
0-83 3 
0-77 7 
0-95 5 

Mumps s 

Linear r 

0-89 9 
0-92 2 
0-43 3 
0-96 6 
0-88 8 
0-85 5 
0-50 0 
0-95 5 

Quadratic c 

0-89 9 
0-92 2 
0-45 5 
0-97 7 
(WO O 
0-86 6 
0-52 2 
0-95 5 

Rubella a 

Linear r 

0-91 1 
0-93 3 
0-91 1 
0-92 2 
0-92 2 
0-79 9 
0-78 8 
0-72 2 

Quadratic c 

0-94 4 
0-94 4 
092 2 
0-94 4 
0-94 4 
0-80 0 
0-78 8 
0-72 2 

Tablee 5(a). Qualitative results of measles panel testing by the participating countries - local non-standardized 
andand standardized results according to the reference laboratories results. (Non-standardized results are given in 
parentheses) parentheses) 

Referencee laboratory: Denmark* 

Country y 

Australi a a 

Finland d 
(subsett  vs. 
German) ) 

France e 

Germany y 

UK K 

Ital y y 

Thee Netherlands 

Qualitativ e e 

N N 
E E 
P P 

N N 
E E 
P P 

N N 
E E 
P P 

N N 
E E 
P P 

N N 
E E 
P P 

N N 
E E 
P P 

N N 
E E 
P P 

Negativee (N) 
(«« = 36) 

30(29) ) 
1(2) ) 
2(2) ) 

49(50) ) 
13(12) ) 
0(0) ) 

24(21) ) 
3(5) ) 
0(1) ) 

35(35) ) 
Kt ) ) 
0(0) ) 

311 (18) 
5(15) ) 
0(3) ) 

35(34) ) 
0(1) ) 
0(0) ) 

30(35) ) 
6(1) ) 
0(0) ) 

Equivocall  (E) 
{«« - 10) 

KD D 
7(7) ) 
i ( D D 

0(0) ) 
16(21) ) 
5(0) ) 

1(1) ) 
7(4) ) 
2(5) ) 

3(3) ) 
4(3) ) 
3(4) ) 

5(2) ) 
4(5) ) 
1(3) ) 

2(2) ) 
2(2) ) 
3(3) ) 

4(5) ) 
3 d) ) 
3(4) ) 

Positivee (P)t 
( j f - 9 ! ) ) 

0(0) ) 
KD D 

84(84) ) 

HO O 
7(17) ) 

599 (49) 

0(0) ) 
0(0) ) 

499 (49) 

0(0) ) 
1 (0 0 

90(90) ) 

1(0) ) 
2(1) ) 

88(90) ) 

0(0) ) 
0(0) ) 

911 (91) 

2(2) ) 
3(0 0 

86(88) ) 

**  Some countries did not test the whole panel. Missing numbers are as follows. Denmark (Neg, Equiv, Pos): France (9,0,42), 
Ital yy (1, 3,0), Australia (3, 1,6). 
tt  Negative is < 150 mIU/ml , equivocal is 150-350 mlU/ml and positive is > 350 mIU/ml . 

Germann units corresponded to 293 mIU/ml Danish pair-wise comparison between the German reference 
referencee units. results and the Italian results for  the mumps panel is 

Similarl yy as an example of quadratic regression, the shown (Fig. 2b). The fit  improved with the quadratic 
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Tablee 5(A). Qualitative results of mumps panel texthtg by the participating countries - Iwal non-standardized 
andand standardized results according to the reference laboratory results. (Non-stundardizuthm results are given in 
parentheses) parentheses) 

Referencee laboratory: Germany* 

Negativee (N) Equivocal (E) Positive (P)t 
Countryy Qualitative (n - 60) (/i = 18) (»= 72) 

Australiaa N 54(53) 4(0) 0(0) 
EE 5(5) 12(13) 1(0) 
PP 0(1) ' 2 ( 5 ) 61(62) 

Oenmarkk N 38(38) 3(1) 12(11) 
(subset».. E 3(3) 18(20) 8(9) 
German)) P 0(0) 1(1) 49(49) 

Finlandd N 29(24) 4(4) 2(1) 
EE 5(10) 5(3) 7(7) 
PP 18(18) 9(11) , 62(63) 

Francee N 59(59) 4(4) 0(0) 
EE 1(1) 9(12) 0(2) 
PP 0(0) 5(2) 71(69) 

UKK  N 52(12) 2(0) 0(0) 
EE 7(38) 10(0) 1(0) 
PP 1(10) 6(18) 71(72) 

Italyy N 59(59) 4(4) 0(0) 
EE 1(—) 2(—) 0 ( -) 
PP 0(1) 12(14) 72(72) 

Thee Netherlands N 43(39) 6(4) 0(0) 
EE 14(12) 7(6) 2(0) 
PP 3(9) 5(8) 70(72) 

**  Some countries did not test the whole panel. Missing numbers are as follows. Germany (Neg, Equiv, Pos): Finland (8,0, 1), 
Francee (0,0,1), Australia (1,0,10). 
ff  Negative is < 230 litre, equivocal is 230-500 litr e and positive is > 500 litre. 

regressionn (fl*  = 0-90) compared to the linear  re-
gressionn (Ü*  - 0*88). The quadratic standardization 
equationn was selected. 

Forr  the measles analysis, the regressions against the 
Danishh reference results generally proceeded well. 
Theree was one notable outlier  in the comparison 
betweenn the Dutch and the Danish results. This point 
wass not influential and was thus not omitted. There 
wass one outlier  when standardizing the subset of the 
Finnishh main panel against Germany, which was 
omitted. . 

Forr  the mumps analysis, the relationships were 
generallyy less well defined and several outlying, 
influentiall  points had to be omitted from the re-
gressions.. For  the Danish standardization, using 
resultss from the Danish main panel, it was necessary 

too omit a number  of outliers. For  the Italian analysis, 
alll  sera for  which both results were below the tower 
detectionn limi t were excluded, as their  inclusion 
distortedd the regression line at higher  concentrations. 

Forr  the rubella analysis, most of the regressions 
weree unproblematic. However, in the regression 
betweenn Sweden and Britain , one influential outlier 
hadd to be omitted. 

Comparisonss of quantitative standardized results 

Thee logtB plots of a selection of unstandardized and 
standardizedd results for  the measles, mumps and 
rubellaa panels are shown in Figure 3. The remaining 
plotss are available from the authors on request. 
However,, the Rr value indicating the degree of 
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Tablee 5(f)- Qualitative results of the rubella panel testing by the participating countries - local non-
standardizedstandardized and standardized results according to the reference labt>ratory results. (Non-standardized results 
areare given in parentheses) 

Referencee laboratory: UK* 

Negativee (N) Equivocal (E) Positive (P)t 
Countryy Qualitative (n -63) (»» II ) [n- 78) 

Australiaa N 58(57) 1(1) 8(8) 
EE 4(3) 3(3) 4(4) 
PP 0(2) ' 7 ( 7 ) 65(65) 

Denmarkk N 59(6!) 1(9) 0(9) 
EE 3(~) 9<—) 13(-) 
PP 0(1) 1(2) 64(68) 

Finland**  N 52(49) 1(1) 0(0) 
EE 3(6) 4(2) 4(3) 
PP 1(1) 3(5)  63(64) 

Francee N 58(54) 5(1) 1(0) 
EE 2(-) 2(—) 5 ( -) 
PP 1(7) 2(8) 65(71) 

Germanyy N 55(50) 1(1) 0(0) 
EE 4(5) 6(0) 10(0) 
PP 1(5) 4(10) 67(77) 

Italyy N 55(54) 1(1) 0(0) 
EE 4<-) 6(—) 9 ( -) 
PP 0(5) 4(10) 66(75) 

Thee Netherlands N 50 (55) 1 (2) 1 (1) 
EE 10(6) 8(8) 9(14) 
PP 3(2) 2(1) 67(62) 

**  Some countries did not test the whole panel. Missing numbers are as follows. UK (Neg, Equiv, Pos): Australia (1,0,1); 
Denmark(1,0,1);;  Finland (7.3,11); France (2,2,7); Germany (3,0, t); Italy (4.0.3); The Netherlands (0,0,1). 
tt  Negative is < 5 lU/ml, equivocal is 5-10 IU/mi and positive is > 10 lU/ml. 

agreementt  for  each country and antigen is shown in 
Tablee 4. The agreement was good overall. However, 
thee Swedish mumps and measles regression (R* - 0-50 
andd 0-77 respectively) and the Finnish mumps (R* = 
0-43)) show large differences from the reference. 

Comparisonss of qualitative standardized results

Usingg the cut-offs from the reference laboratories, the 
standardized,, qualitative results for  the antibodies 
againstt  each antigen are presented in Tables 5o-c. To 
examinee the qualitative improvement from standard-
ization,, comparisons were also made with the ref-
erencee laboratory using each country's cut-off on the 
non-standardizedd results (Tables 5a-c). 

Forr  the measles panel, no sera were discrepant in 

moree than one country compared to the Danish 
reference. . 

Forr  the mumps panel, a number  of sera were 
classifiedd as negative on the German reference panel 
(Tablee 5b), but positive in Finland (18/52). All 
(18/52)) of these sera remained positive after  standard-
ization::  standardization thus failing to adjust for  local 
observations.. For  the panel tested in Britai n a large 
numberr  of negative reference sera were classified as 
equivocall  (38/60) in local units. After  standardization, 
thesee false equivocals were frequently reclassified as 
truee negative. For  the subset of the Danish main 
serosurveyy which was retested in Germany, a large 
numberr  of sera which tested negative in Denmark, 
testedd positive in Germany (12/53), both before and 
afterr  standardization. 

Forr  the rubella panel, there was generally good 
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(«/)) Dilutions in negative .serum 

600 T 

Fig.. 4. Different dilution series of the International Standard 
Serumm for  rubella included as blind samples in the rubella 
standardd panel and tested by the participating countries 
(locall  non-standardized results in IU/ml) . (a) Dilutions in 
negativee serum; (b) dilutions in buffer  solution. 

agreementt  with the British reference laboratory 
(Tablee 5c). 

Comparisonn of dilution aeries of an International 
Standardd Serum for  rubella 

Thee dilation curves for  the rubella standard are shown 
inn Figure 4(a, b). They show substantial differences in 
locall  unitages for  the different countries using a 
varietyy of assays. Six countries used Behring, two in-* 
housee and one other  commercial assay. For  example, 
400 mIU/ml of rubella reference sera were reported as 
18-577 mIU/ml by different countries. The Danish and 
Germann tests gave results closest to the standard 
dilutio nn values. Dilution in negative serum produced 
marginallyy better  results than dilution in PBS. 

Theree did not appear  to be a correspondence 
betweenn assay method and closeness to the reference 

values.. For  example. The Netherlands using an in-
housee assay obtained results much closer  to those of 
thee reference laboratory than France using a. Behring 
modifiedd EIA assay. 

Comparisonn of cut-off values 

Thee local cut-off value used in the participatin g 
countriess compared to the reference cut off value 
'back:standardized''  into local units are shown in 
Tabless 3a-c. For  example in the measles panel (Table 
33 a), the Danish cut-off standardized to local units 
(755 mIU/ml ) is greater  than the local cut-off used in 
thee United Kingdom (50 mIU/ml) . The former  used 
thee Behring assay, the later  the Gull test. 

DISCUSSION N 

ESENN is the first  study in which there has been a co-
ordinatedd effort to generate comparable sere-
prevalencee data for  vaccine preventable infections 
acrosss countries. Interpretatio n of these seropre-
valencee data will be used to evaluate the relative 
effectivenesss of the different vaccination programmes 
inn these countries. 

Testingg with a variety of assay methods (such as 
haemagglutinationn inhibition , neutralizing test, en-
zymee immunoassay) can provide very different results 
[6].. Even investigating the same sera with a variety of 
kit ss based on the same method, can lead to sig-
nificantl yy different results [3]. This is despite 
attemptingg to achieve comparability using internal 
controls,, measurement correction factors and cali-
bratin gg against an international standard. To achieve 
comparabilityy of the serological survey results from 
differentt  countries, the ideal option would have been 
too test all sera with the same assay in a single 
laboratory.. It was agreed for  the project that 
participant ss would continue to use their  usual assay 
method,, as they would be familiar  with this technique 
andd it would make the project overall more sus-
tainable.. If countries changed to a particular  assay for 
thee duration of the project, then reverted to their 
originall  methods, intra-countr y comparability would 
havee been lost. Thus within the project, all participants 
continuedd to use their  current assays based on the EIA 
method,, but with a variety of kits. A standardization 
proceduree had to be developed to allow direct 
comparisonn between assay results obtained in different 
ways.. The method involved comparing quantitative 

51 1 



resultss of antibody concentration, by calibrating each 
country' ss EIA units against those of the reference 
laboratory.. This does not involve a gold standard to 
providee an absolute truth . 

Theree were some problems with the standardization 
process.. Although complete panels of sera were 
distributedd in the majorit y of instances, towards the 
endd of the project some countries were provided with 
smallerr  volumes of sera than others due to a limited 
supplyy of reference sera. This meant some participants 
weree unable or  only partiall y able to test the panel a 
secondd time. In future, adequate volumes of sera need 
too be prepared. We were able to overcome this 
problemm by taking a sample of the main serosurvey, 
whichh was then retested in a reference centre. These 
resultss were then used to obtain a standardization 
equation. . 

Somee assay drif t also occurred. This technique of 
standardizationn only adjusts for  between-laboratory 
variability .. The standardization equations are derived 
onn the assumption that any observed variation was 
non-randomm and constant over  time. Variation in 
resultss over  time (assay drift ) was presumably related 
too in-house assay-to-assay variation and was detected 
byy re-testing the panel. Control of this within 
laboratoryy variabilit y was the responsibility of the 
qualityy control procedures in each laboratory. Using 
thee standardization equation generated by repeat 
panell  testing during the period of testing the main 
serumm collection should help to adjust for  this assay 
drift .. However, to continue to undertake inter-country 
comparisonss with this standardization technique, will 
requiree the regular  distributio n of panels of sera and 
maintainingg internal quality control. 

Bothh the Swedish and Finnish mumps panel 
regressedd poorly against the German reference. Many 
off  the sera classified as negative by the German 
referencee laboratory were classified as positive by 
Finlandd when non-standardized. This occurred for 
bothh the non-standardized and standardized results -
soo standardization was unable to reduce this ob-
servation.. One possible reason for  this observation 
mayy be the influence of the vims strain used as antigen 
inn the kit . As the vast majorit y of sera from the main 
serosurveyy results will be seropositive to mumps 
antibodyy in this highly vaccinated population, it was 
nott  feasible to sample and re-test the main results to 
identifyy potential false positives. Hence, the main 
standardizedd serosurvey results for  Finland may 
overestimatee the prevalence of seropositivity to 
mumpss antibody. In Sweden, a decision has been 

takenn to change the EIA assay method to test the 
mainn serosurvey. 

Furthermore,, for  the standardization to work well 
thee test used (particularl y that of the reference 
laboratory)) should ideally give a continuous outcome 
withh a detection limi t below the negative cut-off (this 
wass often not the case with the Ben ring test). If the 
detectionn limi t is the same as the negative cut-off then 
potentiallyy high negatives could not be standardized 
 upwards. The only example of this was with the 
Frenchh mumps panel where the standardized cut-off 
off  < 192 is below the detection limi t of the tests. 

Internationall  units have been the traditiona l ap-
proachh to producing 'comparable' results between 
laboratoriess and countries. They are based on in-
ternationall  standard sera which exist for  measles and 
rubella.. They a|low the calibration of litres, optical 
densitiess or  indices from different laboratories into 
internationall  units [2]. The lack of a mumps in-
ternationall  standard has presented problems for 
internationall  comparability, which meant that a 
workingg standard had to be created for  the purposes 
off  this project. The creation of a European or 
internationall  mumps standard would enable labora-
toriess express mumps antibody concentrations in 
commonn units, as for  measles and rubella. 

Ourr  results also indicate that there still remains a 
residuall  lack of comparability between the unitage 
derivedd even from calibrating to international stan-
dards.. The wide variation in the laboratory cut-offs 
expressedd in standardized units has been noted before 
p] .. We also found a substantial difference in the 
unitagee of the rubella standard dilution series. Some 
off  this variation may lie within normal test variation, 
butt  this does not account for  all the observed 
difference.. This suggests that direct inter-country 
comparisonss of EIA results based purely on an 
internationall  standard need to be made cautiously. 
Wee now have a working tool for  the comparison of 
MM RR EIA results. This will play a key role in 
comparingg the results of the serological surveys 
collectedd as part of this project. A further  panel of sera 
containingg MM R in one serum is currently under 
collection.. This will enable this method to continue to 
bee used within these ongoing collaborative projects. 
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