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1.1 General introduction 

4D flow MRI, or “three-dimensional phase-contrast cine MRI” [1,2], is an MRI technique, which 

facilitates visualization and quantification of blood flow in the heart and great vessels. It does this by 

making time-resolved images (or movies) of the blood flow in a three-dimensional volume. 4D flow 

MRI finds many applications  examples include the assessment of complex flow patterns (intracardiac 

vortex formation) in the left-ventricular cavity [3] or in the quantification of backflow through the heart 

valves. As such, 4D flow MRI can improve diagnosis and aid in better understanding of underlying 

pathological processes.  

Many useful hemodynamic parameters can be derived from a 4D-flow measurement. First of all, 

relevant diagnostic parameters, such as cardiac output (CO), stroke volume (SV), regurgitation fraction 

and flow rate through the heart valves [4,5] can be measured. Apart from these well-known parameters, 

other hemodynamic biomarkers can be derived, which are not yet part of clinical practice. Wall shear 

stress (WSS) for example, can be derived from the blood velocities [6–8]. It is the force that the flowing 

blood exerts on the vessel wall and it has been shown that low WSS leads to a rearrangement of the 

endothelial cells of which the wall consist [6–9]. This may in turn lead to an increase in vessel wall 

thickness [10], a precursor to plaque formation and atherosclerosis. Another useful parameter, which 

can be investigated with flow MRI is pulse wave velocity (PWV) [11]. PWV relates to vessel stiffness. 

Stiffening of the artery wall, e.g. in the carotid arteries, can be a sign of early plaque formation, even 

precluding vessel wall thickening [12–14]. An increase of vessel stiffness strongly correlates with age 

and a decrease can lead to cognitive damage as high blood pressure is directly transmitted to the brain’s 

microvasculature [6,7]. Generally, atherosclerosis precedes many cardiovascular diseases and can stay 

asymptomatic for a long time, which is why tools for early stage diagnosis via the measurement of 

these hemodynamic biomarkers are highly desired. 

Traditionally, ultrasound is the method of choice for flow quantification in the heart, aorta, or the 

Circle of Willis. Accurate ultrasound flow quantification, however, relies on operator skills and 

experience. For example, when capturing backflow (regurgitations) through the heart valves [15,16], 

the angle between probe and blood flow as well as the directionality of blood flow need to be carefully 

considered [17]. In some cases, a transesophageal echocardiography, i.e. inserting the echo probe via 

the esophagus to gain improved access to the heart and aorta, is needed which is very uncomfortable 

to the patient. 4D flow MRI does not suffer from these drawbacks and is fully non-invasive. Operator 

and observer variability are strongly reduced, as the MRI operator only needs to define a 3D volume of 

interest containing the relevant vessels. Flow rates can then be quantified retrospectively in any 

desired plane or orientation.  

Despite its promise, currently the main limitation of 4D flow MRI is the long scan time (10 to 30 min) 

needed for sufficient spatial coverage and spatiotemporal resolution [18–20]. This practically hampers 

its use in routine clinics, as lying still for a long time is difficult for patients, leading to movement 

artifacts and increasing cost and waiting times. Acceleration of 4D flow MRI scans is therefore 

indispensable to achieve reasonable scan times <10 min.  

The scan time depends on the size of the imaging matrix, but also on the number of desired cardiac 

frames (the framerate of the “4D flow movie”) and respiratory gating efficiency. A simple way to 
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accelerate the scan is to reduce the number of cardiac frames, which however will lead to loss of 

temporal information. A better approach is to reduce the number of sampling points in the imaging 

matrix below the number dictated by the Nyquist sampling criterion. To prevent aliasing artifacts, 

missing data points can be recovered on the basis of additional information, for example by using 

parallel imaging with multiple coils (as is done in SENSE) or on the basis of prior information on the 

nature and complexity of the images (as is done in compressed sensing, CS), or by a combination of 

both [21,22].  

The degree of achievable imaging acceleration depends on the type of the acceleration technique and 

the performance of the reconstruction algorithms to recover missing data. Generally, the 

implementation of a new acceleration strategy requires significant changes in the MRI scanner image 

acquisition and reconstruction software. This is why it takes time for the new imaging acceleration 

techniques, such as CS, to find their way into vendor products that are approved for routine clinical 

use. A first important step in this process (as described in this thesis) is the optimization of the data 

acquisition sampling patterns, the optimization of the image reconstruction pipeline, and proof-of-

concept studies in healthy volunteers and patients. 

This thesis reports on the implementation and validation of several CS acquisition and reconstruction 

techniques for highly-accelerated flow MRI. Specifically, the focus was on a fast 4D flow MRI method 

for the assessment of WSS in the aorta and a high temporal resolution 2D flow MRI technique for 

carotid artery PWV quantification.  

1.2 4D flow MRI image acquisition  

In 4D flow MRI, motion-sensitive gradients encode the phase of the MRI signal for coherent motion in 

each principal direction [23]. These bipolar velocity encoding gradients create a net phase 

accumulation of zero for stationary spins, whereas spins moving along the gradient direction, will 

accumulate a phase linearly proportional to the velocity of their movement (Figure 1.1a). 

The phase of a spin after applying a gradient with amplitude G in direction x can be written as 

ϕ(t) = γ G�(u)x(u)du
�

�
(1.1) 

where ϕ is the accumulated phase, t is the time, and γ is the gyromagnetic ratio. The time-dependent 

position x(u) of the moving spin can be approximated with a Taylor expansion such that it can be 

written as 

x(u) = x� + uv� +  
1
2

 u�a� + ∙∙∙  +
1

u� dx(u)
du �

 (1.2) 

Where x0 is, v0 and a0 are the position, the velocity and the acceleration at time point u=0. Equation (1.2) 

can then be written as 

ϕ(t) = γx� G�(u)du
�

�
+ γv� G�(u) u du

�

�
+

γ
2

a� G�(u) u� du
�

�
+ ∙∙∙  +

γ dx(t)
dt � �

G�(u) u� du
�

�
 (1. ) 
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�
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Figure 1.1 Bipolar gradients and phase encoded images. (a) A unipolar gradient creates a net phase within a pixel for static and 

moving spins. A bipolar gradient results in compensation of this phase accumulation for static, but not for spins moving along 

the gradient direction (bottom). (b) 4D flow MRI images of the carotid artery. Image phase after applying a flow encoding 

gradient (top) and image phase after applying a bipolar gradient with an opposite gradient waveform (bottom). The encoded 

velocity (right) can be derived from both phase images by complex division. Figures (a-b) are adapted from [23]. 

By defining the nth gradient moment m� = ∫ G�(u) u� du�
� , this simplifies to  

ϕ(t) = γx�m� + γv�m� +  
γ
2

a�m� + ∙∙∙ (1.4) 

in which x and v are displacement and velocity along the gradient direction. 

For stationary spins the phase accumulated is described by the 0th moment and becomes 0 at the end 

of the bipolar gradient. The phase of moving spins is 

ϕ = γ A T v (1.5)  

with A the gradient area, which is true for any gradient shape, and T the gradient duration. The sign of 

m1 will be the sign of the second gradient lobe. 

Bipolar gradients can be combined with flow compensation gradient waveforms, as gradients required 

for spatial localization with m1 ≠ 0 can lead to image artefacts and flow-encoding errors. Flow 

compensation gradients consist of bipolar gradients with m0 = 0 and m1 = 0, such that the phase is 

independent of both spatial location and velocity [24]. In order to shorten TE, the bipolar flow encoding 

gradient and the flow compensation gradient are typically combined in a new waveform as can be seen 

in Figure 1.2 [23].  

1.2.1 Velocity maps 

The phase of a single voxel is not only a result of the deliberately introduced phase by the flow encoding 

gradients, but also has a contribution from an unknown background phase by field inhomogeneities. 
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In order to remove the background phase and to separate the signals of static and moving spins, two 

measurements (also called points or segments) are acquired with a difference in delta m1. This is called 

two-point encoding, see Figure 1.1a. The phase difference of both measurements can be derived by 

division of the complex signals S after separate reconstruction [25]   

ϕ = a � a � = a �

�
(1. ) 

from which the true velocity per voxel can be estimated (with m� related to the VENC, see below)  

v =
ϕ 

γ m�
 (1. ) 

Encoding in all three principal directions vx, vy, vz can be calculated from four separate scans (four-

point encoding) consisting of three pairs, one reference scan and three flow encoded scans. The 

encoding scheme can be asymmetric (Figure 1.2a) or symmetric (Figure 1.2c), while Δm1 is effectively 

the same. Figure 1.2b shows the same sequence as in Figure 1.2a, including flow compensation 

gradients. Next to these methods balanced flow encoding can be applied, where flow encoding 

gradients are distributed with a Hadamard encoding scheme (Figure 1.2c). This results in a better SNR. 

However, phase aliasing becomes more difficult to correct [26].  

 

 

Figure 1.2 Flow encoding and flow compensation of 4D flow MRI sequences used on a Philips 3T Ingenia scanner. Bipolar 

gradients in frequency encoding (M) and slice encoding (S) direction are often combined with pre- and re-phasing lobes, which 

is why their shape varies slightly. (a) Asymmetric flow encoding scheme, with one reference of no flow encoding, and three 

scans with flow encoding in each M/P/S direction. (b) Asymmetric flow encoding with additional flow compensation gradient. 

(c) Symmetric flow encoding scheme with flow encoding gradients split equally over all flow encoding directions. (d) Hadamard 

encoding scheme, leading to shorter TEs. (Remark  Non-flow compensated flow encoding of a Philips 4D flow sequences is 

shown in (a). As implemented, there are bipolar gradients in all directions accept for the FE direction, most likely to still ensure 

flow compensation.) 

1.2.2 VENC  

An important characteristic of flow encoded MRI is the VENC (velocity encoding) in cm/s. The 

measured phase difference, controlled by the difference of m1 in the velocity encoding gradients, has 

a range of  and   corres onding to  and  t e . n t is definition  elocities larger t an t e 

 will lead to ase al es larger t an  res lting in aliasing of t e ase image.   
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The VENC is chosen depending on the expected velocity in the area of interest and is typically set to be 

slightly higher than the highest expected velocity in a single voxel to prevent aliasing. However, it is 

difficult to fully prevent aliasing, but if it occurs, it is unwrapped in a post processing step. 

1.2.3 SNR in velocity maps  

The noise introduced in each phase image depends on the complex signals magnitude  with noise σ 

and is inversely proportional to the SNR of the magnitude image [27].  
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The noise in the velocity maps v depends on the noise of the phase and the chosen VENC, which is 

why the VENC should be as low as possible without causing aliasing [25]   
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The dependency of the velocity noise on the magnitude signal leads to random phase in regions without 

signal such as in the trachea when imaging the carotid arteries. A threshold in the magnitude image 

can be chosen to mask to the velocity images [25]. However, thresholding does not work when a voxel 

contains both random phase due to absence of signal as well as flowing spins (partial volume effect), 

as is sometimes the case in phantom experiments when studying flow through silicon or plastic tubing.   

1.2.4 Cardiac synchronization  

An MRI scan is not fast enough to acquire a 3D k-space with 4 flow encoding gradients in a single 

heartbeat and, therefore, image acquisition is distributed over multiple cardiac cycles. To assign 

acquired data to a specific time-point in the cardiac cycle, an ECG signal is acquired alongside the MRI 

scan (Figure 1.3a). In prospective gating, the acquisition time point of each k-line is predefined and 

the same for each consecutive heartbeat. In contrast, for retrospective triggering, data is continuously 

sampled simultaneously to the ECG signal. This means that each acquired k-line has an individual time-

stamp and can be sorted into a cardiac bin retrospectively (cardiac binning). A complication is that not 

all heartbeats have the same length due to natural heartbeat variations. This means that for short heart 

cycles data is missing and for long heart cycles more data than necessary is acquired. This is usually 

compensated for by averaging data in long cycles or interpolation in short cycles [28]. With increasing 

number of reconstructed cardiac frames, the acquired k-t space becomes undersampled in a quasi-

random fashion due to natural heartbeat variations, which is beneficial for reconstruction algorithms 

based on CS. 

1.2.5 Respiratory synchronization 

Synchronization with the breathing motion is necessary (Figure 1.3d) to avoid motion artefacts. 

Typically, a breathing navigator (additional RF pulse to acquire diaphragm motion) is acquired, from 
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which the breathing state can be deducted. However, this disturbs the steady-state of the acquisition 

which can result in image artifacts. Other approaches, such as self-gating retrieve the breathing 

information directly from the acquired data, without the need for a navigator by using a principal 

component or similar analyses of the k-space center.  

 

Figure 1.3 ECG triggering and binning, respiratory signal and phase encoding loops. (a) ECG signal captured independently of 

the MRI acquisition. Every detected R peak (indicating the start of a new heart cycle) starts a new sequence of phase encoding 

lines. (b) Retrospective binning defines time steps per heart cycle in which the acquired data will be sorted after the scan is 

finished. (c) The MRI acquisition loops over all phase encoding steps. In order to accelerate this process, two different k-lines 

are acquired within one heart beat (segmented imaging factor or TFE factor). This accelerates scan time, but decreases the 

number of different k-lines that are sampled per heartbeat. Completely random sampling relies on the fact that each k-line will 

be sampled statistically at each time point of the heartbeat throughout the entire scan. (d) For scans of the aorta or the heart, the 

respiratory motion signal is traced, such that data only in inspiration or expiration is considered. For some sequences, the 

respiratory motion can also be derived from the k-space center, without the need of a navigator (right).  

1.3 Accelerating 4D flow MRI 

As 4D flow MRI requires long acquisitions times, it is desirable to decrease scan time by reducing the 

amount of sampled data. Generally, k-space has to be sampled at a frequency fulfilling the Nyquist 

criterion and sampling below that rate leads to spatial aliasing image artefacts. Different techniques 

have been proposed to undersample Cartesian k-space, i.e. sample at a sub-Nyquist rate, while 

avoiding aliasing and recovering images without artifacts. One approach to recover undersampled data 

is to exploit the (inherent) sparsity of MRI images using a iterative CS reconstruction [29]. 4D flow MRI 

and other cardiac MRI scans are highly correlated in time, which makes them suitable for 

undersampling in the time dimension. 
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1.3.1 Compressed Sensing 

For a successful CS reconstruction certain criteria need to be fulfilled [29]. First of all, the 

undersampled dataset should be sparse – the image can be described by a significant number of zero 

elements. Images can be sparse in the image domain, but also in k-space, the time domain, or an 

applied transform domain (e.g. Wavelet).  

4D flow MRI images in particular, are highly correlated in the temporal dimension, as the image 

information in one cardiac frame is very similar to the previous and following frames. A suitable sparse 

representation of a 4D flow MRI dataset could therefore be a finite-differences or total variation (TV) 

transform in time, which is the sum of the absolute variation of the image along the time dimension 

[21]. 

Another criterion for CS reconstruction is incoherent undersampling. With incoherent undersampling, 

aliasing artifacts of undersampling become noise-like. For images sparse under temporal TV it would 

therefore be desirable to undersample incoherently over time.   

The last requirement is a non-linear reconstruction, with the cost function    

m m  m � . t. m �  (1.1 ) 

For which m is the to be reconstructed image, y is the sampled data, Fu the Fourier operator and  is 

set to be under the noise level. The first term enforces sparsity, in which the sparsifying transform  

(e.g. TV) can be chosen.  

1.4 Validation of accelerated 4D flow MRI  

Even with the most advanced image reconstruction algorithms, accelerated images may suffer from, 

undersampling- or reconstruction-related, artifacts. For estimating the error or the accuracy 

introduced with the accelerated method, a gold standard measurement in the form of a not-accelerated 

scan in the same subject would be the best choice. However, for 4D flow MRI, a gold standard – i.e. a 

fully sampled scan with similar spatiotemporal resolution as the accelerated scans – may become 

impractically long (several hours). In that case, the use of flow-phantoms with realistic geometry and 

pulsatile flow is a good alternative to test the acceleration method.  

1.4.1 Phantom experiments 

A flow phantom is a simplified but realistic model of a human vessel, which helps in designing and 

testing novel accelerated flow sequences. As in vivo flow depends on physiological parameters, such 

as blood pressure and heart rate, testing the reproducibility of new sequences and biomarkers in vivo 

is difficult, as heart rate and blood pressure easily change within a few minutes. For validation of 

accelerated 4D flow MRI scans, phantom experiments have proven essential [30].  

A flow phantom consists of a distensible material, simulating arterial stiffness and preferably with T1 

and T2 properties similar to the vessel wall, which can be embedded in water or agar (jelly substance 

created from algae). Ideally a pulsatile flow is applied, with a time-resolved flow profile that mimics 

artery flow in humans. Important for heart-rate-synchronized flow acquisitions is that flow includes 
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heart rate variabilities with a given standard deviation. In order simulate the natural surroundings, 

biological material can be used within a phantom setting. As demonstrated by [31,32], a dissected and 

resuscitated pig heart, installed in a perfusion cycle and a heart-lung machine, can be used to either 

passively transport flow blood, or actively pump it.  

1.5 Blood flow characterization and visualization 

From the measured velocity vector field ( t) time-resolved flow Q(t) through a defined area A can be 

derived  

(t) = v( t)d� (1.1 ) 

With the mean time-resolved velocity  v(t) = (t) A  within A. Time-resolved velocity vector fields 

facilitate visualization of the trace of a single blood element per heartbeat and the formation of vortices 

with stream- or pathlines. An example is shown for the carotid arteries in Figure 1.4. 

 

Figure 1.4 4D flow MRI scanning of the carotid arteries. (a) Time resolved magnitude and velocity images, for flow encoding 

directions in foot-head (FH), right-left (RL) and anterior-posterior (AP) direction. (b) From left to right  3D velocity vectors 

derived from the velocity maps, time resolved path and streamline visualization (here at a time point of 170 ms), flow curves in 

common carotid (CCA), internal carotid (ICA) and external carotid (ECA) artery, and WSS at peak systole.  

1.5.1 Pulse wave velocity 

PWV [33] describes the velocity at which the arterial pressure wave travels through the artery. This is 

related to arterial stiffness through the Moens-Korteweg equation [33]   
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with E the elastic modulus of the artery, h the vessel wall thickness, r the inner radius and  the blood 

density. PWV can be calculated from the time shift (the transit time) between two flow curves 

measured at different sites t divided by the distance x that the blood has to travel   

=  
x
t 

(1.12) 

The transit time (typically 15-30 ms) is calculated by cross-correlation between the flow curves, or the 

time shift between the 'foot' of the flow curves, both considering that the shape of the flow curve later 

in the cardiac cycle is influenced by downstream reflections [34].  

Doppler flow or arterial tonometry are other modalities that also allow for a (real-time) assessment of 

flow velocity or pressure in the femoral and carotid arteries, and measure an average PWV of the 

arterial tree between these sites, called global PWV [34]. However, to better understand the processes 

of regional plaque development and to more specifically detect early signs of local changes in arterial 

stiffness [35], it is important to investigate the regional changes of PWV – especially in regions prone 

to atherosclerotic plaques such as the carotids.  

PWV measurement of small segments using MRI techniques are typically more challenging in the 

carotids than in the aorta [14] because the diameter is about 5 times smaller [12], [13] and PWV is higher 

[36]. Additionally, small vessel segments lead to a shorter transit time, which requires a very high 

temporal resolution of the flow MRI scans. Accurate PWV measurements in the carotid artery, thus 

require high spatial and temporal resolution flow MR images.  

1.5.2 Wall shear stress 

Blood flow exerts a frictional force on the vessel wall called wall shear stress (WSS). WSS can be 

calculated by multiplying the blood viscosity and the velocity gradient of the velocity field near the 

vessel wall. 

After segmenting the 4D flow MRI data, WSS vectors   can be calculated using the inward normal n on 

the vessel wall and the blood viscosity  (assumed to be 3.2·10-3 Pa s in this thesis), [37]  

= 2   (1.1 ) 

where  the rate of the deformation tensor  
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For each point on the vessel wall the coordinate system is rotated such that the  axis aligns with the 

inward normal and = ( 1). A simplifying assumption is that = , as there is no flow through 

the wall, and the WSS vector can be written as 

=  
v�    

v
  . (1.15) 

The velocity gradient can be defined by fitting splines to the velocities along the inward normal. The 

WSS vector per time and wall point is then calculated with an inverse transformation. In this work, 

mostly the absolute value of the WSS vector is considered, typically during peak systole. However, the 

change of direction over time of the WSS vector, as described by the oscillatory shear index OSI, an 

indicator for endothelial cell remodeling, was also considered [38,39]  

 = .5 1
∫ (t)dt�

∫ (t) dt�

. (1.1 ) 

An OSI of 0 represents no directional change of the WSS vector over the cardiac cycle, whereas an OSI 

of 0.5 represents 180° changes of the vector. 

Particular regions, such as the carotid bulb, are regions with a low WSS magnitude, as blood is creating 

slow moving vortices (Figure 1.4b, WSS and vortex formation in the carotid bulb). It has been shown 

that a high mechanical force on the endothelial cells of the arterial wall can be protective against 

atherosclerosis and vascular dysfunction. In turn, regions of low WSS magnitude are prone to 

atherosclerosis and plaque formation by rearrangement of endothelial cells [6–9]. High OSI, represents 

high temporal variations of the WSS vector and has been associated with regions of low WSS and non-

directed flow. Recirculating flow creates a long residence time of fluid particles and macrophages in 

that region on the one hand, and a lower force of the fluid particles on the vessel wall on the other 

hand.  

1.5.3 Wall thickness 

Vessel wall thickness (WT), endothelial changes (indicated by WSS) and vessel stiffness (indicated by 

PWV) are closely related. This is why WT plays an important role when investigating arterial health 

and the onset of atherosclerosis.  

Screening of the WT is typically performed with echocardiography. However, only the intima-media 

thickness (IMT) is reported, which does not include the outer layer of the vessel wall, the adventitia. 

As wall thickness varies throughout the vessel diameter ultrasound assessment of the IMT should be 

performed under multiple view angles as. A high-resolution 3D black blood MRI scan, with suppressed 

blood signal for a good visualization of the vessel wall, may therefore be a better solution to estimate 

WT.  

1.6 Thesis outline 

In this thesis the development, testing, and application of CS accelerated flow MRI sequences is 

described.  
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PWV) are closely related. This is why WT plays an important role when investigating arterial health 

and the onset of atherosclerosis.  

Screening of the WT is typically performed with echocardiography. However, only the intima-media 

thickness (IMT) is reported, which does not include the outer layer of the vessel wall, the adventitia. 

As wall thickness varies throughout the vessel diameter ultrasound assessment of the IMT should be 

performed under multiple view angles as. A high-resolution 3D black blood MRI scan, with suppressed 

blood signal for a good visualization of the vessel wall, may therefore be a better solution to estimate 

WT.  

1.6 Thesis outline 

In this thesis the development, testing, and application of CS accelerated flow MRI sequences is 

described.  
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Chapter 2 describes a new clinical protocol for accurate PWV assessment in small arterial segments. 

This technique is based on high temporal resolution 2D flow MRI, which was achieved by retrospective 

binning of k-space data combined with a CS reconstruction. Validation of PWV measured with this 

technique was done in comparison with ultrasound measurements in a phantom tube. In vivo, 

significant age-related differences in regional PWV were measured in two groups of younger and 

elderly healthy volunteers.  

In chapter 3 a pseudo-spiral Cartesian sampling strategy for 4D flow MRI is described. The technique 

exploits interleaving of k-space lines in time, to achieve an ideal spatio-temporal undersampling 

pattern for CS reconstruction using temporal constraints. 4D flow MRI scans at different acceleration 

factors (R=2-30) were evaluated in a flow phantom and in the carotid arteries of 7 healthy volunteers. 

In particular, velocities, flow curves and WSS values were compared at different accelerations and with 

a fully sampled 2D flow MRI. 

In the research described in chapter 4 the same acceleration strategy as in chapter 3 was used to 

accelerate aortic 4D flow MRI measurements R=8 times. We studied how the pseudo-spiral Cartesian 

acquisition and CS reconstruction technique compares to k-t PCA accelerated 4D flow MRI. For 

comparison, velocities, flow curves and WSS were estimated from both methods. Additionally, the 

flexibility of retrospective, temporal re-binning into a higher number of cardiac frames of the CS 

reconstruction method was investigated and compared to the regular k-t PC acquisition.  

Chapter 5 reports on a clinical research study on early signs of atherosclerosis in the carotid arteries. 

The study involved assessing PWV from 2D flow MRI scans acquired with the method described in 

chapter 2, WT from CS accelerated 3D black blood MRI scans, and WSS from k-t PCA accelerated 4D 

flow MRI scans. In total 43 patients with familial hypercholesterolemia, a genetic disorder leading to 

accelerated atherosclerosis, were compared to 18 unaffected siblings. 

In chapter 6 the feasibility and reproducibility of 4D flow MRI measurements in an isolated, working 

pig heart model is described. In five repeated experiments, intra-cardiac flow visualization and 

quantification was performed after successful resuscitation of the ex vivo pig hearts. Additionally, the 

feasibility of transcatheter aortic valve replacement (TAVR), with subsequent 4D flow MRI scans was 

tested in two additional pig heart experiments. This may help in investigating the influence of surgical 

procedures on blood flow patterns in future.  

In chapter 7 the findings of this thesis are summarized and discussed. 
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2.1 Abstract 

Background: Cardiovascular magnetic resonance (CMR) allows for non-invasive assessment of arterial 

stiffness by means of measuring pulse wave velocity (PWV). PWV can be calculated from the time shift 

between two time-resolved flow curves acquired at two locations within an arterial segment. These 

flow curves can be derived from two-dimensional CINE phase contrast CMR (2D CINE PC CMR). While 

CMR-derived PWV measurements have proven to be accurate for the aorta, this is more challenging 

for smaller arteries such as the carotids due to the need for both high spatial and temporal resolution. 

In this work, we present a novel method that combines retrospectively gated 2D CINE PC CMR, high 

temporal binning of data and compressed sensing (CS) reconstruction to accomplish a temporal 

resolution of 4 ms. This enables accurate flow measurements and assessment of PWV in regional 

carotid artery segments.  

Methods: Retrospectively gated 2D CINE PC CMR data acquired in the carotid artery was binned into 

cardiac frames of 4 ms length, resulting in an incoherently undersampled ky-t-space with a mean 

undersampling factor of 5. The images were reconstructed by a non-linear CS reconstruction using 

total variation over time as a sparsifying transform. PWV values were calculated from flow curves by 

using foot-to-foot and cross-correlation methods. Our method was validated against ultrasound 

measurements in a flow phantom setup representing the carotid artery. Additionally, PWV values of 

two groups of 23 young (30 ± 3 years, 12 [52%] women) and 10 elderly (62 ± 10 years, 5 [50%] women) 

healthy subjects were compared using the Wilcoxon rank-sum test.  

Results: Our proposed method produced very similar flow curves as those measured using ultrasound 

at 1 ms temporal resolution. Reliable PWV estimation proved possible for transit times down to 7.5 ms. 

Furthermore, significant differences in PWV values between healthy young and elderly subjects were 

found (4.7 ± 1.0 m/s and 7.9 ± 2.4 m/s, respectively; p < 0.001) in accordance with literature.  

Conclusions: Retrospectively gated 2D CINE PC CMR with CS allows for high spatiotemporal resolution 

flow measurements and accurate regional carotid artery PWV calculations. We foresee this technique 

will be valuable in protocols investigating early development of carotid atherosclerosis. 
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2.2 Introduction  

Cardiovascular magnetic resonance (CMR) has emerged as a powerful tool for non-invasive 

assessment of biomarkers indicating regional vessel wall diseases [1]. An important and early marker 

of vessel wall disease is arterial stiffness, which can be characterized by pulse wave velocity (PWV) [2]. 

PWV is the velocity at which the arterial pressure wave, created by cardiac contraction, travels through 

the arteries. PWV has been proven to be an independent predictor of cardiovascular events and 

atherosclerosis [3,4]. Arterial stiffness increases with age, which has been demonstrated by an age-

related increase in global PWV and regional aortic PWV [5,6].    

Severe atherosclerotic plaques are frequently observed at specific locations [7]. PWV measurements in 

the carotid arteries are of particular interest, since they are a major atherosclerosis-prone site 

associated with stroke [7–9]. Increased regional PWV was shown to precede atherosclerotic lesions 

even before intima-media thickening, another early marker for atherosclerosis [7]. Experimental 

results also demonstrate that vascular stiffening caused by early atherosclerosis is unequally 

distributed over the length of large vessels [10]. This implies that assessing heterogeneity of arterial 

stiffness by multiple local measurements of PWV might be more sensitive than global PWV to identify 

early atherosclerotic lesions. Therefore, to better understand the processes of regional plaque 

development and to improve early detection of local changes in arterial stiffness, measurements of 

regional PWV might prove essential.  

In addition, arterial stiffness is not uniform in all vessels and PWV increases distal to the heart and 

further down the vascular tree. This emphasizes the relevance of regional PWV assessment. For 

instance, a decreasing aortic to carotid PWV ratio has been implicated in cognitive damage, since it 

allows the transmission of high blood pressure to the microvasculature of the brain [6,11].  

PWV values can be derived using CMR by acquiring time-resolved flow curves from two-dimensional 

CINE phase contrast CMR (2D CINE PC CMR) measurements at two different sites within the artery of 

interest. The time shift between the flow curves is the transit time of the arterial pulse wave. PWV is 

then defined as the distance between the sites divided by the transit time and is related to arterial 

stiffness through the Moens-Korteweg equation [2]. Compared to PWV measurement in the aorta [12], 

carotid PWV measurements are more challenging since the smaller lumen diameter (aorta 31-34 

mm [12], carotid 4-6 mm [13]) and higher PWV [6] require a significant increase in spatial and temporal 

resolution. Nevertheless, carotid PWV measurements using cardiac triggered 2D PC CMR have 

successfully been performed by Kröner et al. [6] in arterial segments with a length of 15-20 cm. 

However, to measure PWV at even shorter distance, a further increase in temporal resolution is 

required because transit times decrease with the length of the arterial segment. Unfortunately, the 

spatiotemporal resolution in cardiac triggered PC CMR is limited by available scan time and lowest 

achievable repetition time (TR).  

In previous studies, it was shown that an increased temporal resolution of cardiac gated sequences can 

be obtained by using retrospective gating and undersampling in combination with a compressed 

sensing (CS) reconstruction [13]. In short, retrospective gating involves continuous acquisition of data 

asynchronous to the electrocardiogram (ECG) signal. Due to small variations in the heart rate, phase 

encoding lines are therefore acquired at incoherent positions throughout the cardiac cycle [13]. This 
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2.1 Abstract 

Background: Cardiovascular magnetic resonance (CMR) allows for non-invasive assessment of arterial 

stiffness by means of measuring pulse wave velocity (PWV). PWV can be calculated from the time shift 

between two time-resolved flow curves acquired at two locations within an arterial segment. These 

flow curves can be derived from two-dimensional CINE phase contrast CMR (2D CINE PC CMR). While 

CMR-derived PWV measurements have proven to be accurate for the aorta, this is more challenging 

for smaller arteries such as the carotids due to the need for both high spatial and temporal resolution. 

In this work, we present a novel method that combines retrospectively gated 2D CINE PC CMR, high 

temporal binning of data and compressed sensing (CS) reconstruction to accomplish a temporal 

resolution of 4 ms. This enables accurate flow measurements and assessment of PWV in regional 

carotid artery segments.  

Methods: Retrospectively gated 2D CINE PC CMR data acquired in the carotid artery was binned into 

cardiac frames of 4 ms length, resulting in an incoherently undersampled ky-t-space with a mean 

undersampling factor of 5. The images were reconstructed by a non-linear CS reconstruction using 

total variation over time as a sparsifying transform. PWV values were calculated from flow curves by 

using foot-to-foot and cross-correlation methods. Our method was validated against ultrasound 

measurements in a flow phantom setup representing the carotid artery. Additionally, PWV values of 

two groups of 23 young (30 ± 3 years, 12 [52%] women) and 10 elderly (62 ± 10 years, 5 [50%] women) 

healthy subjects were compared using the Wilcoxon rank-sum test.  

Results: Our proposed method produced very similar flow curves as those measured using ultrasound 

at 1 ms temporal resolution. Reliable PWV estimation proved possible for transit times down to 7.5 ms. 

Furthermore, significant differences in PWV values between healthy young and elderly subjects were 

found (4.7 ± 1.0 m/s and 7.9 ± 2.4 m/s, respectively; p < 0.001) in accordance with literature.  

Conclusions: Retrospectively gated 2D CINE PC CMR with CS allows for high spatiotemporal resolution 

flow measurements and accurate regional carotid artery PWV calculations. We foresee this technique 

will be valuable in protocols investigating early development of carotid atherosclerosis. 
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2.2 Introduction  
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Severe atherosclerotic plaques are frequently observed at specific locations [7]. PWV measurements in 
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even before intima-media thickening, another early marker for atherosclerosis [7]. Experimental 
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distributed over the length of large vessels [10]. This implies that assessing heterogeneity of arterial 
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further down the vascular tree. This emphasizes the relevance of regional PWV assessment. For 

instance, a decreasing aortic to carotid PWV ratio has been implicated in cognitive damage, since it 

allows the transmission of high blood pressure to the microvasculature of the brain [6,11].  

PWV values can be derived using CMR by acquiring time-resolved flow curves from two-dimensional 

CINE phase contrast CMR (2D CINE PC CMR) measurements at two different sites within the artery of 

interest. The time shift between the flow curves is the transit time of the arterial pulse wave. PWV is 

then defined as the distance between the sites divided by the transit time and is related to arterial 

stiffness through the Moens-Korteweg equation [2]. Compared to PWV measurement in the aorta [12], 

carotid PWV measurements are more challenging since the smaller lumen diameter (aorta 31-34 

mm [12], carotid 4-6 mm [13]) and higher PWV [6] require a significant increase in spatial and temporal 

resolution. Nevertheless, carotid PWV measurements using cardiac triggered 2D PC CMR have 

successfully been performed by Kröner et al. [6] in arterial segments with a length of 15-20 cm. 

However, to measure PWV at even shorter distance, a further increase in temporal resolution is 

required because transit times decrease with the length of the arterial segment. Unfortunately, the 

spatiotemporal resolution in cardiac triggered PC CMR is limited by available scan time and lowest 

achievable repetition time (TR).  

In previous studies, it was shown that an increased temporal resolution of cardiac gated sequences can 

be obtained by using retrospective gating and undersampling in combination with a compressed 

sensing (CS) reconstruction [13]. In short, retrospective gating involves continuous acquisition of data 

asynchronous to the electrocardiogram (ECG) signal. Due to small variations in the heart rate, phase 

encoding lines are therefore acquired at incoherent positions throughout the cardiac cycle [13]. This 
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allows binning of the data into a high number of cardiac frames, although this leads to an 

undersampled k-space for each cardiac frame. Fortunately, CS reconstruction is highly efficient in 

exploiting temporal relations between frames and recovering information of undersampled data 

without significantly sacrificing image quality or the underlying temporal behavior [13,14]. To our 

knowledge, this approach has never been applied in combination with 2D CINE PC CMR derived PWV 

measurements.  

In this study, we developed a new clinical 3T CMR protocol for high spatiotemporal resolution carotid 

artery 2D CINE PC CMR. The technique was validated using ultrasound and CMR phantom experiments. 

The ability of the technique to detect relevant differences in regional PWV was demonstrated in two 

groups of healthy young and elderly subjects. 
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Figure 2.1 Principle of retrospectively-gated 2D CINE PC CMR. (a) Electrocardiogram (ECG) triggering for a 2D CINE phase 

contrast (PC) cardiovascular magnetic resonance (CMR) scan using prospective triggering and retrospective gating. In 

prospective triggering (left) the acquisition is started by the detection of the R-wave peak. This leads to the same time point of 

acquisition (the trigger time) for each phase encoding step (k1 to k4) and a uniform binning afterwards. The + and - symbols 

indicate the 2 encoding segments needed for flow quantification in the foot-head (FH) direction. In retrospective gating (right) 

every phase encoding step is repetitively sampled during the course of the heart beat asynchronously with the R-peak detection. 

Due to slight variations in the length of individual heartbeats, the trigger time varies. The data is binned into cardiac frames with 

a duration shorter than 2xTR, which creates a pseudo-random undersampling pattern. (b) Reconstruction pipeline. After 

binning the data in 4 ms cardiac frames, each flow encoding segment with a different undersampling pattern is reconstructed 

separately, after which the two phase images are combined into a velocity-encoded image. Region-of-interests (ROIs) are drawn 

around the left and right carotid arteries to quantify the flow.
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allows binning of the data into a high number of cardiac frames, although this leads to an 

undersampled k-space for each cardiac frame. Fortunately, CS reconstruction is highly efficient in 

exploiting temporal relations between frames and recovering information of undersampled data 

without significantly sacrificing image quality or the underlying temporal behavior [13,14]. To our 

knowledge, this approach has never been applied in combination with 2D CINE PC CMR derived PWV 

measurements.  

In this study, we developed a new clinical 3T CMR protocol for high spatiotemporal resolution carotid 

artery 2D CINE PC CMR. The technique was validated using ultrasound and CMR phantom experiments. 

The ability of the technique to detect relevant differences in regional PWV was demonstrated in two 

groups of healthy young and elderly subjects. 
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acquisition (the trigger time) for each phase encoding step (k1 to k4) and a uniform binning afterwards. The + and - symbols 

indicate the 2 encoding segments needed for flow quantification in the foot-head (FH) direction. In retrospective gating (right) 

every phase encoding step is repetitively sampled during the course of the heart beat asynchronously with the R-peak detection. 

Due to slight variations in the length of individual heartbeats, the trigger time varies. The data is binned into cardiac frames with 

a duration shorter than 2xTR, which creates a pseudo-random undersampling pattern. (b) Reconstruction pipeline. After 

binning the data in 4 ms cardiac frames, each flow encoding segment with a different undersampling pattern is reconstructed 

separately, after which the two phase images are combined into a velocity-encoded image. Region-of-interests (ROIs) are drawn 

around the left and right carotid arteries to quantify the flow.
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2.3 Methods 

2.3.1 Sequence design and retrospective undersampling 

Figure 2.1 illustrates the principle behind the proposed method. For conventional prospective ECG 

triggered CINE scans, k-line acquisitions are performed at fixed intervals with respect to the R-peaks, 

which leads to identical timing of all cardiac frames within each measured cardiac cycle (Figure 2.1a, 

left). Considering two flow encoding directions, the temporal resolution of each cardiac frame is then 

limited by two times the repetition time (TR). For retrospectively gated CINE scans, acquisitions are 

performed asynchronously with the ECG. Consequently, due to natural heart rate variations, each 

acquisition takes place at a random time point within the cardiac cycle. The number of cardiac frames 

can be chosen retrospectively and, more importantly, can be higher than the number of TRs that fit 

within one cardiac cycle (Figure 2.1a, right). While this results in a significant increase in temporal 

resolution of the resulting PC data, it also results in an undersampled ky-t-space. To overcome this, 

reconstruction of the incoherently undersampled data was performed using an iterative CS 

reconstruction algorithm as shown later. To further facilitate CS reconstruction, ky-lines were sampled 

more densely towards the k-space center ensuring sufficient filling of the center for all cardiac frames 

(Figure 2.1b, left). For specifically enabling 2D CINE PC CMR scans, each ky-line was repeated using 

both positive and negative flow encoding gradients. The proposed method was implemented on a 

whole body 3T CMR scanner (Ingenia, Philips Healthcare, Best, The Netherlands). For PWV 

measurements, two slices were acquired with a fast field echo (FFE) 2D PC CMR sequence, with 

unidirectional velocity encoding in the foot-head (FH) direction and the following parameters  VENC 

= 150 cm/s, TR = 8.0 ms, TE = 3.9 ms, FA = 8°, slice thickness = 3 mm, spatial resolution = 0.8 × 0.8 × 3 

mm3, FOV = 130 × 130 mm2, acquisition matrix = 160 × 160 and acquisition time (2 slices) = 5 min. 

Scanning software was adapted in order to acquire custom defined variable density k-space trajectories 

ensuring that each cardiac frame had sufficient filling of the k-space center.  

 

Figure 2.2 PWV calculation using 2D CINE PC CMR and black-blood CMR. (a) Black-blood image and curved path Δx tracked 

between the two slices. (b) Velocity images acquired perpendicular to the common carotid artery (slice 1) and the internal carotid 

artery (slice 2). (c) The transit time was calculated from the two flow curves using the CC (left) and FF (right) method. Details on 

the CC and FF methods are shown in Supplementary Figure 2.10. CCA=common carotid artery; ICA=internal carotid artery. 
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2.3.2 Retrospective binning and compressed sensing reconstruction  

Raw data was processed using MATLAB (MathWorks, Natick, Massachusetts, USA) and MRecon 

(Gyrotools LLC, Zurich, Switzerland). Retrospective binning of measured ky-lines into multiple cardiac 

frames was based on the R-top delays available from the raw data, which indicated the exact acquisition 

time point with respect to the detected R-peak. Importantly, we chose an ‘absolute’ binning strategy 

with a fixed cardiac frame length of 4 ms instead of a ‘relative’ binning strategy with a fixed number of 

cardiac frames (e.g. 250). This is to ensure that systolic frames of the cardiac cycle overlap between 

different cardiac cycles, despite possible changes in the R-R interval, which are mostly caused by 

shortening or lengthening of the diastolic phase [15].  

After binning of the data, CS reconstruction of both magnitude and phase images was performed using 

the BART toolbox [16] (Figure 2.1b). This was done independently for each of the two flow encoding 

segments. Specifically, a general CS reconstruction algorithm was used, described by the minimization 

function  

a m m � +  Tm � (2.1) 

with m and y being the reconstructed and measured data, respectively and FU the undersampled 

Fourier operator. The l2 norm enforces data consistency between y and m. Although the data is defined 

in x,y-space and time, the sparsifying total variation (TV) operator T is only performed along the time 

dimension. Furthermore,  acts as a regularization parameter and was chosen to be 0.001. A non-linear 

conjugate gradient descending algorithm of 20 iterations was used to solve the minimization problem 

for all reconstructions. Reconstruction parameters (  and the number of iterations) were heuristically 

defined by minimizing the difference between flow curves of the CS reconstruction and flow curves of 

the fully sampled dataset of 20 ms temporal resolution. For this comparison the CS reconstructions 

(with a temporal resolution of 4 ms) were down-sampled to 20 ms. 

2.3.3 PWV calculation 

PWV is calculated by dividing the distance between the two measured slices (Δx) by the transit time (Δt) 

between the corresponding flow curves (PWV = Δx/Δt). For the in vivo case, Δx was determined from 

coronal 3D black-blood images (see in vivo experiments). The actual path length between the 2D CINE 

PC slices was determined by tracking the center of the vessel with OsiriX (OsiriX Foundation, Geneva, 

Switzerland) [17]. To generate the flow curves for each slice, firstly, phase difference images (=velocity 

images) were calculated from the CS reconstructed phase images from each flow segment. 

Subsequently, flow per cardiac frame was calculated by averaging all velocity values within a region of 

interest (ROI) and by multiplying that value with the area of this ROI (Figure 2.1b, right).  

To determine the transit time between two flow curves, two distinct methods were used  1) foot-to-foot 

(FF) method [18], which calculates the shift between the foots of the systolic flow peaks and 2) cross-

correlation (CC) method [19], which finds the time shift that results in the best correlation between the 

flow curves (in the region of the systolic flow peak or the correlation window). For both methods, 

additionally a normalization of the flow curves and a sigmoidal fit through the systolic flow peak was 

applied. Figure 2.2 shows an overview of the PWV methods. A detailed description of the methods 
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the CC and FF methods are shown in Supplementary Figure 2.10. CCA=common carotid artery; ICA=internal carotid artery. 
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2.3.2 Retrospective binning and compressed sensing reconstruction  

Raw data was processed using MATLAB (MathWorks, Natick, Massachusetts, USA) and MRecon 

(Gyrotools LLC, Zurich, Switzerland). Retrospective binning of measured ky-lines into multiple cardiac 

frames was based on the R-top delays available from the raw data, which indicated the exact acquisition 

time point with respect to the detected R-peak. Importantly, we chose an ‘absolute’ binning strategy 

with a fixed cardiac frame length of 4 ms instead of a ‘relative’ binning strategy with a fixed number of 

cardiac frames (e.g. 250). This is to ensure that systolic frames of the cardiac cycle overlap between 

different cardiac cycles, despite possible changes in the R-R interval, which are mostly caused by 

shortening or lengthening of the diastolic phase [15].  

After binning of the data, CS reconstruction of both magnitude and phase images was performed using 

the BART toolbox [16] (Figure 2.1b). This was done independently for each of the two flow encoding 

segments. Specifically, a general CS reconstruction algorithm was used, described by the minimization 

function  

a m m � +  Tm � (2.1) 

with m and y being the reconstructed and measured data, respectively and FU the undersampled 

Fourier operator. The l2 norm enforces data consistency between y and m. Although the data is defined 

in x,y-space and time, the sparsifying total variation (TV) operator T is only performed along the time 

dimension. Furthermore,  acts as a regularization parameter and was chosen to be 0.001. A non-linear 

conjugate gradient descending algorithm of 20 iterations was used to solve the minimization problem 

for all reconstructions. Reconstruction parameters (  and the number of iterations) were heuristically 

defined by minimizing the difference between flow curves of the CS reconstruction and flow curves of 

the fully sampled dataset of 20 ms temporal resolution. For this comparison the CS reconstructions 

(with a temporal resolution of 4 ms) were down-sampled to 20 ms. 

2.3.3 PWV calculation 

PWV is calculated by dividing the distance between the two measured slices (Δx) by the transit time (Δt) 

between the corresponding flow curves (PWV = Δx/Δt). For the in vivo case, Δx was determined from 

coronal 3D black-blood images (see in vivo experiments). The actual path length between the 2D CINE 

PC slices was determined by tracking the center of the vessel with OsiriX (OsiriX Foundation, Geneva, 

Switzerland) [17]. To generate the flow curves for each slice, firstly, phase difference images (=velocity 

images) were calculated from the CS reconstructed phase images from each flow segment. 

Subsequently, flow per cardiac frame was calculated by averaging all velocity values within a region of 

interest (ROI) and by multiplying that value with the area of this ROI (Figure 2.1b, right).  

To determine the transit time between two flow curves, two distinct methods were used  1) foot-to-foot 

(FF) method [18], which calculates the shift between the foots of the systolic flow peaks and 2) cross-

correlation (CC) method [19], which finds the time shift that results in the best correlation between the 

flow curves (in the region of the systolic flow peak or the correlation window). For both methods, 

additionally a normalization of the flow curves and a sigmoidal fit through the systolic flow peak was 

applied. Figure 2.2 shows an overview of the PWV methods. A detailed description of the methods 



Pulse wave velocity in the carotid arteries 

28   

 

(including normalization and sigmoidal fitting) can be found in the Supplementary Figure 2.10. 

Because no consensus in literature exists on which method performs best, the averaged result of all 

analyses was used in order to provide a robust performance of PWV calculation [2].  

 

Figure 2.3 Phantom setup. (a) Flow phantom setup in the CMR scanner and (b) during the ultrasound measurement. 

2.3.4 Flow phantom experiments 

A customized in vitro flow phantom (Figure 2.3) was used to validate if our technique provides accurate 

flow curves at high temporal resolution, as well as accurate PWV values derived from the measured 

flow data. Results were compared to flow curves obtained from ultrasound probe measurements. The 

flow phantom (LifeTec Group BV, Eindhoven, The Netherlands), consisted of a silicon tube of 30 cm 

length, with an inner diameter h = 5 mm and a wall thickness = 2 mm similar to a human common 

carotid artery. A pulsatile water flow was created at a heart rate of 60 bpm with a simulated heart rate 

variability of 10% to facilitate incoherent sampling of ky-t space. A temporal mean flow of 5 mL/s was 

established with a peak systolic flow rate of 24 mL/s. Flow was measured with an ultrasound probe 

(temporal resolution 1 ms) of 2 cm width that was clamped on the tube at 4 cm distance to the 

connectors and with an inter-slice distance of 2 cm at 12 positions along the tube. Ultrasound data was 

acquired for at least 30 heart beats per position and retrospectively binned (absolute binning) and 

averaged according to the signal of the pulse generator of the pump. In this way, ultrasound data 

consisted an ensemble of heart beats, similar to CMR data. For the CMR experiment, the phantom tube 

was placed in an agar bath to ensure a stable phase offset correction afterwards. The agar bath was 

prepared with a relatively high amount of water to ensure sufficient flexibility of the phantom. 2D CINE 

PC slices were placed at equal positions as compared to those from the ultrasound acquisitions and 

were acquired perpendicular to the tube. The ECG signal was provided by the pulse generator of the 

pump. The data was retrospectively binned (absolute binning) in cardiac frames of 4 ms length. 

2.3.5 In vivo experiments 

In vivo carotid artery PWV scans were performed in the right carotid artery of 23 young (30 ± 3 years, 

12 [52%] women) and 10 elderly (62 ± 10 years, 5 [50%] women) healthy subjects using a dedicated 8-
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channel carotid coil (Shanghai Chenguang Medical Technologies, Shanghai, China). All procedures 

were approved by the local institutional review board (METC) of the Academic Medical Center in 

Amsterdam and were carried out according to the declaration of Helsinki. All participant gave written 

informed consent.  

After scout scans, a coronal 3D black-blood iMSDE gradient echo sequence [20] was performed to 

visualize the carotid arteries (Figure 2.2a). Then, retrospectively gated 2D CINE PC acquisitions were 

performed in two slices (distance Δx = 7.8 ± 1.4 cm) perpendicular to the common and internal carotid 

artery. After acquisition, datasets from both slices were binned in cardiac frames of 4 ms length. PWV 

values were calculated as described above. 

2.3.6 Statistical analysis 

Differences in PWV values between the two age groups were tested with a two-sided Wilcoxon rank-

sum test. The statistical level of significance was set to 0.05. Statistical analysis was performed in 

MATLAB (MathWorks, Inc., Natick Massachusetts, USA). 

2.4 Results

2.4.1 General findings of the CS reconstruction 

Figure 2.4a shows the undersampling pattern in ky-t-space of the retrospectively gated CMR sequence 

obtained from the phantom measurements with either 0% (left) or 10% (middle) heart rate variation, 

created by the flow phantom setup. Additionally, Figure 2.4a, right shows a simulated, ideal 

incoherent sampling pattern. The respective point spread functions (PSFs = fast Fourier transforms 

(FFT) in x and y directions of the binary undersampling pattern) as a measure of incoherence are 

shown in Figure 2.4b. For a perfectly regular heart rate (60 ± 0 bpm), the PSF had high side lobes at a 

frequency proportional to the undersampling factor (Figure 2.4b, left). In contrast, a random heart 

rate led to incoherent sampling patterns and an improved PSF (Figure 2.4b, middle), almost similar to 

the ideal simulated case (Figure 2.4b, right).  

The performance of the CS reconstruction was further demonstrated by the in vivo example in Figure 

2.5, where the high temporal resolution CS reconstruction of magnitude and phases images (Figure 

2.5c) exhibited the same image quality as for a fully sampled low temporal resolution scan (Figure 

2.5a). The corresponding flow curves of the fully sampled scan and the undersampled scan with a 

linear reconstruction are shown in Figure 2.6a-b. Finally, Figure 2.6c shows the difference between a 

CS reconstruction of the undersampled data as compared to performing a simple smoothing operation 

on the undersampled data. In case of smoothing, flow values were overestimated and did not compare 

to those determined from a fully sampled dataset. This demonstrated that temporal smoothing could 

not replace a CS reconstruction.  
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(including normalization and sigmoidal fitting) can be found in the Supplementary Figure 2.10. 

Because no consensus in literature exists on which method performs best, the averaged result of all 

analyses was used in order to provide a robust performance of PWV calculation [2].  

 

Figure 2.3 Phantom setup. (a) Flow phantom setup in the CMR scanner and (b) during the ultrasound measurement. 

2.3.4 Flow phantom experiments 

A customized in vitro flow phantom (Figure 2.3) was used to validate if our technique provides accurate 

flow curves at high temporal resolution, as well as accurate PWV values derived from the measured 

flow data. Results were compared to flow curves obtained from ultrasound probe measurements. The 

flow phantom (LifeTec Group BV, Eindhoven, The Netherlands), consisted of a silicon tube of 30 cm 

length, with an inner diameter h = 5 mm and a wall thickness = 2 mm similar to a human common 

carotid artery. A pulsatile water flow was created at a heart rate of 60 bpm with a simulated heart rate 

variability of 10% to facilitate incoherent sampling of ky-t space. A temporal mean flow of 5 mL/s was 

established with a peak systolic flow rate of 24 mL/s. Flow was measured with an ultrasound probe 

(temporal resolution 1 ms) of 2 cm width that was clamped on the tube at 4 cm distance to the 

connectors and with an inter-slice distance of 2 cm at 12 positions along the tube. Ultrasound data was 

acquired for at least 30 heart beats per position and retrospectively binned (absolute binning) and 

averaged according to the signal of the pulse generator of the pump. In this way, ultrasound data 

consisted an ensemble of heart beats, similar to CMR data. For the CMR experiment, the phantom tube 

was placed in an agar bath to ensure a stable phase offset correction afterwards. The agar bath was 

prepared with a relatively high amount of water to ensure sufficient flexibility of the phantom. 2D CINE 

PC slices were placed at equal positions as compared to those from the ultrasound acquisitions and 

were acquired perpendicular to the tube. The ECG signal was provided by the pulse generator of the 

pump. The data was retrospectively binned (absolute binning) in cardiac frames of 4 ms length. 

2.3.5 In vivo experiments 

In vivo carotid artery PWV scans were performed in the right carotid artery of 23 young (30 ± 3 years, 

12 [52%] women) and 10 elderly (62 ± 10 years, 5 [50%] women) healthy subjects using a dedicated 8-
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channel carotid coil (Shanghai Chenguang Medical Technologies, Shanghai, China). All procedures 

were approved by the local institutional review board (METC) of the Academic Medical Center in 

Amsterdam and were carried out according to the declaration of Helsinki. All participant gave written 

informed consent.  

After scout scans, a coronal 3D black-blood iMSDE gradient echo sequence [20] was performed to 

visualize the carotid arteries (Figure 2.2a). Then, retrospectively gated 2D CINE PC acquisitions were 

performed in two slices (distance Δx = 7.8 ± 1.4 cm) perpendicular to the common and internal carotid 

artery. After acquisition, datasets from both slices were binned in cardiac frames of 4 ms length. PWV 

values were calculated as described above. 

2.3.6 Statistical analysis 

Differences in PWV values between the two age groups were tested with a two-sided Wilcoxon rank-

sum test. The statistical level of significance was set to 0.05. Statistical analysis was performed in 

MATLAB (MathWorks, Inc., Natick Massachusetts, USA). 

2.4 Results

2.4.1 General findings of the CS reconstruction 

Figure 2.4a shows the undersampling pattern in ky-t-space of the retrospectively gated CMR sequence 

obtained from the phantom measurements with either 0% (left) or 10% (middle) heart rate variation, 

created by the flow phantom setup. Additionally, Figure 2.4a, right shows a simulated, ideal 

incoherent sampling pattern. The respective point spread functions (PSFs = fast Fourier transforms 

(FFT) in x and y directions of the binary undersampling pattern) as a measure of incoherence are 

shown in Figure 2.4b. For a perfectly regular heart rate (60 ± 0 bpm), the PSF had high side lobes at a 

frequency proportional to the undersampling factor (Figure 2.4b, left). In contrast, a random heart 

rate led to incoherent sampling patterns and an improved PSF (Figure 2.4b, middle), almost similar to 

the ideal simulated case (Figure 2.4b, right).  

The performance of the CS reconstruction was further demonstrated by the in vivo example in Figure 

2.5, where the high temporal resolution CS reconstruction of magnitude and phases images (Figure 

2.5c) exhibited the same image quality as for a fully sampled low temporal resolution scan (Figure 

2.5a). The corresponding flow curves of the fully sampled scan and the undersampled scan with a 

linear reconstruction are shown in Figure 2.6a-b. Finally, Figure 2.6c shows the difference between a 

CS reconstruction of the undersampled data as compared to performing a simple smoothing operation 

on the undersampled data. In case of smoothing, flow values were overestimated and did not compare 

to those determined from a fully sampled dataset. This demonstrated that temporal smoothing could 

not replace a CS reconstruction.  
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Figure 2.4 Different undersampling patterns and corresponding point spread function (PSF). (a) Binary masks of ky-t-space of 

phantom data at 0% heart rate variability (left) and 10% heart rate variability (middle). On the right is an ideal random sampling 

pattern with the same undersampling factor. (b) PSF after inverse fast Fourier transform (FFT) in both spatial dimensions as 

function of time. The sampling pattern without heart rate variability (left) creates two side peaks, whereas the ideal random 

undersampling pattern (right) creates incoherent noise next to the main peak. A similar incoherent pattern is found with 10% 

heart rate variability (middle). 

 

Figure 2.5 Linear and CS reconstructions of magnitude and velocity images. (a) Magnitude and velocity images from a fully 

sampled in vivo dataset of 20 ms temporal resolution. The same dataset reconstructed at a temporal resolution of 4 ms using (b) 

a linear reconstruction and (c) a compressed sensing (CS) reconstruction. 
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With a higher undersampling factor, i.e. a higher temporal resolution, undersampling artifacts got 

more prominent in the images when using a linear reconstruction, which was also visible in the flow 

curves (Supplementary Figure 2.11a, top row). On the other hand, after performing CS reconstruction, 

all flow curves were recovered (Supplementary Figure 2.11a, bottom row), showing the robustness of 

the method.  

 

Figure 2.6 Comparison between smoothing and CS reconstruction. (a) Linear reconstruction of a fully sampled dataset (20 ms 

temporal resolution). (b) Linear reconstruction of undersampled data with 4 ms temporal resolution. (c) CS reconstruction 

recovering the undersampled data (top). Smoothing applied to the undersampled data without CS reconstruction (bottom) leads 

to incorrect reconstruction of the flow profile. 

2.4.2 Flow phantom experiments 

Flow curves measured at 12 positions along the phantom tube showed the expected time shifts along 

the tube both for ultrasound and MRI measurements (Figure 2.7). Also, attenuation and broadening of 

the systolic flow peak towards the end of the tube was observed. Nevertheless, absolute flow values 

matched very well between ultrasound and CMR. By assessing the transit time as a function of the 

position along the tube, PWV could be derived from the slope of the linear relation (Figure 2.7c). Error 

bars indicate the differences for different transit time calculation methods. Resulting PWV values were 

9.8 ± 1.5 m/s and 10.0 ± 3.5 m/s for ultrasound and CMR measurements, respectively.  
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Figure 2.4 Different undersampling patterns and corresponding point spread function (PSF). (a) Binary masks of ky-t-space of 

phantom data at 0% heart rate variability (left) and 10% heart rate variability (middle). On the right is an ideal random sampling 

pattern with the same undersampling factor. (b) PSF after inverse fast Fourier transform (FFT) in both spatial dimensions as 

function of time. The sampling pattern without heart rate variability (left) creates two side peaks, whereas the ideal random 

undersampling pattern (right) creates incoherent noise next to the main peak. A similar incoherent pattern is found with 10% 

heart rate variability (middle). 

 

Figure 2.5 Linear and CS reconstructions of magnitude and velocity images. (a) Magnitude and velocity images from a fully 

sampled in vivo dataset of 20 ms temporal resolution. The same dataset reconstructed at a temporal resolution of 4 ms using (b) 

a linear reconstruction and (c) a compressed sensing (CS) reconstruction. 
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With a higher undersampling factor, i.e. a higher temporal resolution, undersampling artifacts got 

more prominent in the images when using a linear reconstruction, which was also visible in the flow 

curves (Supplementary Figure 2.11a, top row). On the other hand, after performing CS reconstruction, 

all flow curves were recovered (Supplementary Figure 2.11a, bottom row), showing the robustness of 

the method.  

 

Figure 2.6 Comparison between smoothing and CS reconstruction. (a) Linear reconstruction of a fully sampled dataset (20 ms 

temporal resolution). (b) Linear reconstruction of undersampled data with 4 ms temporal resolution. (c) CS reconstruction 

recovering the undersampled data (top). Smoothing applied to the undersampled data without CS reconstruction (bottom) leads 

to incorrect reconstruction of the flow profile. 

2.4.2 Flow phantom experiments 

Flow curves measured at 12 positions along the phantom tube showed the expected time shifts along 

the tube both for ultrasound and MRI measurements (Figure 2.7). Also, attenuation and broadening of 

the systolic flow peak towards the end of the tube was observed. Nevertheless, absolute flow values 

matched very well between ultrasound and CMR. By assessing the transit time as a function of the 

position along the tube, PWV could be derived from the slope of the linear relation (Figure 2.7c). Error 

bars indicate the differences for different transit time calculation methods. Resulting PWV values were 

9.8 ± 1.5 m/s and 10.0 ± 3.5 m/s for ultrasound and CMR measurements, respectively.  
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Figure 2.7 Ultrasound- and CMR-based PWV measurements in the flow phantom. (a) Flow in mL/s measured at 14 positions 

along the tube (every 2 cm) with the ultrasound probe (top) and with CMR (bottom). (b) Close-up of the region between 120 and 

280 ms for better visibility of the time shifts between the curves. (c) Transit time versus the distance between the tubes. A linear 

fit yields the PWV. 

PWV values could additionally be obtained by considering all other combinations of measurement 

positions. In Figure 2.8a-b, PWV values were plotted against the corresponding transit times. PWVs 

clearly became more inaccurate if the measurement sites were too close and therefore transit times 

were too short. In Figure 2.8c-d, PWVs were grouped according to different transit time lengths, while 

showing the mean relative error in comparison to the expected PWV of 10 m/s and the standard 

deviation (SD) of PWV estimation, respectively. Only for the group with the smallest transit time, the 

mean error was much larger than 10%. SD values dropped below 30% for transit times larger than 7.5 

ms. This may for example correspond to accurate PWV estimations up to 10 m/s for an arterial segment 

as small as 7.5 cm.  
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Figure 2.  Accuracy and precision of PWVs from CMR. PWV values as function of the transit times in the phantom tube 

measured with (a) ultrasound and (b) CMR, calculated from all possible distance combinations. At shorter transit times (i.e. 
shorter distances) the PWV values are overestimated and variation is bigger. (c) Relative error of PWV values as function of 

transit time. For transit times shorter than 2.5 ms the mean PWV values deviate significantly from the expected value of 10 m/s. 

( ) Standard deviation (SD) of the mean PWV as function of transit time. For transit time above 7.5 ms, the standard deviation 

decreases below 30%. 

2.4.3 In vivo experiments 

The mean carotid artery segment length as measured from the 3D black-blood scans was Δx = 7.8 ± 1.4 

cm. The mean transit time was Δt = 15 ± 5 ms, with only 2 healthy subjects having transit times < 7.5 

ms. Figure 2. a shows PWV values plotted against age using data from all volunteers. Error bars 

indicate one standard deviation resulting from calculating PWV with the 5 different methods described 

previously (Supplementary Figure 2.1 ). Mean PWV for healthy young and elderly subjects were 

significantly different (4.7 ± 1.0 m/s and 7.9 ± 2.4 m/s, respectively; p < 0.001) as indicated in the boxplot 

of Figure 2. b.  
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Figure 2.7 Ultrasound- and CMR-based PWV measurements in the flow phantom. (a) Flow in mL/s measured at 14 positions 

along the tube (every 2 cm) with the ultrasound probe (top) and with CMR (bottom). (b) Close-up of the region between 120 and 

280 ms for better visibility of the time shifts between the curves. (c) Transit time versus the distance between the tubes. A linear 

fit yields the PWV. 

PWV values could additionally be obtained by considering all other combinations of measurement 

positions. In Figure 2.8a-b, PWV values were plotted against the corresponding transit times. PWVs 

clearly became more inaccurate if the measurement sites were too close and therefore transit times 

were too short. In Figure 2.8c-d, PWVs were grouped according to different transit time lengths, while 

showing the mean relative error in comparison to the expected PWV of 10 m/s and the standard 

deviation (SD) of PWV estimation, respectively. Only for the group with the smallest transit time, the 

mean error was much larger than 10%. SD values dropped below 30% for transit times larger than 7.5 

ms. This may for example correspond to accurate PWV estimations up to 10 m/s for an arterial segment 

as small as 7.5 cm.  
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Figure 2.  Accuracy and precision of PWVs from CMR. PWV values as function of the transit times in the phantom tube 

measured with (a) ultrasound and (b) CMR, calculated from all possible distance combinations. At shorter transit times (i.e. 
shorter distances) the PWV values are overestimated and variation is bigger. (c) Relative error of PWV values as function of 

transit time. For transit times shorter than 2.5 ms the mean PWV values deviate significantly from the expected value of 10 m/s. 

( ) Standard deviation (SD) of the mean PWV as function of transit time. For transit time above 7.5 ms, the standard deviation 

decreases below 30%. 

2.4.3 In vivo experiments 

The mean carotid artery segment length as measured from the 3D black-blood scans was Δx = 7.8 ± 1.4 

cm. The mean transit time was Δt = 15 ± 5 ms, with only 2 healthy subjects having transit times < 7.5 

ms. Figure 2. a shows PWV values plotted against age using data from all volunteers. Error bars 

indicate one standard deviation resulting from calculating PWV with the 5 different methods described 

previously (Supplementary Figure 2.1 ). Mean PWV for healthy young and elderly subjects were 

significantly different (4.7 ± 1.0 m/s and 7.9 ± 2.4 m/s, respectively; p < 0.001) as indicated in the boxplot 

of Figure 2. b.  
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Figure 2.9 Association between PWV and age in vivo. PWV of healthy subjects plotted against age (a). The older cohort (red) has 

a significant higher PWV than the younger cohort (blue). (b) shows boxplot between the two groups. Error bars indicate one 

standard deviation resulting from calculating PWV with the 5 different methods. 

2.5 Discussion 

PWV measurements within short carotid artery vessel segments require high spatiotemporal 

resolution flow data. This study demonstrates the feasibility and accuracy of PWV calculation based 

on 2D CINE PC CMR with retrospective gating, high temporal resolution binning and CS reconstruction. 

Knowledge on regional PWV values in the carotid arteries may help in understanding the causes and 

consequences of stiffening and plaque development. The development of local vascular stiffening 

precedes atherosclerotic lesions before intima-media thickening as has been shown in mouse models 

[7]. However, the relation of PWV and atherosclerosis is still largely unknown in human, which is why 

further investigations on local PWVs are of high importance. Aortic wall stiffening and the ratio of 

aortic to carotid stiffness in particular, are implicated in cognitive decline [11]. Reduced PWV 

differences between aorta and carotid artery are associated with reduced blood flow volume towards 

the brain at older age [6]. Therefore, regional rather than global PWV measurements are needed to 

investigate PWV differences between different vessels. In the current form the regional PWV scan can 

be added to a standard clinical and research CMR protocol, which includes measurements of wall 

thickness, blood flow, and wall shear stress, to provide a comprehensive picture of vessel function. 

Our proposed method was validated against ultrasound measurements showing that accurate PWV 

estimates can be achieved for transit times above 7.5 ms, with a deviation of mean PWV estimates < 5% 

and a SD of PWV estimates < 30%. This includes both deliberately introduced heart rate variations, as 

well as all variations caused during the measurement and analysis pipeline. Our measurements 

compete well with others [12,21] reporting intra group SD variations of PWV values of 20% up to 40% 

for aortic segments which are generally longer and have lower PWV as compared to the carotids. 

Generally, the sampling frequency of the proposed method of 250 Hz can fully describe the flow curve, 

rather than a regular (prospectively gated) scan with a sampling frequency of 50 Hz. The frequency 

content of flow curves is mainly below 40 Hz [22].  
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Therefore, according to the Nyquist-Shannon rule, a sampling frequency of at least 80 Hz or more 

suffices to capture the signal information. Besides achieving a sufficient temporal resolution, PWV 

estimation highly relies on the accuracy of the transit time calculation, which in turn depends on the 

accuracy the shape of the flow curves. These may be compromised by low SNR, imaging artifacts, or 

too high VENC values [23]. The relative PWV error decreases as the transit time is longer (either for 

higher PWVs or for longer vessel segments) as described for one-dimensional MRI technique Bolster 

et al. [21,23]. Based on our current results, we therefore recommend to report a minimal transit time 

rather than a maximal PWV for this technique. Our data implies accurate PWV estimates of (up to) 10 

m/s are possible in regional arterial segments down to 7.5 cm, which is shorter than reported for earlier 

carotid PWV strategies [7].  

Moreover, we show that the systematic bias of our method is low, which is important when studying 

PWV differences between patient cohorts. Using error propagation one can estimate the PWV value 

accuracy. Assuming an error in spatial resolution of 0.8 mm and a temporal error of 50% of the 

temporal resolution, this would lead to a relative PWV error of 30% for 7.5 cm distance and a transit 

time of 7.5 ms, which agrees with our experimental findings. 

The results of in vivo PWV measurements are in agreement with other reported values. Luo et al. 
measured PWV with ultrasound in the left carotid artery [24] in 8 male subjects (27 ± 4 years). PWV was 

found to be 4.5 ± 0.4 m/s on average. Wang et al. [25] measured an average PWV of 5.3 ± 0.7 m/s with 

ultrasound in 45 healthy subjects (25 male, mean ± SD age  49 ± 3 years). Finally, a significant difference 

was shown for carotid PWV values between healthy young and elderly subjects, which agrees very well 

with age-related differences in carotid PWV reported by Kröner et al. [6]  (PWV young 5.7 ± 1.0 m/s and 

PWV elderly 6.9 ± 1.5 m/s). 

PWV inter-scan variation has been shown to be much larger than the intra-scan variation, not due to 

technical variability, but most likely caused by physiological variations [12]. The technique developed 

in this study was therefore validated against ultrasound measurements and by studying PWV 

differences between age groups.  

Currently, Doppler ultrasound measurement of carotid-femoral PWV (global PWV) is considered the 

non-invasive gold standard for global arterial stiffness assessment [4].  Global PWV is calculated from 

the time shift between the pulse wave measured in the femoral artery and in the carotid artery divided 

by the distance between these points. However, global PWV has several limitations as it measures an 

average elasticity of a vascular system, which is known to be not uniform. Additionally, it is rather 

difficult to determine the distance between carotid and femoral artery accurately. In contrast, MRI 

provides flow values as well as detailed anatomical images, making the determination of the actual 

path length of the arterial segment and PWV calculations more accurate. Nonetheless, regional carotid 

ultrasound has certain advantages in that it is a fast and cost-efficient method. However, CMR 

additionally offers a range of imaging protocols to assess other aspects of atherosclerotic disease. 

Black-blood CMR can be used to accurately determine vessel wall thickness—a surrogate marker of 

atherosclerosis. With 4D flow CMR blood flow velocity and wall shear stress  [26] can be derived. We 

therefore believe that a CMR-based regional PWV measurement will prove a valuable addition to a 

comprehensive vascular imaging examination. 
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Figure 2.9 Association between PWV and age in vivo. PWV of healthy subjects plotted against age (a). The older cohort (red) has 

a significant higher PWV than the younger cohort (blue). (b) shows boxplot between the two groups. Error bars indicate one 

standard deviation resulting from calculating PWV with the 5 different methods. 
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on 2D CINE PC CMR with retrospective gating, high temporal resolution binning and CS reconstruction. 
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investigate PWV differences between different vessels. In the current form the regional PWV scan can 

be added to a standard clinical and research CMR protocol, which includes measurements of wall 
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and a SD of PWV estimates < 30%. This includes both deliberately introduced heart rate variations, as 
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compete well with others [12,21] reporting intra group SD variations of PWV values of 20% up to 40% 

for aortic segments which are generally longer and have lower PWV as compared to the carotids. 
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Therefore, according to the Nyquist-Shannon rule, a sampling frequency of at least 80 Hz or more 
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too high VENC values [23]. The relative PWV error decreases as the transit time is longer (either for 

higher PWVs or for longer vessel segments) as described for one-dimensional MRI technique Bolster 

et al. [21,23]. Based on our current results, we therefore recommend to report a minimal transit time 

rather than a maximal PWV for this technique. Our data implies accurate PWV estimates of (up to) 10 

m/s are possible in regional arterial segments down to 7.5 cm, which is shorter than reported for earlier 

carotid PWV strategies [7].  

Moreover, we show that the systematic bias of our method is low, which is important when studying 

PWV differences between patient cohorts. Using error propagation one can estimate the PWV value 

accuracy. Assuming an error in spatial resolution of 0.8 mm and a temporal error of 50% of the 

temporal resolution, this would lead to a relative PWV error of 30% for 7.5 cm distance and a transit 

time of 7.5 ms, which agrees with our experimental findings. 

The results of in vivo PWV measurements are in agreement with other reported values. Luo et al. 
measured PWV with ultrasound in the left carotid artery [24] in 8 male subjects (27 ± 4 years). PWV was 

found to be 4.5 ± 0.4 m/s on average. Wang et al. [25] measured an average PWV of 5.3 ± 0.7 m/s with 

ultrasound in 45 healthy subjects (25 male, mean ± SD age  49 ± 3 years). Finally, a significant difference 

was shown for carotid PWV values between healthy young and elderly subjects, which agrees very well 

with age-related differences in carotid PWV reported by Kröner et al. [6]  (PWV young 5.7 ± 1.0 m/s and 

PWV elderly 6.9 ± 1.5 m/s). 

PWV inter-scan variation has been shown to be much larger than the intra-scan variation, not due to 

technical variability, but most likely caused by physiological variations [12]. The technique developed 

in this study was therefore validated against ultrasound measurements and by studying PWV 

differences between age groups.  

Currently, Doppler ultrasound measurement of carotid-femoral PWV (global PWV) is considered the 

non-invasive gold standard for global arterial stiffness assessment [4].  Global PWV is calculated from 

the time shift between the pulse wave measured in the femoral artery and in the carotid artery divided 

by the distance between these points. However, global PWV has several limitations as it measures an 

average elasticity of a vascular system, which is known to be not uniform. Additionally, it is rather 

difficult to determine the distance between carotid and femoral artery accurately. In contrast, MRI 

provides flow values as well as detailed anatomical images, making the determination of the actual 

path length of the arterial segment and PWV calculations more accurate. Nonetheless, regional carotid 

ultrasound has certain advantages in that it is a fast and cost-efficient method. However, CMR 

additionally offers a range of imaging protocols to assess other aspects of atherosclerotic disease. 

Black-blood CMR can be used to accurately determine vessel wall thickness—a surrogate marker of 

atherosclerosis. With 4D flow CMR blood flow velocity and wall shear stress  [26] can be derived. We 

therefore believe that a CMR-based regional PWV measurement will prove a valuable addition to a 

comprehensive vascular imaging examination. 



Pulse wave velocity in the carotid arteries 

36   

 

In this study, the calculation of the transit time was based on an average value from several analysis 

methods, an approach which has also been suggested by others [2,27] in order to avoid systematic 

errors in the transit time calculation. Based on our current results, we cannot conclude that one of the 

analysis methods is superior to the others, which further warrants this approach. Moreover, 

differences in PWV values between methods were much smaller than the differences between the two 

age groups.  

Based on the dimension and material properties of the phantom tube, a PWV of 14.1 m/s was expected 

using the Moens-Korteweg equation [18], which is higher than what we measured experimentally. 

However, the tube was manually manufactured specifically for this experiment and inaccuracy in the 

reported elastic modulus (~ 0.5 GPa) cannot be excluded. Additionally, inflow effects at the inlet of the 

tube, as well as reflections at the outlet could have had an influence on the measured flow curves. 

Importantly though, both ultrasound and CMR agreed and measured a PWV of ~ 10 m/s.  

A limiting factor to our method is that the 2D slices were acquired sequentially, which means that each 

slice was acquired during a different ensemble of heart beats. Although we cannot rule out that this 

may have introduced some variability, the effect is likely minimal because of the use of ‘absolute 

binning’ and the short acquisition time of only 3 min. An improvement to the current implementation 

would be a slice-interleaved acquisition or simultaneous multi-slice imaging [28]. Others have 

suggested the use of 4D flow CRI [29], facilitating flow curves along the entire vessel path. However, at 

this moment this method would result in clinically unfeasible examination times when combined with 

the spatiotemporal resolution needed for carotid artery imaging.  

2.6 Conclusions

We demonstrate that retrospective gating, undersampling, and a CS reconstruction allow for high 

temporal resolution 2D CINE PC CMR, enabling accurate and regional carotid PWV quantification. This 

technique may prove a valuable addition to a comprehensive vascular imaging examination, which 

addresses various aspects of atherosclerotic disease. 
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Supplementary Figure 2.10 Overview of methods used to calculate transit time between two flow curves. Calculation of the 

transit time from the two flow curves using (a) the CC method and (b) the FF method. (c) Calculation of transit time using the FF 

method in combination with a normalization of the flow curves. Calculation of the transit time fitting a sigmoid function through 

the flow curves for (d) CC and (e) FF method. 

 

 

Supplementary Figure 2.11 Flow curves with different temporal resolutions. The same data of one exemplary in vivo dataset is 

binned at a temporal resolution of 10, 8 and 4 ms (from left to right), resulting in 100, 120 and 250 frames across the cardiac cycle. 

Binning the data at a higher temporal resolution than in 20 ms leads to undersampling. (a) Flow curves derived from a linear 

image reconstruction with increasing undersampling artifacts at higher undersampling factors. (b) Flow curves after CS 

reconstruction. 
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In this study, the calculation of the transit time was based on an average value from several analysis 

methods, an approach which has also been suggested by others [2,27] in order to avoid systematic 

errors in the transit time calculation. Based on our current results, we cannot conclude that one of the 

analysis methods is superior to the others, which further warrants this approach. Moreover, 

differences in PWV values between methods were much smaller than the differences between the two 

age groups.  

Based on the dimension and material properties of the phantom tube, a PWV of 14.1 m/s was expected 

using the Moens-Korteweg equation [18], which is higher than what we measured experimentally. 

However, the tube was manually manufactured specifically for this experiment and inaccuracy in the 

reported elastic modulus (~ 0.5 GPa) cannot be excluded. Additionally, inflow effects at the inlet of the 

tube, as well as reflections at the outlet could have had an influence on the measured flow curves. 

Importantly though, both ultrasound and CMR agreed and measured a PWV of ~ 10 m/s.  

A limiting factor to our method is that the 2D slices were acquired sequentially, which means that each 

slice was acquired during a different ensemble of heart beats. Although we cannot rule out that this 

may have introduced some variability, the effect is likely minimal because of the use of ‘absolute 

binning’ and the short acquisition time of only 3 min. An improvement to the current implementation 

would be a slice-interleaved acquisition or simultaneous multi-slice imaging [28]. Others have 

suggested the use of 4D flow CRI [29], facilitating flow curves along the entire vessel path. However, at 

this moment this method would result in clinically unfeasible examination times when combined with 

the spatiotemporal resolution needed for carotid artery imaging.  

2.6 Conclusions

We demonstrate that retrospective gating, undersampling, and a CS reconstruction allow for high 

temporal resolution 2D CINE PC CMR, enabling accurate and regional carotid PWV quantification. This 

technique may prove a valuable addition to a comprehensive vascular imaging examination, which 

addresses various aspects of atherosclerotic disease. 
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Supplementary Figure 2.11 Flow curves with different temporal resolutions. The same data of one exemplary in vivo dataset is 

binned at a temporal resolution of 10, 8 and 4 ms (from left to right), resulting in 100, 120 and 250 frames across the cardiac cycle. 

Binning the data at a higher temporal resolution than in 20 ms leads to undersampling. (a) Flow curves derived from a linear 

image reconstruction with increasing undersampling artifacts at higher undersampling factors. (b) Flow curves after CS 

reconstruction. 
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3.1 Abstract 

Background: 4D flow cardiovascular magnetic resonance (CMR) enables visualization of complex 

blood flow and quantification of biomarkers for vessel wall disease, such as wall shear stress (WSS). 

Because of the inherently long acquisition times, many efforts have been made to accelerate 4D flow 

acquisitions, however, no detailed analysis has been made on the effect of Cartesian compressed 

sensing accelerated 4D flow CMR at different undersampling rates on quantitative flow parameters 

and WSS. 

Methods: We implemented a retrospectively triggered 4D flow CMR acquisition with pseudo-spiral 

Cartesian k-space filling, which results in incoherent undersampling of k-t space. Additionally, this 

strategy leads to small jumps in k-space thereby minimizing eddy current related artifacts. The pseudo-

spirals were rotated in a tiny golden-angle fashion, which provides optimal incoherence and a variable 

density sampling pattern with a fully sampled center. We evaluated this 4D flow protocol in a carotid 

flow phantom with accelerations of R = 2–20, as well as in carotids of 7 healthy subjects (27 ± 2 years, 4 

male) for R = 10–30. Fully sampled 2D flow CMR served as a flow reference. Arteries were manually 

segmented and registered to enable voxel-wise comparisons of both velocity and WSS using a Bland-

Altman analysis. 

Results: Magnitude images, velocity images, and pathline reconstructions from phantom and in vivo 

scans were similar for all accelerations. For the phantom data, mean differences at peak systole for the 

entire essel ol me in com arison to    ranged from  .  to  .   and  .  to  .  

(velocity) for acceleration factors R = 4–20. For the in vivo data, mean differences for the entire vessel 

ol me at ea  s stole in com arison to   0 were  .   .  and  .   and  .   0.  

and  .0  elocit  for   0   and 0  res ecti el . om ared to single slice  ow  

acquisitions, peak systolic flow rates of the phantom showed no differences, whereas peak systolic 

flow rates in the carotid artery in vivo became increasingly underestimated with increasing 

acceleration. 

Conclusion: Acquisition of 4D flow CMR of the carotid arteries can be highly accelerated by pseudo-

spiral k-space sampling and compressed sensing reconstruction, with consistent data quality 

facilitating velocity pathline reconstructions, as well as quantitative flow rate and WSS estimations. At 

an acceleration factor of R = 20 the underestimation of peak velocity and peak WSS was acceptable (< 

0  in com arison to an   0 accelerated  flow  reference scan. ea  flow rates were 

underestimated in comparison with 2D flow CMR and decreased systematically with higher 

acceleration factors. 
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3.2 Introduction 

3D phase contrast cine cardiovascular magnetic resonance (CMR) (4D flow CMR) [1] may help in risk 

stratification and follow-up of cardiovascular diseases, which is the leading cause of death worldwide 

[2]. Atherosclerosis is characterized by the accumulation of fatty deposits in the arterial walls, leading 

to inflammation, wall thickening, and reduced arterial elasticity [3–5] and is a main cause of 

cardiovascular disease. In relation to that, low wall shear stress (WSS), the tangential force of the blood 

flow on the vessel wall [6–8], was found to be an indicator for rearrangement of endothelial cells [9] 

and increased wall thickness [10]. Since atherosclerosis is a chronic disease that can stay asymptomatic 

for a long time, a great need exists for diagnostic tools that identify patients at high risk and at an early 

stage of the disease. 

4D flow CMR enables comprehensive visualization and quantification of complex blood flow and the 

calculation of several relevant hemodynamic biomarkers, including WSS. However, 4D flow CMR 

acquisitions in general still remain challenging, mostly because of the long acquisition times involved. 

These can vary between 15 and 40 min [11–13], depending on the desired 3D spatial resolution, number 

of frames per cardiac cycle, the heart rate, the respiratory gating efficiency and (if applied) the use of 

acceleration techniques, such as sensitivity encoding (SENSE) or segmented k-space acquisitions. 

Overall, this seriously complicates its use in routine clinical practice, since apart from practical issues 

such as long waiting times and costs, it is difficult for patients to remain motionless in the scanner for 

such a long time. Also, physiological variations and movement during long scans may lead to artifacts 

and inaccuracies. Therefore, a clear need exists for scan time reduction in 4D flow CMR. 

Various methods have been presented to accelerate 4D flow CMR [12,14–17], which are commonly 

based on undersampling k-space (e.g. acquiring a reduced amount of data at a sub-Nyquist rate) and 

performing reconstructions at full image quality using advanced reconstruction algorithms. 4D flow 

CMR and other time-resolved cardiac imaging techniques are highly correlated in time. Therefore, 

these data are very suitable for applying undersampling, particularly in the time dimension. The use 

of non-Cartesian radial [14], spiral [15] and cone-shaped [16] undersampling techniques has been 

demonstrated, enabling highly accelerated and motion-robust scans. Nevertheless, non-Cartesian 

scans can be challenging with respect to implementation, post-processing, and reconstruction time. 

Cartesian k-t undersampling techniques, such as k-t SENSE [18] or k-t PCA [12] have shown to be 

successful with acceleration factors up to R = 8. EPI accelerated 4D flow CMR scans provided 

acceleration factors of R = 5 [19]. More recently, compressed sensing (CS) accelerated 4D flow 

techniques have been introduced, which facilitated even higher acceleration factors (R = 8–27) [17].  

However, no comprehensive evaluation has been made on how highly (prospectively) Cartesian 

undersampling with CS reconstruction in 4D flow CMR affects quantitative flow parameter estimates 

like WSS in vivo. For this study, we therefore aimed to firstly implement a highly accelerated 4D flow 

acquisition based on a Cartesian pseudo-spiral sampling trajectory. This resulted in incoherent 

undersampling patterns for each individual cardiac frame, enabling CS reconstructions using 

temporal constraints. We secondly evaluated the performance of this CS 4D flow CMR technique over 

a range of acceleration factors (R = 2–30) for estimating quantitative flow and WSS parameters in a 

carotid flow phantom, as well as in the carotid arteries of healthy subjects. 
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carotid flow phantom, as well as in the carotid arteries of healthy subjects. 
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3.3 Methods 

3.3.1 Sampling strategy and implementation 

Our specific method of accelerating 4D flow CMR using pseudo-spiral Cartesian sampling is 

schematically depicted in Figure 3.1. 3D k-space consists of two phase encoding directions (ky,kz) and 

one fully sampled frequency encoding (readout) direction (kx). In regular Cartesian sampling (ky,kz)-

profiles (a combination of ky and kz coordinates) would be acquired line-by-line (Figure 3.1a). 

Additionally, in traditional cine imaging each (ky,kz)-profile would be sampled multiple times during 

each heartbeat (regular profile change) to ensure complete filling of k-t-space and a fully sampled time 

dimension for each (ky,kz)-profile (Figure 3.1b). However, highly undersampling k-space in a random 

order on a Cartesian grid is not preferred since it would involve large steps in k-space. Regular line-by-

line undersampling would complicate interleaving k-space sampling of multiple cardiac frames.  

We implemented a pseudo-spiral filling strategy which was proposed earlier by Liu and Saloner [20] 

and also used in a similar fashion in G-CASPR [21], VDRad [17], ROCK-MUSIC [22] and GOCART [23] to 

create a randomly undersampled k-t-space. The pseudo-spiral trajectory has a couple of advantages. 

First, it involves only small jumps in k-space thereby minimizing eddy current related artifacts. 

Secondly, the pseudo-spirals can be rotated in a tiny golden angle fashion, which provides optimal 

incoherence and a variable density sampling pattern with a fully sampled center (Figure 3.1c), which 

is highly beneficial for CS reconstruction. Finally, despite the pseudo-spiral acquisition, the k-space 

points are still located on a Cartesian grid (hence the name pseudo-spiral), as shown in Figure 3.1d, 

which improves the reconstruction as no regridding interpolation is required.  
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Figure 3.1 The pseudo-spiral sampling strategy for Cartesian 3D k-space sampling, with two phase encoding directions (ky,kz) 

and one fully sampled frequency encoding direction (kx). (a) In a regular Cartesian sampling strategy (ky,kz)-profiles are acquired 

line-by-line. (b) Additionally, in regular retrospectively triggered cardiac scans, each (ky,kz)-profile is repeated within each 

cardiac cycle to ensure complete filling of k-t-space and a fully sampled time dimension for each (ky,kz)-profile. The segments 

of 4xTR length indicate all 4 flow encoding segments of a 4D flow CMR scan, with the dark segments indicating the reference 

scan. (c) This distribution shows all pseudo-spiral (ky,kz)-coordinates sampled within one scan session. The pseudo-spiral 

trajectory creates a variable density distribution with an oversampled center. (d) In a pseudo-spiral sampling strategy, (ky,kz)-

profiles are sampled from the center of k-space to the outside, however still on a Cartesian grid. (e) To achieve undersampling 

in the temporal domain, (ky,kz)-profiles are updated continuously within each cardiac cycle in addition to the pseudo-spiral 

sampling trajectory. (f) After retrospective cardiac binning, this results in a sampling mask of white (sampled) and black (not 

sampled) (ky,kz)-coordinates, with unique, incoherent sampling patterns per cardiac frames (see color coding in e). 

The second important mechanism in our approach is related to the cardiac triggering strategy (Figure 

3.1e-f). By using retrospective gating and a continuous update of the (ky,kz)-profile throughout the 

cardiac cycle, each separate cardiac frame will have its unique random k-space filling, but with 

preservation of the variable density pattern. This maximizes randomness in both the spatial and 

temporal (i.e. cardiac frames) domain. Note that first all four flow-encoding directions are sampled 

(4xTR) before changing the (ky,kz)-profile number.  

The pseudo-spiral sampling trajectory in (ky,kz)-plane can be described in more detail as a spiral with 

radius  and linearly increasing angle   gridded on the scan matrix size   

( ) =  � t  � = . . � = 2   ( .1) 

with  the number of Cartesian readouts per pseudo-spiral ( 0- n) and  the number of turns.  

In all experiments =100 and =3 were used. After one pseudo-spiral arm was sampled a new arm was 

acquired in a tiny golden-angle increment of 23.63 degrees relative to the previous pseudo-spiral. The 
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number of pseudo-spirals depends on the desired acceleration factor. For asymmetric matrix size the 

pseudo-spiral was rescaled according to the ratio ky,max/kz,max. 

A text file containing all (ky,kz)-profiles was created in MATLAB (MathWorks Inc., Natick, 

Massachusetts, USA) and imported in the scanner software (Philips Healthcare, Best, the Netherlands; 

software release 5.1.8 CDAS). A custom patch was used (PROspective Undersampling in multiple 

Dimensions (PROUD) patch [24–26]), which allows sampling of predefined trajectories. PROUD also 

enables continuously updating the (ky,kz)-profiles within each cardiac cycle. Moreover, PROUD 

controls the acquisition in real time by bitmasking the k-t-space filling and prevents duplicate 

acquisitions of profiles of the same cardiac frame. 

In continuous pseudo-spiral sampling, the acceleration factor  can be chosen in reference to  the 

number of readouts of a fully sampled scan  and the number of readouts of an undersampled scan 

� . Hereby  depends on the number of phase encoding steps  and , the desired 

number of cardiac frames  and the number of flow encoding segments .  

=  
�

=  
�

( .2) 

3.3.2 Compressed sensing reconstruction  

All image reconstruction steps, including phase-offset corrections, were done offline using MRecon 

and GTFlow (Gyrotools, Zurich, Switzerland). For each measured k-line, the time distance to the ECG 

R top was available from the raw data. This allowed binning of the data into a specific number of 

cardiac frames (Ncard) using an ‘absolute’ binning approach. The last cardiac frames at end-diastole 

receive less data due to R-R variabilities and were discarded during flow curve analysis (phantom  last 

2 frames see Figure 3.3b, in vivo  last 3 frames due to larger R-R variability). Data from each flow 

encoding direction was binned independently. After cardiac binning, the undersampled data was 

reconstructed with a non-linear CS-PI (compressed sensing and parallel imaging) algorithm available 

from the Berkeley Advanced Reconstruction Toolbox (BART) [27] according to  
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using a sparsifying TV operator performed along the time dimension.  denotes the undersampling 

Fourier operator,  the measured data, and  the reconstructed data. While the left term ensures data 

consistency, the right term enforces sparsity, regularized by parameter . Reconstructions were tested 

for different regularization parameters and number of iterations i. Heuristically, by reconstructing the 

data using different settings (ranging from 0.001< <1, and 2<i<100)  =0.01 and i=10 were found to lead 

to the best match in peak flow values in comparison to the 2D flow reference scan, and were thus used 

for all reconstructions. 
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Figure 3.2 (a) The phantom setup. A pulsatile water flow enters the phantom in a compliant silicon tube in the shape of a carotid 

bifurcation and then returns in a straight silicon tube, which leads back to a reservoir. The water flow had a generated heart rate 

of 60 ± 5 bpm. The silicon tubes were embedded in water. (b) Image of the phantom tubes. 

3.3.3 Flow phantom experiments  

A flow phantom was designed (LifeTec, Eindhoven, The Netherlands) (Figure 3.2) consisting of a 

distensible silicon carotid artery embedded in water. A pulsatile water flow was applied at a simulated 

heart rate of 60 bpm and a random variability with 5% standard deviation. At the inlet of the phantom 

a peak flow rate of 10 ml/s and a mean flow rate of 3 ml/s was established. 

4D flow CMR was performed with a 3 T CMR scanner (Ingenia, Philips Healthcare) using a 32-channel 

head coil and a referenced four-point flow encoding method (as explained in detail in [28]). Scan 

parameters were  TR = 8.9 ms, TE = 4.5 ms, FA = 8°, VENC = 150 cm/s (in all three flow encoding 

directions), matrix size = 160 × 160 × 40, FOV = 128 × 128 × 32 mm3, bandwidth = 713 Hz/pixel, spatial 

resolution = 0.8 × 0.8 × 0.8 mm3, and 19 reconstructed cardiac frames. No segmented k-space was used. 

As a flow reference, fully sampled 2D flow CMR scans with identical scan settings (except FA = 20° and 

bandwidth = 217 Hz/pixel) and spatial resolution = 0.8 × 0.8 × 3 mm3 were acquired in two planes 

perpendicular to the tubes. No contrast agent was used. The 4D flow scans were accelerated R = 2, 4, 6, 

8, 10, 12, 15, and 20 times, with corresponding scan times decreasing from 45 57, 22 59, 15 18, 11 28, 

9 08, 7 32, 5 45, to 4 30 min. The non-accelerated scan time for the given heart rate and number of 

cardiac frames amounted to 1 32 hours. 

3.3.4 In vivo experiments  

The acceleration technique was applied in the carotid arteries of 7 healthy volunteers (average age 27±2 

years, 4 male) using an 8-channel neck coil. Using the same settings as for the phantom, the 4D flow 

scans were accelerated R = 10, 20, 25 and 30 times (scan times  9 08, 4 16, 3 14 and 2 32 min, 

respectively). Left and right carotid arteries were analyzed separately. 2D flow CMR reference scans 

were acquired using the same settings as for the phantom. 
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number of pseudo-spirals depends on the desired acceleration factor. For asymmetric matrix size the 
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3.3.5 Flow rate and WSS calculation 

To calculate flow rates, regions-of interest (ROIs) in common, internal, and external carotid artery 

(CCA, ICA and ECA) were drawn using GTFlow in the same slice as the 2D flow reference scans for each 

artery and each acceleration factor separately. The time resolved flow rate Q was calculated as  (t) =

∫ v( t) d� , with v( t) the absolute velocity at position  and cardiac phase t. 

A  3D segmentation of the carotid bifurcation was created per 4D flow scan using Mimics (Materialise, 

Leuven, The Netherlands) for both phantom and in vivo scans. The peak systolic time frame was 

defined as the time frame with the highest absolute velocity averaged over the segmented volume. WSS 

vectors   were calculated in MATLAB as described in Potters et al. [29]   

= 2   ( .4) 
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By selecting a local coordinate system for each point on the vessel wall such that the  axis aligns with 

the inward normal, and by assuming no flow through the vessel wall, i.e. = , this equation 

simplifies to 

=  
v�    

v
  ( . ) 

Spatial derivatives of the velocity on the vessel wall were derived from fitted splines. After 

transforming back to the original coordinate system, the (time resolved) magnitude of the WSS vector 

is reported throughout the manuscript. The segmented volume of each scan was rigidly registered on 

the segmented carotid of the scan with the lowest acceleration factor (MATLAB)  [30]. For in vivo scans 

this was done per subject. WSS and velocity values at peak systole were interpolated on the reference 

volume, to facilitate voxel-wise comparisons. Pathlines were visualized using GTFlow. 

3.3.6 Statistical analysis 

Bland-Altman analysis was used to determine the mean difference and the limits of agreement. 

Orthogonal regression was used to determine the slope, intercept and Pearson correlation coefficient 

. 
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Figure 3.3 (a) Undersampling patterns in both phase encoding directions (ky,kz) for acceleration factors R = 2 - 20 as a result of 

cardiac binning. (b) Undersampling patterns for one phase encoding direction (ky) and 19 cardiac frames (time) for acceleration 

factors R = 2 - 20. 

3.4 Results 

3.4.1 Phantom 

Figure 3.3 shows typical k-t-space filling patterns in spatial and temporal direction with from left to 

right increasing acceleration factors of R = 2–20. For all the accelerations the resulting k-spaces after 

cardiac binning had quasi-random filling with a densely sampled center. The undersampling patterns 

were also incoherent over time (Figure 3.3b), which is important for the CS reconstruction with TV 

constraint. 

Reconstructed magnitude and feet-head (FH) velocity images of the phantom visually were very 

comparable for all acceleration factors (Figure 3.4a-d). With increasing acceleration factor some 

spatial blurring became apparent, particularly for the tube walls. More importantly however, the flow 

curves for ROIs in CCA, ICA and ECA were comparable for all acceleration factors and in comparison 

to the fully sampled 2D flow CMR scan (Figure 3.5a). More variations in peak flow rate were observed 

in the smaller vessels (ICA and ECA), than in the CCA. 
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cardiac binning had quasi-random filling with a densely sampled center. The undersampling patterns 

were also incoherent over time (Figure 3.3b), which is important for the CS reconstruction with TV 

constraint. 

Reconstructed magnitude and feet-head (FH) velocity images of the phantom visually were very 

comparable for all acceleration factors (Figure 3.4a-d). With increasing acceleration factor some 

spatial blurring became apparent, particularly for the tube walls. More importantly however, the flow 

curves for ROIs in CCA, ICA and ECA were comparable for all acceleration factors and in comparison 

to the fully sampled 2D flow CMR scan (Figure 3.5a). More variations in peak flow rate were observed 

in the smaller vessels (ICA and ECA), than in the CCA. 
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Figure 3.4 Axial (a) and coronal (b) view of magnitude images of the phantom for R = 2–20. Axial (c) and coronal (d) view of 

elocit  images for   0. ot  elocit  images s ow feet- ead F  flow encoding wit  a elocit  range of  0 to 0 cm s. 

In axial images the backflow tube is on the top and the bifurcation tube on the bottom. In coronal images, the backflow is on the 

left and the bifurcation tube on the right. 

The largest deviation in flow rate as compared to the 2D reference was observed at peak systole in the 

 wit  0.  ml s .  less for t e    times accelerated  flow  scan Supplementary Table 

3.1 . e   0 times accelerated scan ad a de iation in ea  s stolic flow rate of onl  0.  ml s . . 

Pathlines, through plane velocity and WSS of the phantom at peak systole are shown in Figure 3.5b-c 

(pathline movies are available online, see Supplementary Video 3.1). Only minor visual differences 

were observed for WSS values and pathlines at peak systole for scans with varying acceleration factors.  

For a quantitative assessment of the influence of high accelerations on the hemodynamic parameters 

at ea  s stolic  elocit  and  al es in t e antom and er acceleration factor   0  were 

compared voxel-wise within the segmented volume against the values of the lowest acceleration factor 

(R = 2) in a Bland-Altman analysis (Figure 3.6).  

The mean differences and the limits of agreement (LOA) of the Bland-Altman analysis for all 

acceleration factors, shown in Figure 3.6, are summarized and visualized in Figure 3.7. The maximum 

mean difference for  at ea  s stole was .  for   0. e ma im m mean difference for 

elocit  was - .  for   0. e  increased slig tl  wit  increasing acceleration factor. lo e and 

Pearson correlation coefficients are summarized in Figure 3.7c-d. The slope of the correlation for both 

WSS and velocity at peak systole essentially stayed the same with increasing acceleration, whereas the 

Pearson correlation coefficients  slightly decreased for higher acceleration factors. Figure 3.7e-f 

depicts the mean WSS and mean velocity of the vessel volume not only at peak systole, but for every 

time point in the cardiac cycle, demonstrating no variation in other cardiac frames. A summarizing 

table of the Bland-Altman analyses for peak systolic WSS and velocity values of the phantom 

experiment is found in Supplementary Table 3.2. 
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Figure 3.5 Flow in the carotid phantom at (a) external carotid artery (ECA), internal carotid artery (ICA) and common carotid 

artery (CCA) for acceleration factors R = 2–20 and the fully sampled 2D flow CMR scans. (b) Pathlines and wall shear stress (WSS) 

(c) in the carotid phantom for acceleration factors R= 2–20 during peak systole  

 In vivo 

Similar to the phantom scans, the magnitude and velocity images of the in vivo scans were visually of 

good quality up to the highest acceleration factors (Figure 3.8). Some blurring occurred with increasing 

acceleration.  

Flow rate was calculated for the accelerated 4D flow CMR scans and compared to the fully sampled 2D 

flow CMR scan. The flow curves through the cardiac cycle, averaged over all subjects, and left and right 

carotid, plotted per acceleration factor, are shown in Figure 3.9a. The typical carotid flow curves 

through the cardiac cycle could be appreciated for all the accelerated scans, with consistent flow rate 

values, albeit with lower flow rate values than for the 2D reference scan. The subject-averaged flow 

rate at peak systole with respect to the 2D flow reference was lower by -5.0 ± 2.1 ml/s (-24.4 ± 10.4%) for 

R = 20 and -6.6 ± 3.4 ml/s (-32.6 ± 16.7%) for R = 30 in the CCA (Supplementary Table 3.3). Flow rates in 

ICA and ECA were lower in accelerated 4D flow scans than in the 2D flow scan. 
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Figure 3.6 Bland-Altman plots and orthogonal regression for peak systolic velocity (top row) and WSS (bottom row) values of the 

phantom scan. The scan with the lowest acceleration factor (R = 2) is compared to acceleration factor R = 4 (a and c) and to 

acceleration factor R = 20 (b and d), to visualize the changes occurring at higher undersampling rates. 

Calculated pathlines, through plane velocities, and WSS during peak systole of one exemplary in vivo 

scan are shown in Figure 3.9b-e. Pathlines movies during the cardiac cycle are also available online in 

Supplementary Video 3.2. Peak systolic WSS at all acceleration factors for all volunteers can be found 

in Supplementary Figure 3.14. Visually, peak systolic WSS spatial patterns, pathline movies, and 

through plane velocities were similar. However, in contrast to the phantom experiment, the mean WSS 

during peak systole from voxel-wise BA analysis decreased slightly for higher acceleration factors. WSS 

values decreased by -9.9%, -13.4% and -16.9% for acceleration factors of R = 20, 25 and 30, respectively 

(Figure 3.10). Also, the slopes of the correlation plots and the Pearson correlation coefficients  slightly 

decreased for higher acceleration factors. The velocities within the vessel volume of the carotid 

arteries showed a similar trend. Velocities decreased by -8.4%, -10.8%, and -14.0% for acceleration 

factors of R = 20, 25 and 30, respectively (these results can also be found in Supplementary Table 3.4). 

3.5 Discussion 

In this work we demonstrated the feasibility of accelerating 4D flow CMR of the carotids up to 30 times 

using a pseudo-spiral Cartesian sampling strategy. We recommend an acceleration factor of R = 20 to 

facilitate fast 4D flow CMR with an acceptable (< 10%) [31] underestimation of in vivo peak velocities (-

8.4 ± 9.9%) and WSS (-9.9 ± 10.9%) in comparison to the R = 10 4D flow CMR reference scan. In 

comparison to 2D flow CMR, R = 20 times accelerated 4D flow CMR however may result in a peak flow 

rate underestimation of -24.4 ± 10.4%. We developed and evaluated the protocol using a carotid flow 

phantom for acceleration factors up to R = 20 and in the carotid arteries of seven healthy subjects for 

acceleration factors up to R = 30. For high accelerations, we observed a trend of increased 

spatiotemporal blurring and decreased image quality in vivo. This resulted in a progressive decrease 

in the hemodynamic velocity and WSS values at systole.  

Acceleration of 4D flow CMR has been an important topic since years. Experts in the field have 

published a consensus paper [32] in which different acceleration strategies for 4D flow CMR are 

advised. Papers from leading experts in accelerated 4D flow CMR [11,12,17,33], as discussed one by one 

below, typically use a SENSE R = 2 acceleration (sometimes with a segmented k-space factor of 2–3) as 
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a reference scan when validating a new acceleration technique. However, there exists no clear 

consensus on how to validate a 4D flow CMR acceleration techniques and which parameters to report 

in order to estimate accuracy [32]. Peak velocity or peak flow rate seem important parameters however 

peak velocity underestimation was not mentioned as an exclusion criterion in the consensus paper, as 

e.g. also k-space segmentation limits the temporal resolution of the scan, leading to peak 

underestimation. Nevertheless, peak velocity is important and should be considered when using 

acceleration. Generally, the accuracy of 4D flow CMR is also highly dependent on spatiotemporal 

resolution and SNR. There might also be a general bias between 4D and 2D flow CMR [32].   
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Figure 3.6 Bland-Altman plots and orthogonal regression for peak systolic velocity (top row) and WSS (bottom row) values of the 

phantom scan. The scan with the lowest acceleration factor (R = 2) is compared to acceleration factor R = 4 (a and c) and to 

acceleration factor R = 20 (b and d), to visualize the changes occurring at higher undersampling rates. 

Calculated pathlines, through plane velocities, and WSS during peak systole of one exemplary in vivo 

scan are shown in Figure 3.9b-e. Pathlines movies during the cardiac cycle are also available online in 

Supplementary Video 3.2. Peak systolic WSS at all acceleration factors for all volunteers can be found 

in Supplementary Figure 3.14. Visually, peak systolic WSS spatial patterns, pathline movies, and 

through plane velocities were similar. However, in contrast to the phantom experiment, the mean WSS 

during peak systole from voxel-wise BA analysis decreased slightly for higher acceleration factors. WSS 

values decreased by -9.9%, -13.4% and -16.9% for acceleration factors of R = 20, 25 and 30, respectively 

(Figure 3.10). Also, the slopes of the correlation plots and the Pearson correlation coefficients  slightly 

decreased for higher acceleration factors. The velocities within the vessel volume of the carotid 

arteries showed a similar trend. Velocities decreased by -8.4%, -10.8%, and -14.0% for acceleration 

factors of R = 20, 25 and 30, respectively (these results can also be found in Supplementary Table 3.4). 
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phantom for acceleration factors up to R = 20 and in the carotid arteries of seven healthy subjects for 

acceleration factors up to R = 30. For high accelerations, we observed a trend of increased 

spatiotemporal blurring and decreased image quality in vivo. This resulted in a progressive decrease 

in the hemodynamic velocity and WSS values at systole.  
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advised. Papers from leading experts in accelerated 4D flow CMR [11,12,17,33], as discussed one by one 

below, typically use a SENSE R = 2 acceleration (sometimes with a segmented k-space factor of 2–3) as 
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a reference scan when validating a new acceleration technique. However, there exists no clear 

consensus on how to validate a 4D flow CMR acceleration techniques and which parameters to report 

in order to estimate accuracy [32]. Peak velocity or peak flow rate seem important parameters however 

peak velocity underestimation was not mentioned as an exclusion criterion in the consensus paper, as 

e.g. also k-space segmentation limits the temporal resolution of the scan, leading to peak 

underestimation. Nevertheless, peak velocity is important and should be considered when using 

acceleration. Generally, the accuracy of 4D flow CMR is also highly dependent on spatiotemporal 

resolution and SNR. There might also be a general bias between 4D and 2D flow CMR [32].   
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Figure 3.7  (a) Comparison of peak systolic velocities at R = 2 with all higher acceleration factors R = 4-20 using Bland-Altman 

analysis (mean differences and limits of agreement (LOA)). (b) The same comparison as in (a) for WSS values at peak systole. (c) 

Comparison of peak systolic velocities at R = 2 with all higher acceleration factors R = 4-20 using orthogonal regression (slope of 

the regression line and Pearson correlation coefficient ). (d) The same comparison as in (c) for WSS values at peak systole. (e-

f) Mean velocity and mean WSS (calculated per time point and over the vessel volume), plotted for all cardiac frames. 

In Supplementary Figure 3.12a, we have repeated our experiments in vivo in N=1 subject, including a 

SENSE (R=2) 4D flow CMR acquisition with a k-space segmentation factor of 2. Our CS acceleration 

performs equally well to this reference method for acceleration factors up to R = 20. However both CS 

and SENSE accelerated 4D flow CMR scans underestimate peak flow rate values as compared to 2D flow 

CMR, which is likely associated with lower SNR (see also magnitude images in Supplementary Figure 

3.12a, left). In a phantom setting (Supplementary Figure 3.12b) both methods perform evenly good 

up to an acceleration factor of R = 30. Phantom flow curves up to an acceleration factor of R = 100 are 

shown. This shows, that R = 10 CS accelerated scans serve as a good reference for scans with higher 

acceleration factors. It also demonstrates, that very high acceleration factors (>50) can be achieved, in 

which reasonable flow curves can still be recognized. 
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Figure 3.8 Axial (a) and coronal (b) views of one representative in vivo scan at acceleration factors R = 10–30. For both views 

elocit  images in t e range of  0 to 0 cm s are s own c, d). 

A number of 4D flow CMR studies have reported on the accuracy of acceleration techniques. Cheng et 

al. demonstrated 4D flow in pediatric congenital heart disease patients, using a prospective pseudo-

spiral sampling strategy with total variation CS reconstruction (VDRad). Effective acceleration factors 

ranged from   - . is res lted in clinicall  acce ta le image alit  as rated  a radiologist. 

owe er  no antitati e com arisons wit   flow were a aila le.  flow  scans were 

compared against a CS reconstruction using spatial wavelets after (temporally constant) Poisson disk 

sam ling  w ic  ad een demonstrated to lead to  flow rate nderestimation in com arison 

to  flow at    in a re io s st d  . al ano et al. prospectively accelerated 4D flow CMR in the 

aorta using a low-rank+sparse reconstruction algorithm. Errors in the aortic peak flow rate were 

re orted in com arison to a standard    ac isition segmented -s ace factor  . e ea  

flow rate was nderestimated at an acceleration factor of     .   .  in t e ascending and  

.   .  in t e descending aorta . no loc  et al.  in estigated t e effects of -t  

acceleration on  flow  in t e carotids s atial resol tion .   .   .  mm3 s. 0.   0.   0.  

mm3 in o r st d . rrors in ea  flow rate were smaller t an .   . owe er  t e accelerated scans 

res lted from retros ecti e ndersam ling of a  flow  reference  Fo rier sam ling in y 

and kz   min scan time  w ic  li el  will res lt in a etter agreement etween accelerated and 

reference scans t an wo ld e o tained for tr e ros ecti e acceleration . n iese et al., 

ros ecti el  -t  accelerated aortic  flow  was com ared to  flow . e a t ors 

introduced an error metric ESV for t e stro e ol me  to com are  flow wit   flow  

e ation  from  and fo nd SV  .   .  ml .   .  for    in t e aorta. l ing t is 

metric to our in vivo carotid artery measurements, we find ESV  0.   0.  ml .   0.  for   0  SV 

 0.   0.  ml .   .0  for   0  SV  0.   0.  ml .   .  for    and SV  0.   0.  ml .   

.  for   0 in com arison to  flow. is time-a eraged error metric can t erefore artiall  

o sc re ea  elocit  differences. a en toget er  t e a o e st dies s ow t at t ere is no consens s 

on ow to assess flow errors for accelerated  flow  rotocols. e n m ers will de end on 

whether the scans were retrospectively or prospectively undersampled and the choice of reference 

scan  eing anot er accelerated  flow tec ni e or  flow . 
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Figure 3.7  (a) Comparison of peak systolic velocities at R = 2 with all higher acceleration factors R = 4-20 using Bland-Altman 

analysis (mean differences and limits of agreement (LOA)). (b) The same comparison as in (a) for WSS values at peak systole. (c) 

Comparison of peak systolic velocities at R = 2 with all higher acceleration factors R = 4-20 using orthogonal regression (slope of 

the regression line and Pearson correlation coefficient ). (d) The same comparison as in (c) for WSS values at peak systole. (e-

f) Mean velocity and mean WSS (calculated per time point and over the vessel volume), plotted for all cardiac frames. 

In Supplementary Figure 3.12a, we have repeated our experiments in vivo in N=1 subject, including a 

SENSE (R=2) 4D flow CMR acquisition with a k-space segmentation factor of 2. Our CS acceleration 

performs equally well to this reference method for acceleration factors up to R = 20. However both CS 

and SENSE accelerated 4D flow CMR scans underestimate peak flow rate values as compared to 2D flow 

CMR, which is likely associated with lower SNR (see also magnitude images in Supplementary Figure 

3.12a, left). In a phantom setting (Supplementary Figure 3.12b) both methods perform evenly good 

up to an acceleration factor of R = 30. Phantom flow curves up to an acceleration factor of R = 100 are 

shown. This shows, that R = 10 CS accelerated scans serve as a good reference for scans with higher 

acceleration factors. It also demonstrates, that very high acceleration factors (>50) can be achieved, in 

which reasonable flow curves can still be recognized. 
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Figure 3.8 Axial (a) and coronal (b) views of one representative in vivo scan at acceleration factors R = 10–30. For both views 

elocit  images in t e range of  0 to 0 cm s are s own c, d). 

A number of 4D flow CMR studies have reported on the accuracy of acceleration techniques. Cheng et 

al. demonstrated 4D flow in pediatric congenital heart disease patients, using a prospective pseudo-

spiral sampling strategy with total variation CS reconstruction (VDRad). Effective acceleration factors 

ranged from   - . is res lted in clinicall  acce ta le image alit  as rated  a radiologist. 

owe er  no antitati e com arisons wit   flow were a aila le.  flow  scans were 

compared against a CS reconstruction using spatial wavelets after (temporally constant) Poisson disk 

sam ling  w ic  ad een demonstrated to lead to  flow rate nderestimation in com arison 

to  flow at    in a re io s st d  . al ano et al. prospectively accelerated 4D flow CMR in the 

aorta using a low-rank+sparse reconstruction algorithm. Errors in the aortic peak flow rate were 
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flow rate was nderestimated at an acceleration factor of     .   .  in t e ascending and  
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reference scans t an wo ld e o tained for tr e ros ecti e acceleration . n iese et al., 

ros ecti el  -t  accelerated aortic  flow  was com ared to  flow . e a t ors 

introduced an error metric ESV for t e stro e ol me  to com are  flow wit   flow  

e ation  from  and fo nd SV  .   .  ml .   .  for    in t e aorta. l ing t is 

metric to our in vivo carotid artery measurements, we find ESV  0.   0.  ml .   0.  for   0  SV 
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Figure 3.9 Flow curves in the (a) ECA, ICA and CCA, averaged for left and right carotid, plotted for all acceleration factors. The 

flow curves are averaged over all 7 subjects and are compared to a fully sampled 2D flow CMR scan at the same position (also 

averaged over all subjects).(b) Pathlines for all acceleration factors in the right carotid artery of one exemplary subject during 

peak systole. (c) Regions of interest (ROIs) used in (a). (d) WSS for all acceleration factors in the right carotid of one exemplary 

subject during peak systole. (e) Through plane velocities in the right CCA of one exemplary subject during peak systole. 

In our study we found an underestimation of the in vivo carotid peak systolic flow rate for high 

acceleration factors in the CCA (-24.4% for R = 20 and -32.6% for R = 30) when compared to a 2D phase-

contrast reference scan. This underestimation was less in phantoms, in which we found only -1.7% 

peak flow rate underestimation (R=20) in comparison to the 2D flow scan. The difference between in 

vivo and phantom scans might be explained by smoother flow profiles in the phantom, which might 

lead to better results when using a total variation operator in the CS reconstruction algorithm. The 

phantom curves, although very consistent between scans, showed slight variations due to partial 

volume effects with the tube wall, which had a noisy velocity due to lack of signal (Figure 3.4). 

Differences between 2D flow and 4D flow CMR might be affected by higher SNR in 2D flow scans. Also, 

the high contrast of blood vessels in the 2D flow scan, created by inflow enhancement at high flip 

angles, might result in different partial volume effects and phase offsets than in 4D flow CMR [31,35]. 

This might also explain deviations in smaller vessels like the ICA and ECA. Within the set of accelerated 

4D flow CMR scans, volumetric velocity differences between R = 10 and higher accelerated scans were 
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much more acceptable (8.4% for R = 20 and 14.0% for R = 30) than the results from the flow analysis. 

For peak systolic WSS, a similar behavior was observed. As the overall trend was to underestimate WSS 

at very high acceleration factors (similar to velocity), this could conceal small changes in WSS patterns 

that might be important for disease characterization. Overall we can conclude that, although 

hemodynamic parameters seem systematically underestimated if we consider the 2D phase contrast 

scan as a gold standard, the accuracy of WSS and velocity values with decreasing scan time in 4D flow 

is maintained within acceptable limits for R = 20. This can also be appreciated in the pathline movies, 

which remain visually of good quality up to the highest acceleration. Therefore, also clinical 4D flow 

CMR scans with acceleration factors of up to R = 20 can be used. However, depending on the purpose 

of the clinical examination, lower (for accurate peak velocity estimation) or higher (for mean flow, 

stroke volume or streamline visualization) acceleration factors could be considered. Moreover, 

regional differences in hemodynamic parameters are consistent for all accelerations, as for example 

shown in Figure 2.9d (e.g. low WSS in the carotid bulb vs. high WSS in the rest of the vessel). More 

advanced pulsatile flow phantoms of the (diseased) carotid artery, with a sharp, systolic peak flow will 

help to investigate on the effects of 4D flow CMR acceleration in carotid pathology in the future. 

Using a repeated scan protocol in vivo (repeated 2 times for R = 10, 20, 25 and 30) and in the phantom 

(repeated 3 times for R = 10, 15, 20, 25 and 30) as summarized in  Supplementary Figure 3.13 we could 

demonstrate, that there was almost no deviation between repeated scans in both cases. The SD of 

paired differences (scan-rescan) per time frame was in vivo SD = 0.6, 0.6, 0.6, 0.6 ml/s and in the 

phantom SD = 0.4, 0.4, 0.4, 0.5 and 0.6 ml/s, for each acceleration factor respectively.  

The comparison between in vivo and phantom experiments has some limitations. Although flow rate 

and mean velocities were similar, maximum velocities of 120 cm/s were achieved in the phantom in 

comparison to maximum velocities of 80 cm/s in vivo (see Supplementary Figure 3.14b-c). Because 

excessively long scan times are an issue in vivo, it was not possible to acquire 4D flow CMR data with 

low or no acceleration and consequently an in vivo 4D flow CMR dataset of for example R = 2 was not 

available. Another limitation to the study is that only a low number of N = 7 participants were included. 
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Figure 3.9 Flow curves in the (a) ECA, ICA and CCA, averaged for left and right carotid, plotted for all acceleration factors. The 

flow curves are averaged over all 7 subjects and are compared to a fully sampled 2D flow CMR scan at the same position (also 

averaged over all subjects).(b) Pathlines for all acceleration factors in the right carotid artery of one exemplary subject during 

peak systole. (c) Regions of interest (ROIs) used in (a). (d) WSS for all acceleration factors in the right carotid of one exemplary 

subject during peak systole. (e) Through plane velocities in the right CCA of one exemplary subject during peak systole. 
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phantom curves, although very consistent between scans, showed slight variations due to partial 

volume effects with the tube wall, which had a noisy velocity due to lack of signal (Figure 3.4). 

Differences between 2D flow and 4D flow CMR might be affected by higher SNR in 2D flow scans. Also, 

the high contrast of blood vessels in the 2D flow scan, created by inflow enhancement at high flip 
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This might also explain deviations in smaller vessels like the ICA and ECA. Within the set of accelerated 

4D flow CMR scans, volumetric velocity differences between R = 10 and higher accelerated scans were 

0 500 1000
Time [ms]

0

5

10

15

20

Fl
ow

 [m
l/s

]

0 500 1000
Time [ms]

0

5

10

15

20

Fl
ow

 [m
l/s

]

0 500 1000
Time [ms]

0

5

10

15

20

Fl
ow

 [m
l/s

]

R=10
R=20
R=25
R=30

2D scan

Velocity
[cm/s]

40

20

0

WSS
[Pa]

2

1

0

Through plane
velocity CCA

Pa
th

lin
es

 a
t p

ea
k 

sy
st

ol
e

W
SS

 a
t p

ea
k 

sy
st

ol
e

a

b

d

Ri
gh

t c
ar

ot
id

,
vo

lu
nt

ee
r 1

Ri
gh

t c
ar

ot
id

,
vo

lu
nt

ee
r 1

R=10 R=20 R=25 R=30

ECA ICA CCA

ECA ICA

CCA

Average left and right
carotid
Average volunteer 1-7

R=10 R=20

R=25 R=30

e

Velocity
[cm/s]

40

20

0

Through plane velocity CCA

c

Right carotid,
volunteer 1

Area for through plane
velocity visualization

Discussion 

57 

 

much more acceptable (8.4% for R = 20 and 14.0% for R = 30) than the results from the flow analysis. 

For peak systolic WSS, a similar behavior was observed. As the overall trend was to underestimate WSS 

at very high acceleration factors (similar to velocity), this could conceal small changes in WSS patterns 

that might be important for disease characterization. Overall we can conclude that, although 

hemodynamic parameters seem systematically underestimated if we consider the 2D phase contrast 

scan as a gold standard, the accuracy of WSS and velocity values with decreasing scan time in 4D flow 

is maintained within acceptable limits for R = 20. This can also be appreciated in the pathline movies, 

which remain visually of good quality up to the highest acceleration. Therefore, also clinical 4D flow 

CMR scans with acceleration factors of up to R = 20 can be used. However, depending on the purpose 

of the clinical examination, lower (for accurate peak velocity estimation) or higher (for mean flow, 

stroke volume or streamline visualization) acceleration factors could be considered. Moreover, 

regional differences in hemodynamic parameters are consistent for all accelerations, as for example 

shown in Figure 2.9d (e.g. low WSS in the carotid bulb vs. high WSS in the rest of the vessel). More 

advanced pulsatile flow phantoms of the (diseased) carotid artery, with a sharp, systolic peak flow will 

help to investigate on the effects of 4D flow CMR acceleration in carotid pathology in the future. 

Using a repeated scan protocol in vivo (repeated 2 times for R = 10, 20, 25 and 30) and in the phantom 

(repeated 3 times for R = 10, 15, 20, 25 and 30) as summarized in  Supplementary Figure 3.13 we could 

demonstrate, that there was almost no deviation between repeated scans in both cases. The SD of 

paired differences (scan-rescan) per time frame was in vivo SD = 0.6, 0.6, 0.6, 0.6 ml/s and in the 

phantom SD = 0.4, 0.4, 0.4, 0.5 and 0.6 ml/s, for each acceleration factor respectively.  

The comparison between in vivo and phantom experiments has some limitations. Although flow rate 

and mean velocities were similar, maximum velocities of 120 cm/s were achieved in the phantom in 

comparison to maximum velocities of 80 cm/s in vivo (see Supplementary Figure 3.14b-c). Because 

excessively long scan times are an issue in vivo, it was not possible to acquire 4D flow CMR data with 

low or no acceleration and consequently an in vivo 4D flow CMR dataset of for example R = 2 was not 

available. Another limitation to the study is that only a low number of N = 7 participants were included. 
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Figure 3.10 (a) Comparison of peak systolic velocities at R = 10 with acceleration factors R = 20-30 using Bland-Altman analysis 

(mean differences and limits of agreement (LOA)). The averaged values of all subjects and both carotids are shown. The error 

bars indicate the standard deviation between the different scans. (b) The same comparison as in (a) for WSS values at peak 

systole. (c) Comparison of peak systolic velocities at R = 10 with all higher acceleration factors R = 20-30 using orthogonal 

regression (slope of the regression line and Pearson correlation coefficient ). (d) The same comparison as in (c) for WSS values 

at peak systole. 

The here reported acceleration factors are calculated before the data acquisition in reference to the 

scan time of a fully sampled scan acquired with the same acquisition strategy. Effective acceleration 

factors can be calculated retrospectively to the scan from the ratio of the number of k-lines in a fully 

sampled k-space versus the actually sampled k-lines, i.e. �  in equation [2] can vary slightly 

retrospectively to the scan. For in vivo scans Reffective (±SD) was on average R = 12.2 ± 0.8, R = 22.6 ± 0.9, 

R = 27.9 ± 0.9, and R = 32.9 ± 0.9, for scans with target acceleration R = 10, R = 20, R = 25, and R = 30, 

respectively. The effective acceleration factor would also vary slightly with the heart rate of each 

subject. This behavior is however similar in fully sampled scans, which are only optimal when the 

number of reconstructed cardiac frames times 4xTR (4 flow encoding steps used) approximately 

matches the average acquired heart cycle length. If the number of reconstructed cardiac frames is 

higher, undersampling would be the consequence, which in practice is compensated for by a 

retrospective interpolation. If the number of reconstructed cardiac frames is lower, oversampling 

occurs, which results in averaging and higher SNR, but which also leads to a lower temporal resolution. 

Reporting effective acceleration factors and their variations is similar to variations in regular cardiac 

triggered scans and therefore not further discussed in this paper. 

Potential other applications for the here presented methodology are cine CMR scans and 4D flow CMR 

scans in other anatomical regions, such as the circle of Willis, the heart, the aorta and for assessing 

venous flow return. Other, cutting edge algorithms, such as low-rank [33] reconstruction, could be 
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integrated in the current reconstruction to push the acceleration factors even further or mitigate the 

spatiotemporal blurring. The pseudo-spiral sampling strategy can be combined with breathing 

navigators or self-gating, which allows for sorting the data in respiratory bins [21,36].  

3.6 Conclusion 

We achieved highly accelerated 4D flow CMR of the carotid arteries using pseudo-spiral Cartesian 

undersampling and a CS reconstruction. At an acceleration factor of R = 20 the underestimation of peak 

velocity and peak WSS was acceptable (< 10%) in comparison to an R = 10 accelerated 4D flow CMR 

reference scan. Peak flow rates were underestimated in comparison with 2D flow CMR and decreased 

systematically with higher acceleration factors. However, even at an acceleration factor of R = 30, the 

highly CS accelerated 4D flow CMR scans allowed reconstructions of the 4D velocity field and velocity 

pathlines, at only 2 30 min scan time. 
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integrated in the current reconstruction to push the acceleration factors even further or mitigate the 

spatiotemporal blurring. The pseudo-spiral sampling strategy can be combined with breathing 

navigators or self-gating, which allows for sorting the data in respiratory bins [21,36].  

3.6 Conclusion 

We achieved highly accelerated 4D flow CMR of the carotid arteries using pseudo-spiral Cartesian 

undersampling and a CS reconstruction. At an acceleration factor of R = 20 the underestimation of peak 

velocity and peak WSS was acceptable (< 10%) in comparison to an R = 10 accelerated 4D flow CMR 

reference scan. Peak flow rates were underestimated in comparison with 2D flow CMR and decreased 

systematically with higher acceleration factors. However, even at an acceleration factor of R = 30, the 

highly CS accelerated 4D flow CMR scans allowed reconstructions of the 4D velocity field and velocity 

pathlines, at only 2 30 min scan time. 
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3.8 Supplementary material 

Supplementary Video 3.1  Pathline movies of the phantom carotid artery for acceleration factors R=2-

20 can be found under https //static-content.springer.com/esm/art%3A10.1186%2Fs12968-019-0582-

z/MediaObjects/12968_2019_582_MOESM1_ESM.gif 

Supplementary Video 3.2  Pathline movies of the left carotid artery of a healthy volunteer for 

acceleration factors R=10, R=20, R=25, and R=30 can be found under https //static-

content.springer.com/esm/art%3A10.1186%2Fs12968-019-0582-

z/MediaObjects/12968_2019_582_MOESM2_ESM.gif 

 

 

Supplementary Figure 3.11 WSS in the left and right carotid arteries of all seven in vivo experiments. An individual 

segmentation of the carotid artery was done per volunteer and acceleration factor. 
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Supplementary Figure 3.12 (a) Magnitude images and flow curves of an in vivo scan of N = 1 volunteer at CS acceleration factors 

R = 6 to R = 30, following the same scan protocol as described in the Methods section. Next to the CS acceleration a 2D reference 

scan and a 4D flow reference scan (SENSE = 2 and segmented k-space factor = 2) are shown. (b) Flow curves of a phantom scan 

for CS acceleration factors of R = 1 to R = 100. Next to the CS acceleration a 2D reference scan and a 4D flow reference scan 

(SENSE = 2 and segmented k-space factor = 2) are shown.  
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Supplementary Figure 3.13 (a) Flow curves of an in vivo scan-rescan setting with 1 rescan for acceleration factors R = 10, 20, 25, 

30. (b) Flow curves of a phantom scan-rescan setting with 2 rescans for acceleration factors R = 10, 15, 20, 25, 30.. 
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Supplementary Figure 3.14 (a) Flow curves in the left and right carotid arteries of all seven in vivo experiments. (b) In vivo  

Volunteer-averaged flow rate, through-plane velocity and maximum through-plane velocity for acceleration factors of R = 10–

30. (c) Phantom  Flow rate, through-plane velocity and maximum through-plane velocity for acceleration factors of R = 2–20. 
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In vivo 4D flow MRI: flow curves for all volunteers and both carotids
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Supplementary Figure 3.13 (a) Flow curves of an in vivo scan-rescan setting with 1 rescan for acceleration factors R = 10, 20, 25, 

30. (b) Flow curves of a phantom scan-rescan setting with 2 rescans for acceleration factors R = 10, 15, 20, 25, 30.. 
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Supplementary Figure 3.14 (a) Flow curves in the left and right carotid arteries of all seven in vivo experiments. (b) In vivo  

Volunteer-averaged flow rate, through-plane velocity and maximum through-plane velocity for acceleration factors of R = 10–

30. (c) Phantom  Flow rate, through-plane velocity and maximum through-plane velocity for acceleration factors of R = 2–20. 
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Supplemental Table 3.1 Flow rate differences of all accelerated scans in comparison to the 2D reference scan in the phantom 

experiment. 

Phantom: Differences between  
2D flow and R = 2/4/6/8/10/12/15/20 
 

 
Peak flow rate CCA 

Difference 
[ml/s]  

2D scan vs. R = 2  -0.4  
2D scan vs. R = 4  -0.1  
2D scan vs. R = 6 0.4   
2D scan vs. R = 8  0.4   
2D scan vs. R = 10  -0.4  
2D scan vs. R = 12 0.5   
2D scan vs. R =15  0.1   
2D scan vs. R = 20  0.2   
* Relative to the 2D scan  
 

 

 

Supplemental Table 3.2 Statistical results from the Bland-Altman analysis and orthogonal regression for WSS and velocity in 

the phantom experiment. 

Phantom: Differences between R = 2 and R = 4/6/8/10/12/15/20 
 

 Bland-Altman  Orthogonal regression  Correlation 

 
WSS 

Mean difference 
[Pa]  

LOA 
[Pa] 

 Slope 
 

Intercept 
[Pa] 

 ρ 
 

R = 2 vs. R = 4 0.03   0.79  1.01 0.02  0.94 
R = 2 vs. R = 6 -0.06  0.93  0.97 0.01  0.91 
R = 2 vs. R = 8 0.14   1.12  1.04 0.02  0.87 
R = 2 vs. R = 10 -0.02  1.28  1.03 -0.08  0.83 
R = 2 vs. R = 12 0.05   1.34  1.04 -0.04  0.82 
R = 2 vs. R = 15 0.06   1.33  1.08 -0.16  0.83 
R = 2 vs. R = 20                                0.14   1.42  1.11 -0.13  0.81 
 
Velocity 

 
[m/s]  

 
[m/s] 

   
[m/s] 

  

R = 2 vs. R = 4 0.01   0.12  0.99 0.01  0.95 
R = 2 vs. R = 6 -0.01  0.14  0.94 0.02  0.94 
R = 2 vs. R = 8 0.01   0.17  0.90 0.06  0.90 
R = 2 vs. R = 10 -0.01  0.19  0.87 0.05  0.89 
R = 2 vs. R = 12 -0.01  0.21  0.83 0.07  0.86 
R = 2 vs. R = 15 -0.01  0.24  0.80 0.08  0.81 
R = 2 vs. R = 20 
* Relative to R = 2  
 

 0.00  0.24  0.78 0.10  0.80 
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Supplemental Table 3.3 Flow rate and velocity differences of all accelerated scans in comparison to the 2D reference scan as an 

average of all in vivo experiments. 

In vivo: Peak flow rate and velocity differences between 2D flow and R = 10/20/25/30  
(averaged left and right carotid, averaged volunteers) 

 
 

 
Peak flow rate CCA 

Difference ± SD* 
[ml/s] (%**) 

Difference ± SD* 
[m/s] (%**) 

2D scan vs. R = 10  -3.3 ± 2.2             -0.03 ± 0.07  ± 18.4  
2D scan vs. R = 20  -5.0 ± 2.1    -0.08 ±   ± 17.4  
2D scan vs. R = 25 -5.7 ± 2.4    -0.09 ± 0.05  ± 24.3  
2D scan vs. R = 30  
* Difference for all volunteers ± SD for volunteer values,   
** Relative to the 2D scan 
 

-6.6 ± 3.4    -0.12 ±   ± 29.1  

 

 

Supplemental Table 3.4 Statistical results from the Bland-Altman analysis and orthogonal regression for WSS and velocity as an 

average of all in vivo experiments. 

In vivo: Differences between R = 10 and R = 20/25/30  
(averaged left and right carotid, averaged volunteers) 

 
 

 Bland-Altman  Orthogonal regression  Correlation 
 
WSS 

Mean difference 
± SD* [Pa] (%**) 

LOA 
± SD* [Pa] 

 Slope 
± SD* 

  
± SD* 

R = 10 vs. R = 20  -0.18 ± 0.21  
(-9.91 ± 10.93) 

1.23 ± 0.29  0.95 ± 0.22  0.76 ± 0.11 

R = 10 vs. R = 25  -0.25 ± 0.22 
(-13.44 ± 11.77) 

1.29 ± 0.25  0.78 ± 0.18  0.72 ± 0.10 

R = 10 vs. R = 30  -0.31 ± 0.23 
(-16.86 ± 12.16) 

1.30 ± 0.25  0.77 ± 0.22  0.71 ± 0.10 

       
Velocity [m/s] (%**) [m/s]     
R = 10 vs. R = 20  -0.03 ± 0.04 

(-8.35 ± 9.94) 
0.16 ± 0.0  0.90 ± 0.10  0.89 ± 0.03 

R = 10 vs. R = 25  -0.04 ± 0.04  
(-10.79 ± 9.64) 

0.18 ± 0.0  0.83 ± 0.10  0.87 ± 0.04 

R = 10 vs. R = 30 
 
  

-0.05 ± 0.04 
(-13.97 ± 10.76) 

0.18 ± 0.0  0.81 ± 0.12  0.87 ± 0.03 
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Supplemental Table 3.1 Flow rate differences of all accelerated scans in comparison to the 2D reference scan in the phantom 

experiment. 

Phantom: Differences between  
2D flow and R = 2/4/6/8/10/12/15/20 
 

 
Peak flow rate CCA 

Difference 
[ml/s]  

2D scan vs. R = 2  -0.4  
2D scan vs. R = 4  -0.1  
2D scan vs. R = 6 0.4   
2D scan vs. R = 8  0.4   
2D scan vs. R = 10  -0.4  
2D scan vs. R = 12 0.5   
2D scan vs. R =15  0.1   
2D scan vs. R = 20  0.2   
* Relative to the 2D scan  
 

 

 

Supplemental Table 3.2 Statistical results from the Bland-Altman analysis and orthogonal regression for WSS and velocity in 

the phantom experiment. 

Phantom: Differences between R = 2 and R = 4/6/8/10/12/15/20 
 

 Bland-Altman  Orthogonal regression  Correlation 

 
WSS 

Mean difference 
[Pa]  

LOA 
[Pa] 

 Slope 
 

Intercept 
[Pa] 

 ρ 
 

R = 2 vs. R = 4 0.03   0.79  1.01 0.02  0.94 
R = 2 vs. R = 6 -0.06  0.93  0.97 0.01  0.91 
R = 2 vs. R = 8 0.14   1.12  1.04 0.02  0.87 
R = 2 vs. R = 10 -0.02  1.28  1.03 -0.08  0.83 
R = 2 vs. R = 12 0.05   1.34  1.04 -0.04  0.82 
R = 2 vs. R = 15 0.06   1.33  1.08 -0.16  0.83 
R = 2 vs. R = 20                                0.14   1.42  1.11 -0.13  0.81 
 
Velocity 

 
[m/s]  

 
[m/s] 

   
[m/s] 

  

R = 2 vs. R = 4 0.01   0.12  0.99 0.01  0.95 
R = 2 vs. R = 6 -0.01  0.14  0.94 0.02  0.94 
R = 2 vs. R = 8 0.01   0.17  0.90 0.06  0.90 
R = 2 vs. R = 10 -0.01  0.19  0.87 0.05  0.89 
R = 2 vs. R = 12 -0.01  0.21  0.83 0.07  0.86 
R = 2 vs. R = 15 -0.01  0.24  0.80 0.08  0.81 
R = 2 vs. R = 20 
* Relative to R = 2  
 

 0.00  0.24  0.78 0.10  0.80 
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Supplemental Table 3.3 Flow rate and velocity differences of all accelerated scans in comparison to the 2D reference scan as an 

average of all in vivo experiments. 

In vivo: Peak flow rate and velocity differences between 2D flow and R = 10/20/25/30  
(averaged left and right carotid, averaged volunteers) 

 
 

 
Peak flow rate CCA 

Difference ± SD* 
[ml/s] (%**) 

Difference ± SD* 
[m/s] (%**) 

2D scan vs. R = 10  -3.3 ± 2.2             -0.03 ± 0.07  ± 18.4  
2D scan vs. R = 20  -5.0 ± 2.1    -0.08 ±   ± 17.4  
2D scan vs. R = 25 -5.7 ± 2.4    -0.09 ± 0.05  ± 24.3  
2D scan vs. R = 30  
* Difference for all volunteers ± SD for volunteer values,   
** Relative to the 2D scan 
 

-6.6 ± 3.4    -0.12 ±   ± 29.1  

 

 

Supplemental Table 3.4 Statistical results from the Bland-Altman analysis and orthogonal regression for WSS and velocity as an 

average of all in vivo experiments. 

In vivo: Differences between R = 10 and R = 20/25/30  
(averaged left and right carotid, averaged volunteers) 

 
 

 Bland-Altman  Orthogonal regression  Correlation 
 
WSS 

Mean difference 
± SD* [Pa] (%**) 

LOA 
± SD* [Pa] 

 Slope 
± SD* 

  
± SD* 

R = 10 vs. R = 20  -0.18 ± 0.21  
(-9.91 ± 10.93) 

1.23 ± 0.29  0.95 ± 0.22  0.76 ± 0.11 

R = 10 vs. R = 25  -0.25 ± 0.22 
(-13.44 ± 11.77) 

1.29 ± 0.25  0.78 ± 0.18  0.72 ± 0.10 

R = 10 vs. R = 30  -0.31 ± 0.23 
(-16.86 ± 12.16) 

1.30 ± 0.25  0.77 ± 0.22  0.71 ± 0.10 

       
Velocity [m/s] (%**) [m/s]     
R = 10 vs. R = 20  -0.03 ± 0.04 

(-8.35 ± 9.94) 
0.16 ± 0.0  0.90 ± 0.10  0.89 ± 0.03 

R = 10 vs. R = 25  -0.04 ± 0.04  
(-10.79 ± 9.64) 

0.18 ± 0.0  0.83 ± 0.10  0.87 ± 0.04 

R = 10 vs. R = 30 
 
  

-0.05 ± 0.04 
(-13.97 ± 10.76) 

0.18 ± 0.0  0.81 ± 0.12  0.87 ± 0.03 
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4.1 Abstract 

Background: Time-resolved three-dimensional phase contrast MRI (4D flow) of aortic blood flow 

requires acceleration to reduce scan time. Two established techniques for highly accelerated 4D flow 

MRI are k-t principal component analysis (k-t PCA) and compressed sensing (CS), which employ either 

regular or random k-space undersampling. The goal of this study was to gain insights into the 

quantitative differences between k-t PCA- and CS-derived aortic blood flow, especially for high 

temporal resolution CS 4D flow MR. 

Methods: The scan protocol consisted of both k-t PCA and CS accelerated 4D flow MRI, as well as a 2D 

flow reference scan through the ascending aorta acquired in 15 subjects. 4D flow scans were 

accelerated with factor R = 8. For CS accelerated scans, we used a pseudo-spiral Cartesian sampling 

scheme, which could additionally be reconstructed at higher temporal resolution, resulting in R = 13. 

4D flow data were compared with the 2D flow scan in terms of flow, peak flow and stroke volume. A 

3D peak systolic voxel-wise velocity and wall shear stress (WSS) comparison between k-t PCA and CS 

4D flow was also performed. 

Results: The mean difference in flow/peak flow/stroke volume between the 2D flow scan and the 4D 

flow CS with R = 8 and R = 13 was 4.2%/9.1%/3.0% and 5.3%/7.1%/1.9%, respectively, whereas for k-t 

PCA with R = 8 the difference was 9.7%/25.8%/10.4%. In the voxel-by-voxel 4D flow comparison we 

found 13.6% and 3.5% lower velocity and WSS values of k-t PCA compared with CS with R = 8, and 15.9% 

and 5.5% lower velocity and WSS values of k-t PCA compared with CS with R = 13. 

Conclusion: Pseudo-spiral accelerated 4D flow acquisitions in combination with CS reconstruction 

provides a flexible choice of temporal resolution. We showed that our proposed strategy achieves 

better agreement in flow values with 2D reference scans compared with using k-t PCA accelerated 

acquisitions. 

  

Introduction 

71 

 

4.2 Introduction  

Cardiovascular phase contrast magnetic resonance imaging (PC-MRI) is a well-validated method to 

quantify pulsatile blood flow in the human aorta [1]. Time-resolved three-dimensional PC MRI scans 

(4D flow MRI) are used to observe velocity or blood flow patterns and identify possible abnormalities 

such as flow jets or regurgitation [2]. Moreover, advanced hemodynamic biomarkers can be derived, 

such as pulse wave velocity and wall-shear stress (WSS). These biomarkers have shown to be valuable 

tools for risk assessment in aortic aneurysms, aortic plaques and stroke [3,4]. 

Unfortunately, 4D flow MRI has the inherent problem of requiring a long scan time. Depending on 

many factors, such as the field of view (FOV), spatial and temporal resolution, and also the breathing 

pattern and heart rate of the patient, the acquisition time for a 4D flow MRI scan can amount to 25 

minutes or more [1,5]. Therefore, acquisition acceleration to reduce scan times to a clinically 

acceptable duration is imperative. 

A commonly known technique to accelerate 4D flow MRI acquisitions is k-t PCA [6], which exploits the 

time dependency in the 4D flow MRI data for acceleration. K-t PCA allows for an 8-fold acceleration 

and has shown great potential for clinical application in congenital heart disease [7,8]. In this 

technique, prospective ECG gating is combined with a highly ordered undersampling scheme in k-t 

space at a predefined number of cardiac frames, which are reconstructed using principle component 

analysis (PCA).  

Another promising method to speed up 4D flow MRI acquisitions is incoherent undersampling and 

compressed sensing (CS) reconstruction [9,10]. A flexible approach has been the use of pseudo-radial 

or pseudo-spiral acquisitions on a Cartesian grid, such as VDRad [11], GOCART [12], MUSIC [13] and 

ROCK-MUSIC [14], or G-CASPR [15] and CASPR-Tiger [16]. Pseudo-spiral acquisitions in the ky/kz-plane 

with a golden-angle increment [17] combined with retrospective binning of cardiac frames results in 

high spatiotemporal incoherency of subsequent cardiac frames, which is optimal for CS reconstruction. 

Furthermore, this sampling scheme together with retrospective binning provides the option of 

reconstructing the data in a variable number of cardiac frames. 

The above strategies require modification of the scanner software to allow for a predefined 

undersampling trajectory compatible with cardiac gated sequences. At our institution (Amsterdam 

University Medical Centers, University of Amsterdam, the Netherlands) we have developed such a 

software patch, which we refer to as PROUD (PROspective Undersampling in multiple Dimensions). 

PROUD sampling is most similar to CASPR Tiger [16] and incorporated variable density sampling [11] 

as well as phase-contrast imaging, but no self-gating.  

In the development and integration of 4D flow scans in the clinic, the issue arises as to which 

acceleration technique will be the most suitable. To address this, comparisons between different 

methods are needed to evaluate their performances, as well as their advantages and disadvantages. 

In this study, we quantified and visualized aortic flow, velocity and WSS data derived from pseudo-

spiral CS accelerated 4D flow MRI using PROUD, as well as from k-t PCA accelerated 4D flow MRI. Our 

purpose was to compare both methods with each other and with 2D flow MRI. Because PROUD CS has 
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the flexibility of reconstructing at different temporal resolutions, a secondary aim was to investigate 

flow rate errors with increasing temporal resolution. 

4.3 Methods 

4.3.1 Study design and subject cohort 

Fifteen subjects (eight males and seven females) with an average age of 26.1 ± 3.5 years were included 

in the study. Each subject provided written informed consent prior to the start of the study. The study 

was waived by the local Medical Ethics Review Committee because the study deals with scan technique 

comparisons and does not involve patients. Scans were performed on a 3 T Philips Ingenia scanner 

using a 24-channel torso coil (Philips Healthcare, Best, the Netherlands). After scout scans to locate the 

aorta, two 4D flow MRI scans covering the thoracic aorta were performed, either using k-t PCA or our 

proposed pseudo-spiral PROUD CS acceleration. The order of the 4D flow MRI scans was changed 

randomly per subject to avoid a systematic error due to the scan order. Furthermore, a single-slice 2D 

flow MRI scan through the ascending aorta (AAo) and descending aorta (DAo) was acquired as a 

reference. Detailed scan parameters of all scans are given in Table 4.1 and were chosen according to 

those described in the consensus statement [5]. 

4.3.2 Pseudo-spiral PROUD acquisition and CS reconstruction 

In this study we used a pseudo-spiral ky/kz-plane acquisition scheme designed for incoherent 

undersampling. The sampling trajectory list was calculated prior to the scans in MATLAB R2016a 

(MathWorks, Natick, MA, USA) and was passed to the scanner in the form of a text file. The shape of 

each outer-in spiral arm can be described in the polar coordinates ( ) as  

( ) =  �   � =  ∙
2 ∙ T

+           ( ) (4.1) 

where  is the index of the sampling location within each spiral arm,   is the total number of sampling 

locations (frequency encoding lines), and T is number of spiral turns. In this study, N was 75 and T was 

3.  is the offset angle. For  subsequent spiral arms,  increases by a golden-angle of ~ 137.51 degrees 

or 2.40 radians. Spirals were stretched to match the size of k-space and gridded on Cartesian 

coordinates by rounding off to the nearest integer. The shapes of three consecutive spirals are 

illustrated in Figure 4.1a. The distance from the sampling locations to the k-space center is changed 

quadratically along the spiral. Thus, the resulting total sampling has a variable density distribution 

with a denser sampling of the low-frequency k-space center and sparse sampling of high-frequency 

peripheral k-space (Figure 4.1b).  

PROUD CS sampling overruled the scanner sampling on the basis of the desired sampling trajectory 

and was performed continuously without ECG triggering. The ECG signals were, however, used to store 

the acquisition time points within each cardiac cycle to allow for retrospective binning of different 

cardiac frames. Importantly, due to the physiological heart-rate variability, a random filling of k-t 

space was created with a mean undersampling factor of ~ 8 per cardiac frame (Figure 4.1b). 

Oversampling of the same k-t-space coordinate was avoided in real time by checking whether a k-t 
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space coordinate had already been scanned and, if this was the case, skipping this acquisition and 

continuing with the next k-space trajectory coordinate. 

The acceleration factor for each PROUD scan,  was calculated retrospectively based on a 

theoretical fully sampled scan  

=  
�

=  
4

(4.2) 

 where ,  and  are the number of phase encoding steps, number of slices and number of 

cardiac frames, respectively, for a fully sampled scan; and  are the total number of PROUD 

sampling points of all pseudo-spirals. The factor 4 describes the absence of sampling at the outer 

edges of k-space (elliptical k-space shutter [18]). 

The PROUD scans were primarily reconstructed in 24 cardiac frames, resulting in an acceleration 

factor of 8 (hereafter called PROUD CS 8), and also in 40 cardiac frames, resulting in an acceleration 

factor of 13 (hereafter called PROUD CS 13). Additional reconstructions were made with 12, 27, 35 and 

60 cardiac frames. However, the true acceleration factor, � , which is defined as the number of 

samples in the full k-space divided by the number of points in the undersampled acquired k-space, is 

4 times higher and can vary per cardiac frame as well as per subject. The mean � , over all cardiac 

frames and all subjects is provided in Table 4.1. CS reconstructions were performed on a Linux server 

in MATLAB using MRecon (Gyrotools, Zurich, Switzerland) in combination with the Berkeley 

Advanced Reconstruction Toolbox (BART) [19]. the server allowed the use of eight Intel Xeon Gold 6132 

CPUs at 2.6 GHz and up to 300 GB RAM. A nonlinear parallel imaging and compressed sensing (PI-CS) 

reconstruction was performed according to  

a  m
          

m � +  Tm � (4. ) 

using a sparsifying total variation operator in time T.  denotes the undersampling Fourier operator, 

S the coil sensitivity maps,  the measured k-space data, and m the reconstructed image data. While 

the left term ensures data consistency, the right term enforces sparsity, regularized by parameter . 

The reconstruction was performed with a regularization parameter of  = 0.001 and i = 20 iterations. 

The applied reconstruction was the result of an L-curve [20] analysis for one slice of one subject in 

combination with 2D flow comparison. The analysis included the regularization constraints wavelet 

transformation in space and/or total variation in space and/or time, various regularization parameters 

 ranging from 0.0001 to 0.5, and various numbers of iterations i ranging from 20 to 50. 
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the flexibility of reconstructing at different temporal resolutions, a secondary aim was to investigate 

flow rate errors with increasing temporal resolution. 

4.3 Methods 
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4.3.2 Pseudo-spiral PROUD acquisition and CS reconstruction 
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(MathWorks, Natick, MA, USA) and was passed to the scanner in the form of a text file. The shape of 

each outer-in spiral arm can be described in the polar coordinates ( ) as  

( ) =  �   � =  ∙
2 ∙ T

+           ( ) (4.1) 

where  is the index of the sampling location within each spiral arm,   is the total number of sampling 

locations (frequency encoding lines), and T is number of spiral turns. In this study, N was 75 and T was 

3.  is the offset angle. For  subsequent spiral arms,  increases by a golden-angle of ~ 137.51 degrees 

or 2.40 radians. Spirals were stretched to match the size of k-space and gridded on Cartesian 

coordinates by rounding off to the nearest integer. The shapes of three consecutive spirals are 

illustrated in Figure 4.1a. The distance from the sampling locations to the k-space center is changed 

quadratically along the spiral. Thus, the resulting total sampling has a variable density distribution 

with a denser sampling of the low-frequency k-space center and sparse sampling of high-frequency 

peripheral k-space (Figure 4.1b).  

PROUD CS sampling overruled the scanner sampling on the basis of the desired sampling trajectory 

and was performed continuously without ECG triggering. The ECG signals were, however, used to store 

the acquisition time points within each cardiac cycle to allow for retrospective binning of different 

cardiac frames. Importantly, due to the physiological heart-rate variability, a random filling of k-t 

space was created with a mean undersampling factor of ~ 8 per cardiac frame (Figure 4.1b). 

Oversampling of the same k-t-space coordinate was avoided in real time by checking whether a k-t 
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space coordinate had already been scanned and, if this was the case, skipping this acquisition and 

continuing with the next k-space trajectory coordinate. 

The acceleration factor for each PROUD scan,  was calculated retrospectively based on a 

theoretical fully sampled scan  

=  
�

=  
4

(4.2) 
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cardiac frames, respectively, for a fully sampled scan; and  are the total number of PROUD 

sampling points of all pseudo-spirals. The factor 4 describes the absence of sampling at the outer 

edges of k-space (elliptical k-space shutter [18]). 
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samples in the full k-space divided by the number of points in the undersampled acquired k-space, is 

4 times higher and can vary per cardiac frame as well as per subject. The mean � , over all cardiac 

frames and all subjects is provided in Table 4.1. CS reconstructions were performed on a Linux server 

in MATLAB using MRecon (Gyrotools, Zurich, Switzerland) in combination with the Berkeley 

Advanced Reconstruction Toolbox (BART) [19]. the server allowed the use of eight Intel Xeon Gold 6132 

CPUs at 2.6 GHz and up to 300 GB RAM. A nonlinear parallel imaging and compressed sensing (PI-CS) 

reconstruction was performed according to  

a  m
          

m � +  Tm � (4. ) 

using a sparsifying total variation operator in time T.  denotes the undersampling Fourier operator, 

S the coil sensitivity maps,  the measured k-space data, and m the reconstructed image data. While 

the left term ensures data consistency, the right term enforces sparsity, regularized by parameter . 

The reconstruction was performed with a regularization parameter of  = 0.001 and i = 20 iterations. 

The applied reconstruction was the result of an L-curve [20] analysis for one slice of one subject in 

combination with 2D flow comparison. The analysis included the regularization constraints wavelet 

transformation in space and/or total variation in space and/or time, various regularization parameters 

 ranging from 0.0001 to 0.5, and various numbers of iterations i ranging from 20 to 50. 
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Table 4.1 Detailed scan parameters of all scans. 

 

4.3.3 k-t PCA acquisition and reconstruction 

For k-t PCA, the k-t space was uniformly undersampled on a Cartesian grid [6] using FlowPatch 

(Gyrotools) with a k-t acceleration factor of R = 8 (hereafter called k-t PCA 8). Prospective ECG-gating 

was used with an acquisition of 24 cardiac frames. Training data, consisting of 11 center phase-

encoding lines for each time point, were collected simultaneously (Figure 4.1c,d) resulting in a lower 

true acceleration factor �  (Table 4.1). K-t PCA 4D flow data were reconstructed with CRecon 

(Gyrotools) on a Windows computer with eight Intel Xeon E5–1620 CPUs at 3.5 GHz and up to 16 GB 

RAM. To avoid temporal blurring, the k-t regularization factor was optimized by 2D peak flow 

comparison of one exemplary dataset. A value of  = 0.2 resulted in the best image quality and the 

lowest flow bias, and was thus used for all subsequent k-t PCA reconstructions. 

 

Parameter 4D flow k-t PCA 4D flow PROUD CS 2D flow 
FOV (FHxAPxRL) [mm] 315 x 275 x 60 315 x 275 x 60 8 x 350 x 301.4 
ACQ voxel size (FHxAPxRL) [mm] 2.5 x 2.5 x 2.5 2.5 x 2.5 x 2.5 8 x 2.5 x 2.5 
Recon voxel size (FHxAPxRL) [mm] 2.5 x 2.5 x 2.5 2.5 x 2.5 x 2.5 8 x 1.22 x 1.22 
Slices (slice encoding direction) 24 (RL) 24 (RL) 1 (FH) 
Cardiac frames 24 24 40 
Acceleration factor (technique) 8 (k-t PCA) 8 (CS) 2 (SENSE) 
True acceleration factor (full k-space / acquired k-space) 6.92±0.00 10.52±0.22 2 
TE / TR [ms] 2.1 / 4.2 2.1 / 3.9 2.5 / 4.1 
Flip angle [degrees] 8 8 10 
VENC [cm/s] 150 150 150 
PC flow directions FH, AP, RL FH, AP, RL FH 
ECG-gating Prospective Retrospective Prospective 
Respiratory compensation Navigator Navigator breath hold 
Respiratory navigator gating window [mm] 7 7 - 
Nominal scan time [mm:ss] 05:45 04:25 00:12.7 
Estimated scan time (with ~60% gating efficiency) [mm:ss] 09:35 07:22 00:12.7 
Offline image reconstruction time [mm] 
 

10 – 15 14 – 18 - 
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Figure 4.1 (a) The pseudo-spiral PROUD CS sampling pattern consisted of multiple spirals. Consecutive spirals were turned by 

a golden angle (~137.51°). (b) Resulting sampling distributions for PROUD CS in spatial and time dimensions. (c) The k-t sampling 

pattern used for k-t PCA was composed of a training set and an undersampled set, which were acquired simultaneously. (d) 

Sampling distributions for k-t PCA in spatial and time dimensions. 

4.3.4 Flow analysis 

Following the reconstruction, a phase-contrast MRI angiogram (PC-MRA) was created by voxel-wise 

multiplication of the phase-contrast magnitude images with the absolute velocity, and subsequently 

averaged over all cardiac frames [21]. PC-MRA data were used for segmentation of the aorta anatomy 

in Mimics Research 21.0 (Materialise, Leuven, Belgium) [22]. Segmentations were conducted for all 4D 

flow MRI sequences separately. 

For 2D analysis, 4D flow MRI scans were resliced to the slice position of the 2D flow MRI scan in GTFlow 

(Gyrotools). ROIs of the AAo and DAo were drawn in the 2D flow MRI scan as well as in the resliced 4D 

flow MRI images. All ROIs were drawn in the images at the time of peak flow. To match the highest 

temporal resolution of 40 cardiac frames, all velocity and flow measurements of lower temporal 

resolution were interpolated by a shape-preserving piecewise cubic interpolation. 

For 3D analysis, WSS at the peak velocity time frame was calculated in MATLAB, as previously 

described [23]. For voxel-wise comparisons of velocity and WSS, datasets were registered by a rigid 
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Figure 4.1 (a) The pseudo-spiral PROUD CS sampling pattern consisted of multiple spirals. Consecutive spirals were turned by 

a golden angle (~137.51°). (b) Resulting sampling distributions for PROUD CS in spatial and time dimensions. (c) The k-t sampling 

pattern used for k-t PCA was composed of a training set and an undersampled set, which were acquired simultaneously. (d) 

Sampling distributions for k-t PCA in spatial and time dimensions. 

4.3.4 Flow analysis 

Following the reconstruction, a phase-contrast MRI angiogram (PC-MRA) was created by voxel-wise 

multiplication of the phase-contrast magnitude images with the absolute velocity, and subsequently 

averaged over all cardiac frames [21]. PC-MRA data were used for segmentation of the aorta anatomy 

in Mimics Research 21.0 (Materialise, Leuven, Belgium) [22]. Segmentations were conducted for all 4D 

flow MRI sequences separately. 

For 2D analysis, 4D flow MRI scans were resliced to the slice position of the 2D flow MRI scan in GTFlow 

(Gyrotools). ROIs of the AAo and DAo were drawn in the 2D flow MRI scan as well as in the resliced 4D 

flow MRI images. All ROIs were drawn in the images at the time of peak flow. To match the highest 

temporal resolution of 40 cardiac frames, all velocity and flow measurements of lower temporal 

resolution were interpolated by a shape-preserving piecewise cubic interpolation. 

For 3D analysis, WSS at the peak velocity time frame was calculated in MATLAB, as previously 

described [23]. For voxel-wise comparisons of velocity and WSS, datasets were registered by a rigid 
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transformation followed by nearest neighbour interpolation. Additionally, directional differences in 

velocity and WSS vectors were assessed by comparing angular difference distribution [22,24]. 

4.3.5 Statistical analysis 

For 2D analysis, the flow of the 4D flow scans were compared with the 2D flow scan as a reference 

using Bland-Altman (BA) analysis and orthogonal regression plots [25]. Differences in the peak flow 

and stroke volume—the integral of the measured flow over the cardiac cycle—between each of the 4D 

flow scans with the 2D scan were reported in ml/s or ml, respectively, or in a percentage difference. 

Confidence limits are reported as mean and standard error of the mean (SEM). Significance was tested 

for peak flow and stroke volume by a two-sided t-test with 0.05 used as the cutoff for significance.  

For 3D analysis, velocity and WSS values were compared by voxel-by-voxel BA analysis and orthogonal 

regression. For all analyses, mean differences and limits of agreement (LOA) were reported for the BA 

analysis and slope, intercept and Pearson's r for the orthogonal regression analysis. Relative difference 

measures were reported in percentages to the mean of all values. 

4.4 Results 

4.4.1 2D analysis 

An example of a 2D flow image with the corresponding images of the three accelerated 4D flow scans 

is shown in Figure 4.2a. Color-coded velocity profiles in the ROIs in the AAo and DAo are shown in 

Figure 4.2b with good agreement of the velocity profiles between the accelerated 4D flow and 2D flow 

scans as a reference. Flow values of all four scans during the cardiac cycle are shown in Figure 4.2c 

for the AAo and DAo. Here, it can be seen that for both the AAo and the DAo, PROUD CS flow curves 

were better matched with the 2D flow curve compared with k-t PCA.  
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Figure 4.2 (a), Exemplary through-plane velocity images of the 2D flow MRI as well as accelerated 4D flow MRI scans. ROIs are 

depicted in the ascending aorta (AAo, red) and descending aorta (DAo, blue). (b), The corresponding velocity scalar maps. (c), 

The corresponding flow curves for the four flow scans (AAo left and DAo right). 

Results for BA and orthogonal regression analyses are given in Figure 4.3 and Table 4.2. Looking at 

the mean difference as well as difference relative to the mean, it can be seen that all 4D flow scans 

underestimated flow compared with a 2D flow scan. K-t PCA 8 scans showed a larger underestimation 

than PROUD CS 8 and PROUD CS 13. Additionally, LoA in the BA plots were smaller for PROUD CS 8 

and PROUD CS 13 than for k-t PCA 8. Looking at the orthogonal regression, it can be seen that 4D flow 

scans underestimated peak systolic flow compared with a 2D flow scan. The slope of the regression 

equation was smaller for k-t PCA 8 compared with PROUD CS 8 and PROUD CS 13, showing that k-t PCA 

8 scans had a larger underestimation. Nevertheless, the Pearson correlation coefficients for k-t PCA 8, 

PROUD CS 8 and PROUD CS 13 indicated a strong correlation.  
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depicted in the ascending aorta (AAo, red) and descending aorta (DAo, blue). (b), The corresponding velocity scalar maps. (c), 

The corresponding flow curves for the four flow scans (AAo left and DAo right). 

Results for BA and orthogonal regression analyses are given in Figure 4.3 and Table 4.2. Looking at 

the mean difference as well as difference relative to the mean, it can be seen that all 4D flow scans 

underestimated flow compared with a 2D flow scan. K-t PCA 8 scans showed a larger underestimation 

than PROUD CS 8 and PROUD CS 13. Additionally, LoA in the BA plots were smaller for PROUD CS 8 

and PROUD CS 13 than for k-t PCA 8. Looking at the orthogonal regression, it can be seen that 4D flow 

scans underestimated peak systolic flow compared with a 2D flow scan. The slope of the regression 

equation was smaller for k-t PCA 8 compared with PROUD CS 8 and PROUD CS 13, showing that k-t PCA 

8 scans had a larger underestimation. Nevertheless, the Pearson correlation coefficients for k-t PCA 8, 

PROUD CS 8 and PROUD CS 13 indicated a strong correlation.  
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Figure 4.3 Bland-Altman plot (top) and orthogonal regression (bottom) of flow for the accelerated 4D flow MRI scans compared 

with the 2D flow MRI scan combined for all time frames and subjects. The color bar indicates the number of touching circles. 

 
Table 4.2 2D flow scan compared to corresponding slice of accelerated 4D flow scans. 

Accelerated 4D flow MRI vs. 2D flow MRI 
 
 

Bland-Altman  Orthogonal regression  Correlation 
4D flow scan: Mean difference 

(±SEM) [ml/s] (%) 
Median of the 

difference relative to 
the mean [%] 

LoA 
[ml/s] 

 Slope 
 

Intercept 
[ml/s] 

 r 
 

k-t PCA 8 -7.6±1.3 (9.7) -10.3 83.3  0.83 6.06  0.95 
PROUD CS 8 -3.3±0.9 (4.2) -5.0 59.4  0.92 3.45  0.97 

PROUD CS 13 
 

-4.2±1.0 (5.3) -4.1 60.8  0.93 1.45  0.97 

 

Furthermore, the mean difference of the stroke volume and the peak flow per 4D flow MRI scan were 

compared with the 2D flow scan (Figure 4.4). Higher deviations to 2D flow were found for k-t PCA than 

for PROUD CS. Stroke volume differences between the 4D flow and 2D flow scans were 13.5 ± 2.4 mL 

for k-t PCA 8, 1.9 ± 2.4 mL for PROUD CS 8 and 0.9 ± 2.3 mL for PROUD CS 13. Peak flow differences to 

the 2D flow were 63.7 ± 6.4 mL for k-t PCA 8, 19.1 ± 6.9 mL for PROUD CS 8 and 11.2 ± 7.2 mL for PROUD 

CS 13. All stroke volume differences as well as all peak flow differences were significantly different to 

each other. Mean difference of the peak flow and the stroke volume between 2D flow MRI and PROUD 

CS reconstructed with 12, 24, 27, 30, 35, 40 and 60 cardiac frames are shown in Supplementary Figure 

4.7. Stroke volume and peak flow differences to 2D flow decrease with an increasing number of cardiac 

frames. PROUD CS 13 with 40 cardiac frames proves to be the best option as the stroke volume 

difference increases again from 40 to 60 cardiac frames. An example magnitude and PC image 

sequence for the three different 4D flow datasets, k-t PCA 8, PROUD CS 8 and PROUD CS 13, are shown 

in Supplementary Video 4.1. 
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Figure 4.4 Bar charts of the mean difference (±SEM) between accelerated 4D flow MRI and 2D flow MRI for the peak flow (a), 

and the stroke volume (b),. The same charts in percentages are shown at the bottom 

4.4.2 3D analysis 

Representative 4D flow visualizations in the form of path lines as well as WSS maps are shown in Figure 

4.5. The path line comparison shows similar flow patterns for all 4D flow scans as well as similar 

velocity and WSS magnitude values. 

Results from voxel-by-voxel BA, orthogonal regression and angle distribution analysis for velocity and 

WSS are shown in Figure 4.6 for an example dataset. Orthogonal regression showed an 

underestimation of velocity and WSS for k-t PCA 8 compared with PROUD CS 8, especially for higher 

values. The results of velocity and WSS comparisons of all subjects combined are listed in Table 4.3. 

Table 4.3 shows that mean differences in velocity and WSS values, as well as LoA, Pearson's r and 

median angle, were similar for k-t PCA versus PROUD 8, and k-t PCA versus PROUD 13. Furthermore, 

agreement was strongest for PROUD 8 versus PROUD 13. This result indicated that, when using PROUD 

CS 4D flow, peak systolic cardiac frames can be resolved correctly when reconstructing data into 40 

instead of 24 cardiac frames. 
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Figure 4.3 Bland-Altman plot (top) and orthogonal regression (bottom) of flow for the accelerated 4D flow MRI scans compared 

with the 2D flow MRI scan combined for all time frames and subjects. The color bar indicates the number of touching circles. 

 
Table 4.2 2D flow scan compared to corresponding slice of accelerated 4D flow scans. 

Accelerated 4D flow MRI vs. 2D flow MRI 
 
 

Bland-Altman  Orthogonal regression  Correlation 
4D flow scan: Mean difference 

(±SEM) [ml/s] (%) 
Median of the 

difference relative to 
the mean [%] 

LoA 
[ml/s] 

 Slope 
 

Intercept 
[ml/s] 

 r 
 

k-t PCA 8 -7.6±1.3 (9.7) -10.3 83.3  0.83 6.06  0.95 
PROUD CS 8 -3.3±0.9 (4.2) -5.0 59.4  0.92 3.45  0.97 

PROUD CS 13 
 

-4.2±1.0 (5.3) -4.1 60.8  0.93 1.45  0.97 

 

Furthermore, the mean difference of the stroke volume and the peak flow per 4D flow MRI scan were 

compared with the 2D flow scan (Figure 4.4). Higher deviations to 2D flow were found for k-t PCA than 

for PROUD CS. Stroke volume differences between the 4D flow and 2D flow scans were 13.5 ± 2.4 mL 

for k-t PCA 8, 1.9 ± 2.4 mL for PROUD CS 8 and 0.9 ± 2.3 mL for PROUD CS 13. Peak flow differences to 

the 2D flow were 63.7 ± 6.4 mL for k-t PCA 8, 19.1 ± 6.9 mL for PROUD CS 8 and 11.2 ± 7.2 mL for PROUD 

CS 13. All stroke volume differences as well as all peak flow differences were significantly different to 

each other. Mean difference of the peak flow and the stroke volume between 2D flow MRI and PROUD 
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Figure 4.4 Bar charts of the mean difference (±SEM) between accelerated 4D flow MRI and 2D flow MRI for the peak flow (a), 

and the stroke volume (b),. The same charts in percentages are shown at the bottom 

4.4.2 3D analysis 
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Figure 4.5 Example visualization of peak systolic flow path lines (top) and wall-shear stress (WSS) (bottom) for the different 4D 

flow scans of one subject. 

Table 4.3 3D analysis  Results of Bland-Altman, orthogonal regression and angle distribution analyses for velocity and WSS 

vectors between the different 4D flow scans. 
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Figure 4.6 Comparison of peak systolic velocity and wall-shear stress (WSS) for one subject between k-t PCA 8 and PROUD CS 8 

scans showing Bland–Altman (top), orthogonal regression (middle) and angle distribution analyses (bottom). The color bar 

indicates the number of touching circles. 
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4.5 Discussion 

In this study, we investigated the performance of pseudo-spiral PROUD CS 4D flow MRI in healthy 

aorta (R = 8). CS reconstruction provided the option of retrospectively increasing the temporal 

resolution from 24 up to 40 cardiac frames (R = 13) without a penalty in flow, velocity and WSS 

quantification. Results were compared with 2D flow scans and k-t PCA accelerated 4D flow MRI (R = 8). 

k-t PCA and PROUD CS reconstructions resulted in comparable velocity and flow measurements. 

Compared with time-resolved 2D flow scan as a reference, a systematic underestimation of flow for all 

4D flow scans was found, but PROUD CS scans showed lower differences and variability than k-t PCA. 

The same observation of a systematic underestimation was found when comparing stroke volume and 

peak flow between 4D flow and 2D flow scans as reference. Here, peak flow and stroke volume 

differences to the 2D flow scan showed significantly lower biases for both PROUD CS scans  compared 

with k-t PCA 8, with the smallest difference observed for PROUD CS 13. This demonstrates that a high 

temporal resolution is favorable for better peak flow measurements (i.e., 40 cardiac frames). This trend 

is especially highlighted in Supplementary Figure 4.7, which showed that reconstructions of the same 

scan with high temporal resolution, or a high number of cardiac frames, respectively, led to small peak 

flow and stroke volume differences. Reconstructions with fewer cardiac frames resulted in larger 

biases. 

The larger stroke volume difference for PROUD CS with 60 cardiac frames might be a result of the 

comparison with a 2D reference scan that contains fewer cardiac frames. Furthermore, a higher 

temporal resolution requires a higher acceleration factor, which will come at the cost of decreased 

accuracy in the derived flow parameters. It depends on the type of application how this tradeoff 

between scan time and accuracy should be weighted. 

Voxel-wise comparison of peak systolic 3D velocity and WSS showed good correspondence between k-

t PCA and both PROUD CS 4D flow MRI reconstructions and indicated that temporal resolution can be 

retrospectively increased without a penalty in hemodynamic quantification. However, higher 

acceleration results in a larger magnitude image penalty, which is visibly more pronounced in the 

magnitude images for PROUD CS 13 (i.e., Supplementary Video 4.1), but we considered this acceptable 

because the velocity images contain the important information. Small artifacts were seen in the 

velocity images as well, which may become problematic for slow flow or regurgitant flow. However, 

for fast forward flow, which most aortic 4D flow MRI studies focus on, this penalty is smaller and 

tolerable. Both PROUD CS and k-t PCA 4D flow-MRI are able to measure velocity and flow-derived 

values such as WSS in the aorta. Even although our study showed that in 4D flow of the aorta PROUD 

CS offers some distinct advantages over k-t PCA—specifically, missing k-space lines could be 

compensated for in the reconstruction for CS but not for k-t PCA, the temporal resolution could be 

changed for PROUD CS but not for k-t PCA, and higher temporal resolution led to smaller flow 

measurement errors in PROUD CS—it is very difficult to generalize these findings to other vascular 

regions and pathological cases. PROUD CS acceleration benefits from slow temporal variations and 

spatial sparsity, whereas k-t PCA exploits a limited number of temporal base functions for acceleration, 

which can also be considered a type of signal sparsity. For different vascular territories, flow patterns 
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or pathological flow, one or the other type of sparsity might prove more effective to accelerate the 

acquisition. 

The ability to retrospectively change the temporal resolution of the pseudo-spiral PROUD 4D flow 

scans allows for more flexibility compared with k-t PCA scans, in which the acceleration factor and the 

temporal resolution must be defined prior to the scan start. Additionally, for k-t PCA, the number of 

cardiac frames must be a multiple of the acceleration factor [6]. Also, the non-uniform sampling of the 

PROUD CS scans has no concern with incomplete scans, or aborts in general. That advantage can be 

seen in the case of a subject in which the PROUD CS scan ended at around only 50% scan percentage, 

but where data reconstruction was still possible (Supplementary Figure 4.8). Moreover, in 

comparison with the AAo peak flow of the 2D flow scan, the incomplete PROUD CS scans showed lower 

differences than the complete k-t PCA scan with R = 8. Therefore, PROUD CS has the important 

advantage of being able to reconstruct incomplete data that still result in usable 4D flow MRI data. 

Reconstruction times were in the range of 10 to 15 minutes for PROUD CS and in the range of 14 to 18 

minutes for k-t PCA. 

Compared with other studies employing k-t or CS acceleration for 4D flow MRI, we found similar 

results. Recently, Peper et al. [26], who also used pseudo-spiral Cartesian imaging with CS 

reconstruction, found that 4D flow MRI can be accelerated up to R=20 with an acceptable 

underestimation of less than 10%. Neuhaus et al. [27], who used CS accelerated 4D flow MRI with R=8, 

reported a peak flow difference of 4.6 ± 25.2 ml/s. Bollache et al. [28] found peak flow difference of -

4.2% to 3% (k-t acceleration with R=5), Knobloch et al. [29] found reduced peak velocities of 4.9±7 % (k-

t PCA with R=8), and Giese et al. [7] found peak flow underestimation of 5.1±7.5% (k-t PCA with R=8). 

It was not possible to compare PROUD CS to k-t PCA scans with a higher acceleration factor than 8. For 

instance, Knobloch et al. [29] have defined a k-t PCA factor of 8 as the upper limit and Pedersen et al. 
[6] defined R=8 as a good trade-off considering image quality and acceleration. 

Improvements for k-t PCA have been published such as k-t sPCA [29] or k-t PCA [30], where the most 

promising improvement was the spatial compartment dependent temporal basis function, which 

showed errors in stroke volume smaller than 5% for 16-fold acceleration. CS reconstructions with 

subspace constraint based on PCA or equivalently low rank constraint also exist [31], but were not used 

in this study. 

For compressed sensing on the other hand, studies showed acceleration higher than a factor of 8 are 

feasible [32,33]. Ma et al. [32] showed peak flow differences to conventional 4D flow (GRAPPA R=2) of 

-12.6% (AAo) and -3.2% (DAo) for CS accelerated 4D flow MRI by a factor of R=12.8. Compared to this 

study, we found a smaller peak flow difference for PROUD CS 13 compared to the reference of 7.1% for 

both ROIs combined. The smaller peak flow difference might be explained by the higher number of 

cardiac frames provided for PROUD CS 13 compared to the scan used in Ma et al. Interestingly, for 

intracranial applications Liu et al. [33] showed that a higher acceleration factor for CS reconstruction 

in combination with higher temporal resolution can be used to increase accuracy. In their study, peak 

velocity differences compared to the reference (GRAPPA R=2) could be reduced from -3.83 cm/s for 

R=4 with 72 ms temporal resolution to -1.72 cm/s for R=12 with 24 ms temporal resolution. This is 

similar to observations found in this study. 
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This study had some limitations. One possible explanation for the mentioned k-t PCA flow 

underestimation is the challenge of the k-t regularization strength selection. On the one hand, a too 

high value will smooth the flow/velocity over the cardiac cycle and, on the other hand, a too low value 

will show more image artifacts, such as temporal blurring or flattening of the flow curves. As no 

optimal regularization strength was available, efforts have been made to choose the best regularization 

strength. Therefore, like for the CS reconstruction regularization parameter , we optimized the k-t 

regularization strength for one subject reconstruction by comparison to the 2D flow scan, and used 

these settings for the entire study. Of course, an optimization per subject would possible lead to better 

results, but that approach is not feasible, especially for patient care, and therefore not used. 

For PROUD CS sampling, we neither explicitly measured the effects of eddy currents nor optimized 

our sampling scheme with respect to them. However, in this study we used a Cartesian T1-weighted 

spoiled gradient-echo acquisition, for which eddy currents do not lead to severe image artifacts [34]. 

Another limitation is that in the 2D analysis, the interpolation of 24 to 40 cardiac phases could have 

caused additional differences in quantification. Another possibility for discrepancies in quantification 

is the difference in spatial resolution between 2D flow and 4D flow MRI. Also, the 2D flow MRI scan 

was acquired in a breath hold, whereas the 4D flow MRI scans were acquired in free breathing with 

respiratory gating. Therefore, the 2D flow scan can be considered as motion artifact-free. By contrast, 

motion artifacts are reduced in the 4D flow scans due to the respiratory gating but cannot be eliminated. 

Moreover, increased intrathoracic pressure during breath hold is associated with flow and stroke 

volume decrease, which can be another reason for differences between 2D flow and 4D flow MRI[35,36]. 

Finally, the difference in peak systolic segmentation for the 4D flow scans in contrast to the time-

resolved segmentation of the 2D flow scans are another possible error source [37]. 

Additional studies can make use of PROUD CS acceleration as a valuable tool in clinical research to 

speed up 4D flow acquisitions. The scope of PROUD CS includes any type of 4D flow measurements in 

various patient anatomies. A useful next step would be to compare the proposed PROUD CS method 

with a self-gating approach such as XD-GRASP [38] or implement self-gating for PROUD CS as it was 

demonstrated in related Cartesian 5D flow acquisitions [14,39]. 

4.6 Conclusion 

In conclusion, both k-t PCA and pseudo-spiral PROUD CS demonstrated their ability to accelerate 4D 

flow measurements. We found that in this setting, PROUD CS was slightly superior compared with k-t 

PCA as, among others, peak flow values were less underestimated in comparison with the 2D flow scan 

as a reference. Moreover, PROUD CS acquisition has the additional benefit of changing the temporal 

resolution during reconstruction. We showed that this advantage offers greater reconstruction 

versatility and led to even higher accuracy in hemodynamic measurements when reconstructing the 

data at a higher temporal resolution. 
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4.7 Supplementary material 

Supplementary Video 4.1: Example magnitude and PC image sequence for the three different 4D flow 

data sets k‐t PCA 8, PROUD CS 8, and PROUD CS 13 showing a center slice in sagittal view over time. 

The video can be found under https //onlinelibrary.wiley.com/doi/full/10.1002/nbm.4255 
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versatility and led to even higher accuracy in hemodynamic measurements when reconstructing the 

data at a higher temporal resolution. 

Supplementary material 

85 

 

4.7 Supplementary material 

Supplementary Video 4.1: Example magnitude and PC image sequence for the three different 4D flow 
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Supplementary Figure 4.8 Example magnitude and PC images for the three different 4D flow data sets k-t PCA 8, PROUD CS 16, 

and PROUD CS 26 of the excluded subject for which the PROUD CS scan was incomplete around 50% scan time, resulting in 

PROUD CS acceleration factors of 16 and 26. The yellow line indicates the slice position of the 2D flow scan. Corresponding flow 

curves are depicted at the bottom. 
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5.1 Abstract 

Background: Familial hypercholesterolemia (FH) is characterized by elevated low-density lipoprotein 

(LDL) cholesterol levels and premature cardiovascular disease. Statins are currently the preferred 

pharmacological therapy to prevent progression of atherosclerosis and have shown to be effective in a 

recent study on ultrasound assessed intima-media thickness (IMT). In this study we investigate if we 

can use MRI to detect differences in pulse wave velocity (PWV), wall thickness (WT), and wall shear 

stress (WSS) between treated FH patients and unaffected controls. Differences could be indicative for 

future adverse vessel wall remodeling or atherosclerosis.  

Methods: MRI scans were performed in a group of 43 early in life treated FH patients (21 males; 

mean±standard deviation [SD] age  32.6±2.8 years) and 18 unaffected controls (12 males; mean±SD age  

33.1±3.3 years). Blood samples were drawn to derive the LDL-cholesterol and high-density lipoprotein 

(HDL) cholesterol levels. The MRI protocol consisted of two 2D flow scans, a 3D black-blood (BB) 

iMSDE scan and a 4D flow scan of the carotid arteries, which were used for PWV, WT and WSS 

estimation, respectively. For WT estimation from 3D BB data a machine learning based segmentation 

was implemented. For statistical analysis, 3D atlases and p-value maps were calculated from 3D WT 

and WSS maps by registering the data to shared geometries followed by averaging and a Wilcoxon rank 

sum at every voxel, with significance at p<0.05. Voxel-wise linear regression for WT and WSS atlases 

was done. Additionally, Wilcoxon rank sum tests of PWV, mean WT and mean WSS between FH 

patients and controls, men and women, and smoking and non-smokers and linear regression with LDL 

and HDL levels were calculated. 

Results: The atlas showed that WT in the carotid bulb was higher and WSS was lower. The p-values 

maps indicated no major differences between FH patients and controls. The voxel-wise correlation 

between WSS and WT atlas values was found to be stronger for FH (R=-0.51), male (R=-0.46) and 

smokers (R=-0.48) than for unaffected controls (R=-0.32), females (R=-0.30) and non-smokers (R=-0.42). 

For smokers a significantly lower PWV of 4.79 m/s (95% CI, 4.34 to 5.23) in comparison to non-smokers 

with 5.43 m/s (95% CI, 5.08 to 5.78) was found (p=0.043). A significantly higher mean WT (p=0.024) of 

1.13 mm (95% CI, 1.10 to 1.16) was observed in males in comparison to females with a mean WT of 1.06 

mm (95% CI, 1.02 to 1.10). A significantly lower mean WSS (p=0.011) of 1.37 Pa (95% CI, 1.38 to 1.56) 

was found in smokers in comparison to non-smokers with 1.59 mm (95% CI, 1.44 to 1.72). No significant 

differences were found for PWV, mean WT and mean WSS when comparing FH and unaffected 

controls. Univariate linear regression showed a negative correlation between smoking and PWV 

(p=0.039), and a positive correlation between mean WT and male gender (p=0.029). Additionally, a 

negative correlation between mean WSS and smoking (p=0.009), a negative correlation between mean 

WSS and age (p=0.029), a positive correlation between mean WSS and HDL (p=0.001), and a negative 

correlation between mean WSS and weight (p=0.014) was found.  

Conclusion: For individual analysis, no significant differences in PWV, mean WT, and mean WSS for 

FH patients in comparison to unaffected controls were found. These results indicated that the carotid 

hemodynamics are not different from unaffected controls, which is in agreement with effective statin 

treatment. 

Introduction 
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5.2 Introduction 

Familial hypercholesterolemia (FH) is a genetic disease characterized by elevated low-density 

lipoprotein (LDL) cholesterol levels from birth onward, which leads to premature atherosclerotic 

vessel wall changes [1,2]. Atherosclerosis is an inflammatory disease and highly correlated with 

cardiovascular events, such as stroke or ischemic heart attack [3]. It is characterized by local fatty 

deposits (cholesterol, macrophages, etc.), and thickening and stiffening of the vessel wall. However, 

clinical symptoms, such as angina pectoris or apnea, will only occur at a very late stage of the disease, 

when arteries are partially or fully occluded and the blood flow is limited. It is therefore of high interest 

to identify asymptomatic atherosclerotic patients at high risk for a clinical event at an early stage [4]. 

Atherosclerosis develops over decades [5] and an important indicator of disease progression is the 

carotid intima-media thickness (IMT) measured e.g. with B-mode ultrasound [4]. Other risk factors for 

vessel wall thickening and cardiovascular disease are age, gender, smoking, cholesterol levels, blood 

pressure (BP), physical inactivity and any family history of cardiovascular disease.  

For patients with FH statins are the preferred pharmacological therapy. In a recent 20-year follow-up 

study it could be shown that the statin treatment has been effective by measuring ultrasound assessed 

IMT in the carotid arteries [6]. In studying early markers of cardiovascular disease, MRI has been 

shown to be a versatile, operator independent technique, which is capable of assessing multiple 

parameters of interest in a single examination. Even more, MRI can measure parameters indicating 

atherosclerotic changes, which cannot yet be measured with ultrasound. For wall thickness (WT) 

assessment for example, a 3D blood suppressed (black blood) MRI image at sub-millimeter resolution 

can be obtained [7]. Additionally, within the same examination, MRI techniques encoding for blood 

velocity can be acquired, such as 2D flow MRI (a two-dimensional plane with flow measurement) and 

4D flow MRI (a three-dimensional volume with flow measurement). These techniques are time-

resolved and provide information over the cardiac cycle. From this data, additional biomarkers such 

as the shear stress of flowing blood on the vessel wall (WSS) and pulse wave velocity (PWV), a marker 

for vessel stiffness, can be derived. It is therefore an interesting challenge to investigate if MRI can 

measure changes in hemodynamic and vessel wall parameters in early in live treated FH patients, or 

in other risk groups such as smokers or males, even before the onset of atherosclerosis using MRI 

techniques instead of ultrasound.  

In this study we investigate changes in the carotid arteries and the carotid bulb in particular, as these 

regions are prone to increases in WT and atherosclerotic plaque formation [8]. Also, as the carotid 

arteries lead to the brain, this is a critical location in case of plaque rupture and thrombus formation, 

which will eventually occlude arteries downstream [3]. WT can be measured with 2D black blood MRI, 

e.g. in the common carotid artery (CCA), providing a similar measure as ultrasound based IMT [9]. 

Novel 3D MRI techniques of the entire carotid bifurcation can help in localizing subtle, regional growth 

of the vessel wall, as may be the case in early stage atherosclerosis. However, high-resolution 3D MRI 

requires advanced and automated segmentation tools, such as machine learning techniques, to cover 

the segmentation workload and enable fast, accurate and automated data-processing.  

In the carotid arteries, the carotid bulb is subject to regionally low velocities and low WSS. The size of 

the bulb is large with respect to the CCA and includes the flow divider leading to a skewed velocity 
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profile, both creating vortical flow in the bulb [10]. It has been shown previously that atherosclerotic 

changes develop in regions with low WSS [11,12]. Low WSS was shown to lead to remodeling of the 

endothelial cells of the vessel wall [13,14] and also the directional changes of WSS over time, as can be 

measured by the oscillatory shear index (OSI), have been related to endothelial remodeling [8]. In 

addition, low velocities lead to a longer dwell time of the blood, allowing for deposition of macrophages 

and lipids. WSS and OSI are therefore important biomarkers when investigating the onset of 

atherosclerosis. 

While vessel wall stiffness increases with age, it is also considered as an early marker of regional 

atherosclerosis [15]. High vessel wall stiffness values have been associated with increases 

cerebrovascular events [16]. Additionally, it has been shown, that stiffening of the carotid arteries may 

prevent damping of the pulse wave, which can lead to damage of arterioles in the brain and cognitive 

damage [17]. With MRI a measure of vessel wall stiffness can be assessed by measuring the PWV. PWV 

can be determined by measuring the time difference between two flow curves at two different locations 

of the artery using 2D phase-contrast MRI. With ultrasound PWV is usually measured globally, i.e. 

between carotid and femoral artery, indicating an overall change of vessel stiffness. When studying 

regional atherosclerotic changes as in the carotid arteries a regional value of PWV is preferred.  

In this study we investigate whether there are differences in PWV, WT, and WSS between patients with 

FH and unaffected controls, which could be indicative for future adverse vessel wall remodeling or 

atherosclerosis despite the lipid-lowering treatment.  

5.3 Methods  

5.3.1 Study population and study design 

MRI scans were performed in a group of 43 FH patients (21 male, mean (SD) age 32.6±2.8 years) and 18 

unaffected controls (12 male 33.1±3.3 years). All procedures were approved by the local institutional 

review board (METC) of the Academic Medical Centre in Amsterdam and were carried out according 

to the declaration of Helsinki. All participant gave written informed consent. For each participant 

mean arterial blood pressure (MAP) was measured prior to the examination using an arm cuff in a 

sitting position. Blood samples were drawn to derive the LDL and HDL protein levels. Additionally, 

weight, length and smoking status were noted. 

5.3.2 Acquisition protocol  

The MRI protocol consisted of two 2D flow scans, a 3D black-blood (BB) iMSDE scan and a 4D flow scan 

of the carotid arteries. The scans were used for PWV, WT and WSS estimation, respectively. All scans 

were performed with a Philips 3T Ingenia scanner using an 8-channel neck coil. Scan parameters were 

for the 2D flow scans  TR = 8.0 ms, TE = 3.9 ms, flip angle = 25°, VENC = 150 cm/s, 0.8 × 0.8 × 3 mm3 

resolution, 4 ms temporal resolution, for the 3D BB scan  TR = 10 ms, TE = 3.4 ms, flip angle=6° and 0.5 

× 0.5 × 0.5 mm3 spatial resolution, and for the 4D flow scan  TR = 7.8 ms, TE = 4.6 ms, flip angle=8°, 

VENC=150 cm/s, 0.8 × 0.8 × 0.8 mm3 spatial and 80 ms temporal resolution. Cardiac synchronization 

was performed using retrospective ECG triggering. Phase-offset corrections were performed during 

reconstruction. 
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Figure 5.1 illustrates the acquisition and reconstruction pipeline for each sequence. The two 2D flow 

MRI scans were acquired with a compressed sensing (CS) undersampling and reconstruction 

technique (Figure 5.1a). The CS reconstruction was performed using a total variation regularization 

over time, a regularization factor of r=0.001, and i=20 iterations. The mean undersampling factor was 

R=5. With this technique, as described in [18], a high temporal  

 The 3D BB scan was acquired using a CS technique as well for high spatial resolution anatomical 

imaging of the vessel wall (scan time 3 30 min). K-space was undersampled R=5 times with a Poisson 

disk pattern (Figure 5.1b) and reconstructed using a similar CS algorithm. An l1 regularization was 

used with r=0.01 and i=50 iterations. For all CS implementations the previously developed PROUD 

scanner software patch was used [19,20]. Reconstruction was carried out in MATLAB, using MRecon 

(Gyrotools, Zürich, Switzerland) and the BART reconstruction toolbox [21]. The 4D flow scan was 

accelerated using a k-t undersampling scheme of factor R=8 and a k-t PCA reconstruction (Figure 5.1c), 

as described in [22]. Reconstruction was performed using CRecon (Gyrotools, Zurich, Switzerland) and 

a regularization factor of r=0.1. The acceleration led to a 10 min scan time for 4D flow.  
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Figure 5.1 Image reconstruction and post-processing steps for PWV (a), WT (b), WSS (c) and atlas calculation (d). For PWV 

calculation, a CS based image reconstruction technique enabled high temporal resolution 2D flow MRI scans and flow curves. 

Similarly, high spatial resolution 3D BB images were acquired with a CS undersampling and reconstruction technique. Vessel 

wall segmentations were performed using a trained network. A k-t PCA reconstruction recovered 8 times undersampled 4D flow 

MRI data, from which PC-MRA and averaged magnitude images were calculated for manual segmentation. From individual WSS 

data, group atlases were calculated.  

5.3.3 Data post-processing 

Pulse wave velocity 

The two 2D flow scans were planned perpendicular to the CCA and ICA respectively. After CS 

reconstruction high temporal resolution flow curves could be derived by drawing an ROI in each vessel. 

Transit times Δt of the blood flow between the scans were then calculated as the time shift between 

flow curves in CCA and ICA. An average of foot-to-foot and correlation methods was used (Figure 5.1a) 

[4]. PWV was calculated by =  x t. Path-lengths Δx were determined from the curved path 

between the 2D flow slices, as drawn in the 3D BB scan (Osirix [23] using a curved multiplanar 

reformation).  
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Wall thickness 

After CS reconstruction the coronal 3D BB scans were axially re-sliced. A manual segmentation of the 

vessel wall was performed in 80 consecutive slices around the bifurcation in one vessel of 21 subjects 

(56%FH, 44%female) with VesselMass (Leiden, Netherlands) [9]. Consecutively a neural network, 

similar to Bai et al. [24], was trained for automatic segmentation of the vessel wall. The network was 

trained to provide two labels, vessel lumen and vessel wall, around the carotid bifurcation. The training 

was performed slice wise in 2D and convergence was achieved after 50000 iterations. 13 datasets were 

used for training, 3 for validation and 5 for performance testing prior to application to a larger dataset. 

For half of the subjects the segmentation was performed on the left carotid, for the other half on the 

right carotid. In order to increase the amount of input data, for each side the data was horizontally 

mirrored. A residual neural network (ResNet) was trained with an adaptive learning rate algorithm 

(Adam) for each carotid side. The accuracy of the model was calculated based on DICE values for the 

lumen and the vessel wall. The model was then applied to all subjects, for left and right carotid 

respectively, providing a pixel wise mask for lumen and vessel wall. For WT calculation a smooth 

surface mesh of the inner and outer vessel wall was calculated based on the segmented masks. The 

intersection of the outward normal of each point of the inner wall with the outer wall was calculated. 

This value in mm represented the WT and is visualized as a map on the geometry of the inner wall 

(Figure 5.1b). 

Wall shear stress 

After k-t PCA reconstruction, velocity maps, PC-MRAs (absolute value of the velocity vector, weighted 

by the magnitude image) and time average magnitude images were calculated from the 4D flow MRI 

data. This was necessary for accurate manual segmentation of the vessel lumen with Mimics 

(Materialise, Leuven, Belgium) 2 cm above and below the carotid bulb. Peak systolic WSS was then 

calculated in MATLAB as described in [25] by defining the shear force of the velocity on the segmented 

vessel wall for each artery.  

5.3.4 Statistical analysis 

The data vector for each parameter consists of multiple dimensions d  � , d
 �  �  and d  �  �  � , with sizes NVessels=2, 

NSubjects=61, N3Dvolume >3000, and NTimepoints=12.  

For WT and WSS 3D cohort-averaged maps (called atlases) were calculated according to a previously 

published method [26]. From all lumen segmentations a shared geometry of the left and right carotid 

artery was created (only the manual segmentations based on 4D flow data were used, however black 

blood lumen segmentations were in the same range of ±2 cm around the bifurcation). Then, individual 

segmentations were registered per category (e.g. females and males) onto the shared geometry [26]. 

WSS (and WT) values of each individual were interpolated on the surface of the shared geometry 

(Figure 5.1d). Finally, the registered and interpolated WSS (and WT) values were averaged per category 

to create a 3D atlas [27]. Differences between categories were calculated using a Wilcoxon rank sum 

test for each voxel. These 3D p-value maps indicated significant differences between two categories. 

P<0.05 was considered significant. 
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Figure 5.1 Image reconstruction and post-processing steps for PWV (a), WT (b), WSS (c) and atlas calculation (d). For PWV 

calculation, a CS based image reconstruction technique enabled high temporal resolution 2D flow MRI scans and flow curves. 

Similarly, high spatial resolution 3D BB images were acquired with a CS undersampling and reconstruction technique. Vessel 

wall segmentations were performed using a trained network. A k-t PCA reconstruction recovered 8 times undersampled 4D flow 

MRI data, from which PC-MRA and averaged magnitude images were calculated for manual segmentation. From individual WSS 

data, group atlases were calculated.  

5.3.3 Data post-processing 

Pulse wave velocity 

The two 2D flow scans were planned perpendicular to the CCA and ICA respectively. After CS 

reconstruction high temporal resolution flow curves could be derived by drawing an ROI in each vessel. 

Transit times Δt of the blood flow between the scans were then calculated as the time shift between 

flow curves in CCA and ICA. An average of foot-to-foot and correlation methods was used (Figure 5.1a) 

[4]. PWV was calculated by =  x t. Path-lengths Δx were determined from the curved path 

between the 2D flow slices, as drawn in the 3D BB scan (Osirix [23] using a curved multiplanar 

reformation).  
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test for each voxel. These 3D p-value maps indicated significant differences between two categories. 
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For additional comparison, individual WT and WSS values were spatially averaged per subject. 

Univariate linear regression models with PWV, mean WT and mean WSS as dependent variables were 

calculated for several patient characteristics (FH status, gender, smoking status, MAP, LDL, HDL, 

length and weight),  separately. Additionally, three multivariate linear regression models were 

calculated with PWV, mean WT and mean WSS as dependent variables, and all predictors together.  

Differences in PWV, mean WT and mean WSS for the categories FH status, gender and smoking status 

were additionally tested with a Wilcoxon rank sum test.  

5.4 Results 

There was no difference in age between FH patients and unaffected controls (p=0.912), as well as there 

was no age difference for males and females (p=0.994) and smokers and non-smokers (p=0.828). There 

was also no difference in smoking status between FH patients and unaffected controls (p=0.776), 

however, there were significantly more smoking males than smoking females (p=0.002). FH patients 

had a significant higher LDL level than unaffected controls (p=0.014), and there was no significant 

difference in HDL level (p=0.607). For the male group no difference in LDL level was found (p=0.749), 

but males had a significant lower HDL level than the female group (p<0.001). Similarly, smokers did 

not have a significant different LDL level than non-smokers (p=0.254), but smokers had a significant 

lower HDL level (p=0.005). Table 5.1 summarizes the characteristic per group.  

Table 5.1 Overview of group characteristics. Underlined values indicate significant differences. 

 

For 6 datasets PWV could not be calculated due to too short transit times, for 20 (right) and 28 (left) 

datasets the network failed to segment the vessel wall sufficiently and for 4 datasets image quality of 

4D flow MRI was poor. All these datasets were excluded from further analysis.  

WSS atlases for all data are shown in Figure 5.2. Overall, a similar spatial WSS distribution was 

observed for all groups, which included low WSS in the carotid bulb and high WSS in the CCA, ICA and 

external carotid artery (ECA). FH, male and smoking groups revealed slightly lower WSS values in CCA 

and ICA than the corresponding groups. 13% of the left and 4% of the right vessel surface showed a 

significant lower WSS for men compared to women. Only 1% of the left carotid surface showed a 

 FH Unaffected Diff. Male Female Diff. Smokers Non-
smokers 

Diff. 

Characteristic N=43 N=18 p-value N=34 N=27 p-value N=22 N=39 p-value 

FH no. (%) - - - 21 (62%) 22 (81%) 0.098 15 (68%) 28 (72%) 0.776 

Male no. (%) 21 (49%) 13 (72%) 0.098 - - - 18 (82%) 16 (41%) 0.002 

Smoking  
no. (%) 

15 (35%) 7 (39%) 0.776 18 (53%) 4 (15%) 0.002 - - - 

Mean age ±  
SD [yr] 

33.1±3.4 32.9±2.9 0.912 32.9±3.2 33.2±3.1 0.994 32.7±3.4 33.2±3.0 0.828 

Mean MAP  
± SD [mm Hg] 

88.3±9.0 89.5±9.1 0.693 91.5±8.3 85.0±8.5 0.003 92.7±9.8 86.3±7.6 0.010 

Mean LDL  
± SD [mg/dl] 

161.8±73.4 116.0±50.1 0.014 150.8±75.6 145.0±64.0 0.749 157.2±61.7 143.2±74.8 0.254 

Mean HDL  
± SD [mg/dl] 

26.4±6.7 27.6±8.6 0.607 23.7±6.7 30.5±6.1 <0.001 23.3±5.8 28.7±7.3 0.005 

Mean length 
± SD [m]  

1.73±0.08 1.79±0.07 0.009 1.80±0.05 1.69±0.07 <0.001 1.78±0.08 1.74±0.09 0.105 

Mean weight  
± SD [kg] 

77.0±14.2 82.7±13.5 0.209 83.8±11.7 72.3±14.5 0.001 82.5±14.0 76.6±14.0 0.081 
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significant higher WSS. Similarly, for smoking vs. non-smoking subjects, 24% of the right and 8% of 

the left carotid surface showed a significant lower WSS for smokers, and no significant higher WSS was 

observed. For FH vs. unaffected controls 10% of the right and 2% of the left surface showed a 

significant lower WSS for FH patients, whereas 2% had a significant higher WSS in the left carotid. 

 

Figure 5.2 WSS atlases for left and right carotid artery. (a) WSS atlases and p-value maps for FH patients and unaffected controls, 

(b) WSS atlases and p-value maps for males and females, (c) WSS atlases and p-values maps for smoking and non-smoking 

subjects. P-value maps indicate regions in which the WSS values of the cohorts are significantly different. Percentages in blue 

and red are the area of the surface in % which is either significantly lower (blue) or higher (red) than the reference. (Remark  p-

value maps do not indicate the absolute difference between the atlases.) 

Figure 5.3 shows the WT atlases. The spatial distribution of WT values showed high WT in the carotid 

bulb and a low WT in CCA, ICA and ECA in all groups. WT atlases and the p-value maps indicated a 

higher WT in the male group compared to the female group. For the left 2% and the right 1% of the 

vessel surface showed a significant higher WT for FH patients compared to unaffected controls. 2% of 

the surface showed a significant lower WT in the left and right carotid. Similarly, for the male group 

6% of the surface showed a significant higher WT of the left and 20% of the right carotid, and 2% a 

significant lower WT (left). For the smoking group 2% of the left surface showed a higher WT and 7% 

of the right surface. For the left and right carotid 1% of the smoking group had a lower WT. 
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For additional comparison, individual WT and WSS values were spatially averaged per subject. 
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significant higher WSS. Similarly, for smoking vs. non-smoking subjects, 24% of the right and 8% of 

the left carotid surface showed a significant lower WSS for smokers, and no significant higher WSS was 

observed. For FH vs. unaffected controls 10% of the right and 2% of the left surface showed a 

significant lower WSS for FH patients, whereas 2% had a significant higher WSS in the left carotid. 

 

Figure 5.2 WSS atlases for left and right carotid artery. (a) WSS atlases and p-value maps for FH patients and unaffected controls, 

(b) WSS atlases and p-value maps for males and females, (c) WSS atlases and p-values maps for smoking and non-smoking 

subjects. P-value maps indicate regions in which the WSS values of the cohorts are significantly different. Percentages in blue 

and red are the area of the surface in % which is either significantly lower (blue) or higher (red) than the reference. (Remark  p-

value maps do not indicate the absolute difference between the atlases.) 

Figure 5.3 shows the WT atlases. The spatial distribution of WT values showed high WT in the carotid 

bulb and a low WT in CCA, ICA and ECA in all groups. WT atlases and the p-value maps indicated a 

higher WT in the male group compared to the female group. For the left 2% and the right 1% of the 

vessel surface showed a significant higher WT for FH patients compared to unaffected controls. 2% of 

the surface showed a significant lower WT in the left and right carotid. Similarly, for the male group 

6% of the surface showed a significant higher WT of the left and 20% of the right carotid, and 2% a 

significant lower WT (left). For the smoking group 2% of the left surface showed a higher WT and 7% 

of the right surface. For the left and right carotid 1% of the smoking group had a lower WT. 
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Figure 5.3 WT atlases for left and right carotid artery. (a) WT atlases and p-value maps for FH patients and unaffected controls, 

(b) WT atlases and p-value maps for males and females, (c) WT atlases and p-values maps for smoking and non-smoking subjects. 

P-value maps indicate regions in which the WT values of the cohorts are significantly different. Percentages in blue and red are 

the area of the surface in % which is either significantly lower (blue) or higher (red) than the reference. (Remark  p-value maps 

do not indicate the absolute difference between the atlases.) 

To better understand differences between atlases, but also between the non-registered non-

interpolated individual data, Figure 5.4 shows normalized histograms of WSS (Figure 5.4a) and WT 

(Figure 5.4b) values. In the histogram of atlas values, differences between unaffected/FH, female/male 

and non-smoking/smoking were found for WSS (differences in medians  FH = -0.03 Pa, male = -0.18 

Pa, Δsmoking = -0.28 Pa) and WT (differences in medians  ΔFH = 0.04 mm, Δmale = 0.12 mm, Δsmoking 

= 0.10 mm). Similar differences were observed in the histograms of the individual non-registered non-

interpolated values for WSS (differences in medians  ΔFH = -0.08 Pa, Δmale = -0.12 Pa, Δsmoking = -

0.22 Pa) and WT (differences of medians  ΔFH = -0.02 mm, Δmale = 0.15 mm, Δsmoking = 0.10 mm).  

Overall, in groups in which WSS tended to be lower, WT values tended to be higher. 
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Figure 5.4 Normalized histograms showing the (a) WSS and (b) WT value distribution per group (FH/unaffected, male/female, 

smoking/non-smoking). In the left columns of (a) and (b) respectively, the atlas values are plotted per group. In the right columns 

the individual data (non-registered and non-interpolated) is plotted per group. For each histogram corresponding boxplots are 

shown below and median values per group are reported. 

The results of comparing spatial mean WSS and mean WT for all subjects for each group are 

summarized in Table 5.2. For smokers a significantly lower PWV of 4.79 m/s (95% CI, 4.34 to 5.23) in 

comparison to non-smokers with 5.43 m/s (95% CI, 5.08 to 5.78) was found (p=0.043). A higher mean 

WT of 1.13 mm (95% CI, 1.10 to 1.16) in smokers than in non-smokers with 1.09 mm (95%, 1.05 to 1.12) 

was found (p=0.169). Additionally, a significantly higher mean WT (p=0.024) of 1.13 mm (95% CI, 1.10 

to 1.16) was also observed in males in comparison to females with a mean WT of 1.06 mm (95% CI, 1.02 

to 1.10). A significantly lower mean WSS (p=0.011) of 1.37 Pa (95% CI, 1.38 to 1.56) was found in smokers 

in comparison to non-smokers with 1.59 mm (95% CI, 1.44 to 1.72). No significant differences were 

found for PWV, mean WT and mean WSS when comparing FH and unaffected controls. 
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Figure 5.3 WT atlases for left and right carotid artery. (a) WT atlases and p-value maps for FH patients and unaffected controls, 

(b) WT atlases and p-value maps for males and females, (c) WT atlases and p-values maps for smoking and non-smoking subjects. 

P-value maps indicate regions in which the WT values of the cohorts are significantly different. Percentages in blue and red are 

the area of the surface in % which is either significantly lower (blue) or higher (red) than the reference. (Remark  p-value maps 

do not indicate the absolute difference between the atlases.) 
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Figure 5.4 Normalized histograms showing the (a) WSS and (b) WT value distribution per group (FH/unaffected, male/female, 

smoking/non-smoking). In the left columns of (a) and (b) respectively, the atlas values are plotted per group. In the right columns 

the individual data (non-registered and non-interpolated) is plotted per group. For each histogram corresponding boxplots are 

shown below and median values per group are reported. 

The results of comparing spatial mean WSS and mean WT for all subjects for each group are 

summarized in Table 5.2. For smokers a significantly lower PWV of 4.79 m/s (95% CI, 4.34 to 5.23) in 

comparison to non-smokers with 5.43 m/s (95% CI, 5.08 to 5.78) was found (p=0.043). A higher mean 

WT of 1.13 mm (95% CI, 1.10 to 1.16) in smokers than in non-smokers with 1.09 mm (95%, 1.05 to 1.12) 

was found (p=0.169). Additionally, a significantly higher mean WT (p=0.024) of 1.13 mm (95% CI, 1.10 

to 1.16) was also observed in males in comparison to females with a mean WT of 1.06 mm (95% CI, 1.02 

to 1.10). A significantly lower mean WSS (p=0.011) of 1.37 Pa (95% CI, 1.38 to 1.56) was found in smokers 

in comparison to non-smokers with 1.59 mm (95% CI, 1.44 to 1.72). No significant differences were 

found for PWV, mean WT and mean WSS when comparing FH and unaffected controls. 
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Table 5.2 Mean values for all subjects (and left and right carotid) within each group for PWV, mean WT and mean WSS. P-values 

as calculated with the Wilcoxon rank sum test. Underlined values indicate significant differences. 

 PWV [m/s]  Mean WT [mm] Mean WSS [Pa] 

Groups 

Mean  
(95% CI) 

Mean 
difference  
(p-value) 

Mean 
 (95% CI) 

Mean 
difference 
(p-value) 

Mean  
(95% CI) 

Mean 
difference 
(p-value) 

FH  
5.09  

(4.79 to 5.39) 0.25 
(0.794) 

 

1.11  
(1.08 to 1.14) -0.02 

(0.518) 
 

1.45  
(1.38 to 1.56) 0.13 

(0.238) 
 

Unaffected  
 

5.34  
(4.71 to 5.96) 

 

1.09  
(1.05 to 1.13) 

 

1.58  
(1.44 to 1.72) 

 

Males 
5.19  

(4.82 to 5.56) -0.07 
(0.959) 

 

1.13 
(1.10 to 1.16) -0.07 

(0.024) 
 

1.47  
(1.37 to 1.56) 0.08 

(0.369) 
 

Females 
 

5.12  
(4.68 to 5.55) 

 

1.06  
(1.02 to 1.10) 

 

1.55  
(1.43 to 1.67) 

 

Smoking  
4.79  

(4.34 to 5.23) 0.64 
(0.043) 

 

1.13  
(1.10 to 1.16) -0.04 

(0.169) 
 

1.37 
(1.38 to 1.56) 0.22 

(0.011) 
 

Non-smoking  
 

5.43  
(5.08 to 5.78) 

 

1.09  
(1.05 to 1.12) 

 

1.59  
(1.44 to 1.72) 

 
 

In Figure 5.5a a linear regression for PWV, mean WT and mean WSS is shown for all subjects, with the 

correlation coefficient R not being significant for all three cases (p-values > 0.05).  In contrast Figure 

5.5b shows a linear regression for all voxels of the WSS atlas and WT atlas per group. The correlation 

was stronger for FH (R=-0.51), male (R=-0.46) and smokers (R=-0.48) than for unaffected controls (R=-

0.32), females (R=-0.30) and non-smokers (R=-0.42).  

Table 5.3 shows the results of the univariate linear regression with categorical variables FH/unaffected, 

male/female, smoking/non-smoking. Table 5.3 shows further the relation of PWV, mean WT and mean 

WSS with age, MAP, LDL level, HDL level, length and weight of the subject. A negative correlation 

between smoking and PWV was found. For mean WT the correlation coefficient was significant in one 

case  a positive correlation between mean WT and male gender. For mean WSS the correlation 

coefficient was significant for several cases  a negative correlation between mean WSS and smoking, a 

negative correlation between mean WSS and age, a positive correlation between mean WSS and HDL, 

and a negative correlation between mean WSS and weight was found.  
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Figure 5.5 (a) Linear regression of PWV, mean WT and mean WSS values for all subjects. (b) Linear regression of WSS atlas and 

WT atlas values. Plots represent each voxel on the vessel surface and are done for each group. 

Table 5.4 shows the results of the three multivariate linear regression for PWV, mean WT and mean 

WSS. It indicated, that smoking and high HDL level might be independent predictors for a lower PWV. 

No dependencies were found for mean WT, a tendency for male gender being an independent 

predictor for a higher WT can be seen. The multivariate linear regression also showed, that age is an 

independent predictor of a lower mean WSS. 

Table 5.3 Univariate linear regression results of PWV, mean WT and mean WSS with separate predictors FH, male and smoking 

status, as well as age MAP, LDL level, HDL level, body length and weight. Underlined values indicate significant differences. 
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Weight [kg] 0.005 0.002 0.668 0.002 0.032 0.151 -0.007 0.057 0.014 
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Table 5.2 Mean values for all subjects (and left and right carotid) within each group for PWV, mean WT and mean WSS. P-values 

as calculated with the Wilcoxon rank sum test. Underlined values indicate significant differences. 

 PWV [m/s]  Mean WT [mm] Mean WSS [Pa] 

Groups 

Mean  
(95% CI) 

Mean 
difference  
(p-value) 

Mean 
 (95% CI) 

Mean 
difference 
(p-value) 

Mean  
(95% CI) 

Mean 
difference 
(p-value) 

FH  
5.09  

(4.79 to 5.39) 0.25 
(0.794) 

 

1.11  
(1.08 to 1.14) -0.02 

(0.518) 
 

1.45  
(1.38 to 1.56) 0.13 

(0.238) 
 

Unaffected  
 

5.34  
(4.71 to 5.96) 

 

1.09  
(1.05 to 1.13) 

 

1.58  
(1.44 to 1.72) 

 

Males 
5.19  

(4.82 to 5.56) -0.07 
(0.959) 

 

1.13 
(1.10 to 1.16) -0.07 

(0.024) 
 

1.47  
(1.37 to 1.56) 0.08 

(0.369) 
 

Females 
 

5.12  
(4.68 to 5.55) 

 

1.06  
(1.02 to 1.10) 

 

1.55  
(1.43 to 1.67) 

 

Smoking  
4.79  

(4.34 to 5.23) 0.64 
(0.043) 

 

1.13  
(1.10 to 1.16) -0.04 

(0.169) 
 

1.37 
(1.38 to 1.56) 0.22 

(0.011) 
 

Non-smoking  
 

5.43  
(5.08 to 5.78) 

 

1.09  
(1.05 to 1.12) 

 

1.59  
(1.44 to 1.72) 

 
 

In Figure 5.5a a linear regression for PWV, mean WT and mean WSS is shown for all subjects, with the 

correlation coefficient R not being significant for all three cases (p-values > 0.05).  In contrast Figure 

5.5b shows a linear regression for all voxels of the WSS atlas and WT atlas per group. The correlation 

was stronger for FH (R=-0.51), male (R=-0.46) and smokers (R=-0.48) than for unaffected controls (R=-

0.32), females (R=-0.30) and non-smokers (R=-0.42).  

Table 5.3 shows the results of the univariate linear regression with categorical variables FH/unaffected, 

male/female, smoking/non-smoking. Table 5.3 shows further the relation of PWV, mean WT and mean 

WSS with age, MAP, LDL level, HDL level, length and weight of the subject. A negative correlation 

between smoking and PWV was found. For mean WT the correlation coefficient was significant in one 

case  a positive correlation between mean WT and male gender. For mean WSS the correlation 

coefficient was significant for several cases  a negative correlation between mean WSS and smoking, a 

negative correlation between mean WSS and age, a positive correlation between mean WSS and HDL, 

and a negative correlation between mean WSS and weight was found.  
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Figure 5.5 (a) Linear regression of PWV, mean WT and mean WSS values for all subjects. (b) Linear regression of WSS atlas and 

WT atlas values. Plots represent each voxel on the vessel surface and are done for each group. 
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Table 5.4 Multivariate linear regression results for PWV, mean WT and mean WSS with predictors FH, male and smoking status, 

as well as age MAP, LDL level, HDL level, body length and weight. The last column reports R2 and p-values of the entire model. 

Underlined values indicate significant differences. 

 PWV [m/s] Mean WT [mm] Mean WSS [Pa] 
Risk factor Slope p Slope p Slope p 
FH -0.446 0.202 0.068 0.147 -0.112 0.239 
Male -0.178 0.706 0.092 0.078 0.122 0.291 
Smoking -1.095 0.002 0.024 0.543 -0.174 0.051 
Age [years] -0.044 0.379 0.001 0.839 -0.035 0.008 
MAP [mmHg] 0.005 0.799 0.000 0.929 0.003 0.578 
LDL [mg/dl] 0.005 0.064 0.000 0.551 0.000 0.982 
HDL [mg/dl] -0.071 0.011 0.002 0.651 0.013 0.060 
Length [m] 1.516 0.576 -0.089 0.769 -0.432 0.536 
Weight [kg] -0.011 0.425 0.001 0.442 -0.005 0.125 

Overall model: R2 = 0.170, p = 0.037 R2 = 0.124, p = 0.546 R2 = 0.223, p = 0.003 
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5.5 Discussion 

In this study we investigated differences in PWV, 3D WT and 3D WSS between patients with FH on life-

long statin treatment and unaffected controls. For individual analysis, no significant differences in 

PWV, mean WT, and mean WSS for FH patients in comparison to unaffected controls were found. This 

is in line with previous findings of the same cohort, supporting the effectiveness of the lipid-lowering 

treatment [6]. An inverse spatial relation between WSS and WT was found at a voxel level, which might 

indicate a protective character of high WSS [13]. Furthermore, a significantly lower PWV in smokers 

than in non-smokers was observed, which was not expected. Significantly lower mean WT values in 

women than in men and lower mean WT values in non-smokers than in smokers however, were as 

reported in other studies. Mean WSS values were significantly higher in non-smokers than in smokers. 

Mean WT values of 1.11 mm (95% CI, 1.08 to 1.14) for FH patients and 1.09 mm (95% CI, 1.05 to 1.13) 

for unaffected siblings were much larger than mean IMT values of 0.555 mm (95% CI, 0.542 to 0.567) 

for FH patients and 0.551 mm (95% CI, 0.531 to 0.570) in unaffected siblings as measured in a preceding 

study measured with ultrasound [6]. Previous studies on the comparison between mean WT measured 

with 2D black blood MRI and mean IMT measured with ultrasound showed however no differences 

between the techniques [28]. That study used a high spatial resolution MRI technique with 0.25 mm2 

in-plane resolution, which is why overestimation of the WT in our study could be an effect of partial 

volume effects and thus highlights the need for higher spatial resolution. Additionally, in our study we 

reported mean WT values as calculated over the entire vessel surface, which might not compare to WT 

values of CCA, ICA and bulb which are reported separately. On a relative scale, gender differences in 

mean WT as reported in our study are similar to gender differences in CCA IMT of around 0.04 mm in 

a similar aged group [29]. Also, relative difference in mean WT for smoking status were similar in a 

similar aged group (IMT smokers 0.52±0.034 mm and IMT non-smokers 0.46±0.036 mm [30]). 

We did not find correlations between PWV and MAP although it was shown that PWV is blood pressure 

dependent [31]. This might be explained by physiological changes in the time between MAP 

measurement and MRI acquisition and from the difference between upright and supine position. 

We did not expect to find a significantly lower PWV in smokers in comparison to non-smokers, as 

smoking is normally associated with vessel stiffening (as e.g. measured by Lerant et. al. 7.46±1.1 m/s 

for smokers and 6.67±0.84 m/s for non-smokers [30]). Smoking, regular or prior to the scan, increases 

the blood pressure and can therefore effect PWV estimation. It remains difficult to discriminate 

between adaptive effects of regular smoking, abstinence [32] or smoking before the scan, as we did not 

control for these factors. 

Atherosclerotic changes of the vessel wall are highly correlated with age. Typically, changes become 

visible in the 30-40s and in men earlier than in women. Lipid-deposition in the vessel wall starts at an 

age of 20 years old, for FH patients even at an earlier age. Nevertheless, in this study no correlation 

with age was found for PWV, and mean WT (there was however a correlation for mean WSS). However, 

the age range of the study cohort was rather small (average age 32.9±3.1 years). Gender and smoking 

status are amongst the strongest predictors for an enlarged WT as was also found in our study.  
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PWV, mean WT, and mean WSS for FH patients in comparison to unaffected controls were found. This 

is in line with previous findings of the same cohort, supporting the effectiveness of the lipid-lowering 

treatment [6]. An inverse spatial relation between WSS and WT was found at a voxel level, which might 
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Mean WT values of 1.11 mm (95% CI, 1.08 to 1.14) for FH patients and 1.09 mm (95% CI, 1.05 to 1.13) 

for unaffected siblings were much larger than mean IMT values of 0.555 mm (95% CI, 0.542 to 0.567) 

for FH patients and 0.551 mm (95% CI, 0.531 to 0.570) in unaffected siblings as measured in a preceding 

study measured with ultrasound [6]. Previous studies on the comparison between mean WT measured 

with 2D black blood MRI and mean IMT measured with ultrasound showed however no differences 

between the techniques [28]. That study used a high spatial resolution MRI technique with 0.25 mm2 

in-plane resolution, which is why overestimation of the WT in our study could be an effect of partial 

volume effects and thus highlights the need for higher spatial resolution. Additionally, in our study we 

reported mean WT values as calculated over the entire vessel surface, which might not compare to WT 

values of CCA, ICA and bulb which are reported separately. On a relative scale, gender differences in 

mean WT as reported in our study are similar to gender differences in CCA IMT of around 0.04 mm in 

a similar aged group [29]. Also, relative difference in mean WT for smoking status were similar in a 
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smoking is normally associated with vessel stiffening (as e.g. measured by Lerant et. al. 7.46±1.1 m/s 

for smokers and 6.67±0.84 m/s for non-smokers [30]). Smoking, regular or prior to the scan, increases 

the blood pressure and can therefore effect PWV estimation. It remains difficult to discriminate 
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visible in the 30-40s and in men earlier than in women. Lipid-deposition in the vessel wall starts at an 
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Correlations between mean WSS and mean WT are not very strong. Although mean WT values (and 

also mean values of left and right artery) usually lead to a good prediction of cardiovascular events, it 

could still be true that the minimum or maximum WSS or WT measurements leads to better predictions 

[33]. 

5.5.1 Limitations of this study 

One limitation of the selected group is a significant differences in smoking statues between the male 

and female group. At the current state this makes an interpretation between male and female, as well 

as smoking non-smoking groups difficult.  

Accurate estimation of absolute WSS on the vessel wall is challenging as the location of the vessel wall 

can be inaccurate. Yet, regions of low and high WSS in the carotid artery indicate which parts are prone 

to atherosclerotic changes.  

Similarly, automated WT estimation is difficult and prone to errors due to partial volume effects. Also, 

the step from a voxel wise mask to a smooth vessel surface can lead to errors, which however will be 

the same for all subjects of this study. Additionally, overestimation of the WT by the trained network 

cannot be excluded. The neural network can be further optimized and retrained to reduce the number 

of excluded segmentations.  

5.6 Conclusion 

There were no differences found in PWV, WT and WSS in early in life treated FH patients in 

comparison to unaffected controls. Although the investigated cohort of FH patients is prone to early 

atherosclerotic changes, the results from this study show that the carotid hemodynamics are not 

different from unaffected controls, which is in agreement with effective treatment. 
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could still be true that the minimum or maximum WSS or WT measurements leads to better predictions 

[33]. 

5.5.1 Limitations of this study 

One limitation of the selected group is a significant differences in smoking statues between the male 

and female group. At the current state this makes an interpretation between male and female, as well 

as smoking non-smoking groups difficult.  

Accurate estimation of absolute WSS on the vessel wall is challenging as the location of the vessel wall 

can be inaccurate. Yet, regions of low and high WSS in the carotid artery indicate which parts are prone 

to atherosclerotic changes.  

Similarly, automated WT estimation is difficult and prone to errors due to partial volume effects. Also, 

the step from a voxel wise mask to a smooth vessel surface can lead to errors, which however will be 

the same for all subjects of this study. Additionally, overestimation of the WT by the trained network 

cannot be excluded. The neural network can be further optimized and retrained to reduce the number 

of excluded segmentations.  

5.6 Conclusion 

There were no differences found in PWV, WT and WSS in early in life treated FH patients in 

comparison to unaffected controls. Although the investigated cohort of FH patients is prone to early 

atherosclerotic changes, the results from this study show that the carotid hemodynamics are not 

different from unaffected controls, which is in agreement with effective treatment. 
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6.1 Abstract 

Background: Cardiac magnetic resonance imaging (MRI) in large animals is cumbersome for various 

reasons, including ethical considerations, costs of housing and maintenance, and need for anaesthesia. 

Our primary purpose was to show the feasibility of an isolated beating pig heart model for four-

dimensional (4D) flow MRI for investigating intracardiac blood flow patterns and flow parameters 

using slaughterhouse side products. In addition, the feasibility of evaluating transcatheter aortic valve 

replacement (TAVR) in the model was investigated.  

Methods: Seven slaughterhouse pig hearts were installed in the MRI-compatible isolated beating pig 

heart platform. First Langendorff perfusion mode was established; then, the system switched to 

working mode, in which blood was actively pumped by the left ventricle. A pacemaker ensured a stable 

HR during 3-T MRI scanning. All hearts were submitted to human physiological conditions of cardiac 

output and stayed vital for several hours. Aortic flow was measured from which stroke volume, cardiac 

output, and regurgitation fraction  were calculated 

Results: 4D flow MRI acquisitions were successfully conducted in all hearts. Stroke volume was 31 ± 6 

mL (mean ± standard deviation), cardiac output 3.3 ± 0.9 L/min, and regurgitation fraction 16% ± 9%. 

With 4D flow, intracardiac and coronary flow patterns could be visualized in all hearts. In addition, we 

could study valve function and regurgitation in two hearts after TAVR.  

Conclusions: The feasibility of 4D flow MRI in an isolated beating pig heart loaded to physiological 

conditions was demonstrated. The platform is promising for preclinical assessment of cardiac blood 

flow and function. 
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6.2 Introduction 

Large animal models, in particular sheep and pigs, have provided indispensable and valuable insights 

in cardiac anatomy and physiology during health and disease, as they are easy to manipulate and to 

reproduce [1]. Additionally, working animal models have demonstrated to be realistic training models 

for cardiologic intervention [2]. However, laboratory animal husbandry of sheep or pigs is expensive 

and medical experiments with large animals are subject to increased ethical objections in many 

countries. The use of isolated pig hearts harvested from pigs slaughtered for human consumption 

might be an acceptable alternative, as it leads to a reduction in the use of live animals. Additionally, 

isolated hearts have the advantage of controlled physiological conditions (e.g., controlled blood 

pressure) and experimental settings (e.g., surgical intervention or drug administration) [3].  

A promising non-invasive imaging modality to measure three-dimensional (3D) blood flow is time-

resolved three-dimensional phase contrast magnetic resonance imaging (MRI), i.e. four-dimensional 

(4D) flow MRI [4,5]. This technique facilitates accurate 3D visualization and quantification of blood 

flow, in conjunction with the quantification of cardiac parameters such as cardiac output (CO), stroke 

volume (SV), and regurgitation fraction [6]. Studies showed that 4D flow MRI is valuable for 

intracardiac blood flow visualization [7] and vortex detection [8], flow assessment through all four 

heart valves [9,10], as well as for detecting flow alterations after TAVR and other surgical procedures 

in the aorta [11–14]. Traditionally, transthoracic or transesophageal echocardiography are used to 

follow-up after surgical interventions like transcatheter aortic valve replacement (TAVR) [15]. 

However, it remains challenging to measure the extent and type of regurgitation or deviations in flow 

patterns with echocardiography [15,16].  

Using 4D flow MRI in animal models, in vivo experiments of juvenile pigs have demonstrated that 

intraventricular flow patterns change under drug-induced stress [17]. This technique has also revealed 

disturbed left ventricle (LV) flow patterns after mitral annuloplasty in sheep, correlated with the size 

of the annuloplasty ring [18].  

In this study, we introduce an MRI-compatible platform for 4D flow measurements in isolated beating 

pig hearts, with real blood actively pumped by the LV at physiological pressures. This provides in vivo 

blood flow behavior, resulting in physiological coronary flow and myocardial perfusion with good-to-

excellent MRI contrast [3,19]. In a previous study, Schuster et al. [3] presented an MRI-compatible 

isolated beating pig heart model to investigate cardiac perfusion. Its design was based on the 

Langendorff model [20], which allows for coronary perfusion and LV contraction, but not for LV filling 

and output. The working heart model presented in this study is similar to that described by Vaillant et 

al. [21]. It actively pumps blood in both ventricles, which, in contrast to Langendorff perfusion, causes 

natural coronary filling, mimicking physiological heart function and providing real control on the 

relevant physiological parameters.  

We investigate feasibility and reproducibility of 4D flow MRI in an ex vivo beating pig heart platform 

by measuring flow parameters and performing flow visualization in five repeated pig heart 

experiments with native valves. In two additional experiments we test the feasibility of the working 

platform for evaluating transcatheter aortic valve replacement (TAVR) procedures. We hypothesized 

that this platform may help investigating the influence of different surgical procedures on intracardiac 
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platform for evaluating transcatheter aortic valve replacement (TAVR) procedures. We hypothesized 

that this platform may help investigating the influence of different surgical procedures on intracardiac 
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flow and the performance of MRI sequences in different pathophysiological settings, without needing 

a live animal experiment. 

6.3 Methods 

6.3.1 Preparation 

In this study seven hearts were retrieved from pigs slaughtered for human consumption (Dutch 

Landrace hybrids, approximately 110 kg live weight). The protocols at the slaughterhouse and during 

the experiment were in agreement with European  Community regulations 1069/2009 and 142/2011 

regarding the use of slaughterhouse byproducts for research, and were approved by the associated 

legal authorities of animal welfare. 4D flow MRI was applied in five pig hearts with native valves. In 

two additional experiments described in the supplemental material, the native values of two other 

hearts were replaced in the preparation phase of the experiment with TAVR valves by a specialist (AdW) 

with 12 years of experience. All experimental and post-processing steps were the same as for hearts 

with native values. The prosthetic valves available were the CoreValve (29 mm, Medtronic Inc., 

Minneapolis, Minnesota, USA) and Edwards SAPIENS XT (26 mm, Edwards Lifesciences LLC, Irvine, 

California, USA). The prosthetic valve sizes were not selected according to the pigs annulus size, which 

is why the Edwards SAPIENS XT valve was additionally stabilized by a purse string suture.   

Each slaughterhouse pig heart was harvested and arrested with crystalloid cardioplegic solution after 

a very short warm ischaemic time. Approximately 10 L of blood was collected from the same animal 

and heparinized. The heart was transported in an iced cardioplegic solution and connected to the MRI 

compatible isolated beating pig heart platform [19] (PhysioHeartTM platform, LifeTec Group BV, 

Eindhoven, The Netherlands) on average 4 hours after death. During preparation, the pericardial sac 

was discarded and the right pulmonary veins, vena cava inferior, vena cava superior and the left azygos 

vein were tied off. A 27-mm cannula was inserted into the opened left pulmonary vein and secured 

with a purse string suture. The connecting tubes were compliant for blood flow and connected to a 

preload simulating pulmonary resistances. A cannula with an internal diameter of 24 mm was inserted 

into the ascending aorta and fixed downstream to the aortic valve. 

The aortic tube drained in an afterload simulating body resistance (systolic/diastolic pressure 

approximately 120/80 mmHg). A CO of approximately 4.5 L/min was maintained during the 

experiments to match human conditions. The CO was real-time controlled via a flow sensor and 

regulated by adapting the preload and afterload resistances. A 17-mm cannula was inserted in the 

pulmonary artery, which was connected directly to a reservoir. The balanced blood was warmed and 

oxygenated by a heart lung machine outside the MRI room. The blood returned as a nutrient-rich, 

warm, oxygenated solution of 5% CO2 and 25% O2 and with a temperature of 38 °C. A schematic 

overview of the connections of pre- and afterload is shown in Figure 6.1a. 

6.3.2 Reperfusion 

To resuscitate the heart a Langendorff perfusion mode [20] was created by cross clamping preload and 

afterload systems (Figure 6.1b). Via a side port in the aortic cannula blood was pumped retrograde in 

the aorta at approximately 80 mmHg closing off the aortic valve forcing flow into the coronary system. 
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After perfusion of the myocardium, the deoxygenated blood drained in the coronary sinus, the right 

atrium, and the right ventricle. Through the pulmonary artery blood was pumped back to the reservoir. 

The heart was left in Langendorff perfusion to recover for about 30 min until a steady state (in terms 

of a physiological color and temperature, stable sinus rhythm, a constant coronary flow and constant 

pressures) was obtained (Supplementary Video 6.1).  

Hereafter, the platform was switched to working mode (Figure 6.1c)  Langendorff perfusion was 

stopped and the aorta and left pulmonary vein (preload) were opened, resulting in blood actively 

pumped by the LV with sufficient preload leading to a physiological CO. Coronary filling was created 

by LV function and aortic pressure only. To ensure a stable heart rate (HR) during MRI scanning, a 

pacemaker was attached to the heart. The paced HR was approximately 5–10 beats per min (bpm) over 

the irregular HR of the resuscitated heart. As soon as the heart was beating with a stable rhythm 

(approximately 20 min after switching from Langendorff mode to working mode), the setup was 

inserted into the MRI scanner (Figure 6.1e) and the acquisitions were started.  
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Landrace hybrids, approximately 110 kg live weight). The protocols at the slaughterhouse and during 

the experiment were in agreement with European  Community regulations 1069/2009 and 142/2011 

regarding the use of slaughterhouse byproducts for research, and were approved by the associated 

legal authorities of animal welfare. 4D flow MRI was applied in five pig hearts with native valves. In 

two additional experiments described in the supplemental material, the native values of two other 

hearts were replaced in the preparation phase of the experiment with TAVR valves by a specialist (AdW) 

with 12 years of experience. All experimental and post-processing steps were the same as for hearts 

with native values. The prosthetic valves available were the CoreValve (29 mm, Medtronic Inc., 

Minneapolis, Minnesota, USA) and Edwards SAPIENS XT (26 mm, Edwards Lifesciences LLC, Irvine, 

California, USA). The prosthetic valve sizes were not selected according to the pigs annulus size, which 

is why the Edwards SAPIENS XT valve was additionally stabilized by a purse string suture.   

Each slaughterhouse pig heart was harvested and arrested with crystalloid cardioplegic solution after 

a very short warm ischaemic time. Approximately 10 L of blood was collected from the same animal 

and heparinized. The heart was transported in an iced cardioplegic solution and connected to the MRI 

compatible isolated beating pig heart platform [19] (PhysioHeartTM platform, LifeTec Group BV, 

Eindhoven, The Netherlands) on average 4 hours after death. During preparation, the pericardial sac 

was discarded and the right pulmonary veins, vena cava inferior, vena cava superior and the left azygos 

vein were tied off. A 27-mm cannula was inserted into the opened left pulmonary vein and secured 

with a purse string suture. The connecting tubes were compliant for blood flow and connected to a 

preload simulating pulmonary resistances. A cannula with an internal diameter of 24 mm was inserted 

into the ascending aorta and fixed downstream to the aortic valve. 

The aortic tube drained in an afterload simulating body resistance (systolic/diastolic pressure 

approximately 120/80 mmHg). A CO of approximately 4.5 L/min was maintained during the 

experiments to match human conditions. The CO was real-time controlled via a flow sensor and 

regulated by adapting the preload and afterload resistances. A 17-mm cannula was inserted in the 

pulmonary artery, which was connected directly to a reservoir. The balanced blood was warmed and 

oxygenated by a heart lung machine outside the MRI room. The blood returned as a nutrient-rich, 

warm, oxygenated solution of 5% CO2 and 25% O2 and with a temperature of 38 °C. A schematic 

overview of the connections of pre- and afterload is shown in Figure 6.1a. 

6.3.2 Reperfusion 

To resuscitate the heart a Langendorff perfusion mode [20] was created by cross clamping preload and 

afterload systems (Figure 6.1b). Via a side port in the aortic cannula blood was pumped retrograde in 

the aorta at approximately 80 mmHg closing off the aortic valve forcing flow into the coronary system. 
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After perfusion of the myocardium, the deoxygenated blood drained in the coronary sinus, the right 

atrium, and the right ventricle. Through the pulmonary artery blood was pumped back to the reservoir. 

The heart was left in Langendorff perfusion to recover for about 30 min until a steady state (in terms 

of a physiological color and temperature, stable sinus rhythm, a constant coronary flow and constant 

pressures) was obtained (Supplementary Video 6.1).  

Hereafter, the platform was switched to working mode (Figure 6.1c)  Langendorff perfusion was 

stopped and the aorta and left pulmonary vein (preload) were opened, resulting in blood actively 

pumped by the LV with sufficient preload leading to a physiological CO. Coronary filling was created 

by LV function and aortic pressure only. To ensure a stable heart rate (HR) during MRI scanning, a 

pacemaker was attached to the heart. The paced HR was approximately 5–10 beats per min (bpm) over 

the irregular HR of the resuscitated heart. As soon as the heart was beating with a stable rhythm 

(approximately 20 min after switching from Langendorff mode to working mode), the setup was 

inserted into the MRI scanner (Figure 6.1e) and the acquisitions were started.  
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Figure 6.1 Experimental setup of the MRI-compatible beating pig heart platform  (a) Experimental setup of the MRI compatible 

PhysioHeartTM platform (LifeTec, Eindhoven, The Netherlands). The heart was connected to a preload and afterload system. 

The venous blood (purple) was heated and oxygenated outside the MRI room and pumped back to the experiment afterwards 

(red). The dotted lines indicate 1. coronary perfusion during Langendorff mode and 2. the cross clamping of the aorta and the 

pulmonary vein. Ao  Aorta, LA  Left atrium, LV  Left ventricle, PA  Pulmonary artery, PV  Pulmonary vein, RV  Right ventricle. 

(b) The resuscitated, beating pig heart installed in the platform between the two coils on the patient bed before scanning. (c) 

The heart during preparation, cooled on ice and attached to the aortic cannula and the pulmonary vein cannula. (d) Heating 

device and oxygenator outside the MRI room. (e) Setup during the scan, with two tubes leading to the MRI operator room. 

6.3.3 4D flow MRI 

All acquisitions were performed with a 3T scanner (Ingenia, Philips Healthcare, Best, The Netherlands) 

using retrospectively triggered 4D flow MRI. Two medium flex coils (diameter 10 cm) were connected 

to the isolated beating pig heart platform below and above the heart (Figure 6.1c). Electrocardiography 

sensors were attached via copper wires on the hearts surface and were used as a cardiac trigger signal. 

Twenty-four cardiac frames at a temporal resolution of 21 ms were acquired covering the    cardiac 

cycle.   

The 4D flow MRI scan had a field of view of 150 u 150 u 150 mm3 and a non-interpolated spatial 

resolution of 2.3 u 2.3 u 2.3 mm3. Echo time, repetition time, and flip angle were 2.2 ms, 5.2 ms, and 8°, 

respectively. To reduce the typically long acquisition times of 4D flow MRI, the scan was accelerated 3 

times using k-t principal component analysis (Gyrotools, Zürich, Switzerland) resulting in a scan time 
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of 12 min [22]. K-t principal component analysis acquisitions undersamples k-space regularly over time, 

together with an interleaved training scan of the k-t space center. The images are recovered during 

reconstruction by exploiting the relevant signal correlations available in the training data, which are 

represented as temporal basis functions and can be derived using a principal component analysis. The 

data was reconstructed using CRecon (Gyrotools, Zürich, Switzerland) with a k-t regularization 

parameter of =1. The velocity encoding was 100 cm/s. 

6.3.4 Flow measurements 

Visualization of 4D flow MRI data and quantification of velocity and flow was done with GTFlow 

(Gyrotools, Zurich, Switzerland). For flow calculation a region of interest (ROI) was chosen in the 

ascending aorta close to the sinotubular junction and downstream to the aortic valve. Net flow, forward 

flow, and backward flow were determined. The net flow was defined as the spatially averaged flow 

through the defined ROI  

(t) = v( t)d� ( .1) 

with v( t) being the velocity (pointing either in forward or backward direction) at position  and 

cardiac phase t.  

Likewise, forward was defined as   

(t) = v( t) � d�  ( .2) 

and backward flow was defined as   

(t) = v( t) � d� . ( . ) 

For the per cent quantification of the regurgitation fraction in, for one cardiac cycle T, forward flow 

volume were calculated as   

= (t)  dt
�

( .4) 

and backward flow volume was calculated as   

= (t)  dt
�

. ( .5) 

The per cent regurgitation fraction was based on the ratio = ∙ 1 . The stroke 

volume in mL was defined as =  . The  in L/min was calculated by the 

product of the mean HR during the acquisition and . 

In one heart the 4D flow MRI scan was repeated three times within the same scan session at time points 

0 min, 12 min and 1 h 5 min. 
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6.3.3 4D flow MRI 

All acquisitions were performed with a 3T scanner (Ingenia, Philips Healthcare, Best, The Netherlands) 

using retrospectively triggered 4D flow MRI. Two medium flex coils (diameter 10 cm) were connected 

to the isolated beating pig heart platform below and above the heart (Figure 6.1c). Electrocardiography 

sensors were attached via copper wires on the hearts surface and were used as a cardiac trigger signal. 

Twenty-four cardiac frames at a temporal resolution of 21 ms were acquired covering the    cardiac 

cycle.   

The 4D flow MRI scan had a field of view of 150 u 150 u 150 mm3 and a non-interpolated spatial 

resolution of 2.3 u 2.3 u 2.3 mm3. Echo time, repetition time, and flip angle were 2.2 ms, 5.2 ms, and 8°, 

respectively. To reduce the typically long acquisition times of 4D flow MRI, the scan was accelerated 3 

times using k-t principal component analysis (Gyrotools, Zürich, Switzerland) resulting in a scan time 
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of 12 min [22]. K-t principal component analysis acquisitions undersamples k-space regularly over time, 

together with an interleaved training scan of the k-t space center. The images are recovered during 

reconstruction by exploiting the relevant signal correlations available in the training data, which are 

represented as temporal basis functions and can be derived using a principal component analysis. The 

data was reconstructed using CRecon (Gyrotools, Zürich, Switzerland) with a k-t regularization 

parameter of =1. The velocity encoding was 100 cm/s. 

6.3.4 Flow measurements 

Visualization of 4D flow MRI data and quantification of velocity and flow was done with GTFlow 

(Gyrotools, Zurich, Switzerland). For flow calculation a region of interest (ROI) was chosen in the 

ascending aorta close to the sinotubular junction and downstream to the aortic valve. Net flow, forward 

flow, and backward flow were determined. The net flow was defined as the spatially averaged flow 

through the defined ROI  

(t) = v( t)d� ( .1) 

with v( t) being the velocity (pointing either in forward or backward direction) at position  and 

cardiac phase t.  

Likewise, forward was defined as   

(t) = v( t) � d�  ( .2) 

and backward flow was defined as   

(t) = v( t) � d� . ( . ) 

For the per cent quantification of the regurgitation fraction in, for one cardiac cycle T, forward flow 

volume were calculated as   

= (t)  dt
�

( .4) 

and backward flow volume was calculated as   

= (t)  dt
�

. ( .5) 

The per cent regurgitation fraction was based on the ratio = ∙ 1 . The stroke 

volume in mL was defined as =  . The  in L/min was calculated by the 

product of the mean HR during the acquisition and . 

In one heart the 4D flow MRI scan was repeated three times within the same scan session at time points 

0 min, 12 min and 1 h 5 min. 
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6.3.5 Volume measurements 

The LV volume was quantified for each heart using a 4D segmentation tool of velocity data from Medis 

(Medis medical imaging systems, Leiden, The Netherlands). Stroke volume was calculated as the 

difference between end-diastolic volume (EDV) and end-systolic volume (ESV). The per cent ejection 

fraction (EF) was defined as = 1 . The size (long axis, short axis and area) of the 

aortic annulus was measured during systole at the height of the aortic valve. Cardiac output was 

similarly calculated as the product of mean HR and . 

6.3.6 Statistical analysis 

A statistical comparison between the flow an volumetric measurements was done using a Bland-

Altman analysis and linear regression. Normal distribution of the data was tested using a Shapiro-Wilk 

test. The significance level was set to p < 0.05. 
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Figure 6.2 Velocity vector plots of one representative heart and aortic flow curves for all five hearts: (a) Anatomical reference of 

the heart before the experiment. (b) Vector plots of intracardiac flow in the ejection phase. (c) Vortex formation and coronary 

filling in the aortic root of the heart during diastole. For better visualization of intracardiac flow, (d) shows the vector plots of 

the segmented LV at end-systole and at end-diastole (e), where vortex formation can be observed. (f) Net flow downstream to 

the aortic valve for all five experiments, measured in an ROI indicated in (e). Ao  Aorta, LA  Left atrium, LAD  Left anterior 

descending artery, LCX  Left circumflex artery, LV  Left ventricle, PA  Pulmonary artery, PV  Pulmonary vein, RV  Right ventricle. 

6.4 Results 

For all seven hearts the installation in the ex vivo beating pig heart platform and resuscitation was 

feasible. 4D flow MRI acquisitions were successful and flow visualization was feasible in all hearts. In 

Figure 6.2 snapshot examples from one heart are shown. The Figure 6.2a is a photograph of the heart 

before the MRI scan for anatomical reference. Figure 6.2b depicts reconstructed 4D flow MRI velocity 

vectors at peak systole. Velocity vectors of blood flow in the LV and the left atrium as well as coronary 

flow in the left anterior descending artery, the left circumflex artery, and the filling and ejection of the 

right ventricle were visualized. In the aortic root, late systolic vortex formation and filling of the 

coronary arteries was observed in all hearts as exemplified in Figure 6.2c. Figure 6.2d and Figure 6.2e 

display velocity vectors of the LV at diastole and end-diastole in detail. In the left atrium and LV, filling 

and vortex formation after closing of the mitral valve were observed. Quantification of net flow (t) 

could be performed in ROIs downstream to the aortic valve (indicated in Figure 6.2e), resulting in 

similar flow curves for all hearts as shown in Figure 6.2f.  
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Figure 6.2 Velocity vector plots of one representative heart and aortic flow curves for all five hearts: (a) Anatomical reference of 

the heart before the experiment. (b) Vector plots of intracardiac flow in the ejection phase. (c) Vortex formation and coronary 
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6.4 Results 

For all seven hearts the installation in the ex vivo beating pig heart platform and resuscitation was 

feasible. 4D flow MRI acquisitions were successful and flow visualization was feasible in all hearts. In 

Figure 6.2 snapshot examples from one heart are shown. The Figure 6.2a is a photograph of the heart 

before the MRI scan for anatomical reference. Figure 6.2b depicts reconstructed 4D flow MRI velocity 

vectors at peak systole. Velocity vectors of blood flow in the LV and the left atrium as well as coronary 

flow in the left anterior descending artery, the left circumflex artery, and the filling and ejection of the 

right ventricle were visualized. In the aortic root, late systolic vortex formation and filling of the 

coronary arteries was observed in all hearts as exemplified in Figure 6.2c. Figure 6.2d and Figure 6.2e 

display velocity vectors of the LV at diastole and end-diastole in detail. In the left atrium and LV, filling 

and vortex formation after closing of the mitral valve were observed. Quantification of net flow (t) 

could be performed in ROIs downstream to the aortic valve (indicated in Figure 6.2e), resulting in 

similar flow curves for all hearts as shown in Figure 6.2f.  
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Figure 6.3 Velocity vector plots of all five experiments at three time points in the cardiac cycle  Vector plots for the segmented 

left ventricle (LV) of all five experiments during (a) systole and (b) diastole. During end-diastole (c) vortex formation could be 

observed in all five hearts. 

Velocity vectors in the LV of all five hearts are presented in Figure 6.3, showing filling and ejection of 

blood in the LV. In all hearts late diastolic vortex formation was found as shown in the vector plots in 

Figure 6.3c. A video of the vector plots over the cardiac cycle can be found in Supplementary Video 

6.2. In Table 6.1, HR, SV, CO and regurgitation fraction for these hearts are given. The cardiac 

functional parameters, averaged for all five valves were  HR = 105 ± 12 bpm,  = 31 ± 6 mL,  

= 3.3 ± 0.9 L/min, and regurgitation  fraction = 16 ± 9%. Aortic annulus sizes were on average 31 ± 1 mm 

(mean ± standard deviation) for the long axis, 24 ± 2 mm for the short axis and 600 ± 31 mm2 for the 

area. 

Figure 6.4 shows Bland-Altman plots for CO and SV calculated from flow data and LV volume 

segmentations. The  calculated from LV volume was on average 11 mL higher than the  

calculated from flow data.  was thus on average 1.2 L/min higher than .  

The results of the flow curves, HR,  and  for the one heart where the 4D flow MRI scan was 

repeated three times within the same scan session at 0 min, 12 min and 1 h 5 min are summarized  in 

Supplementary Figure 6.7. These parameters were similar for all three scans. 
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Table 6.1 Heart rate, stroke volume, and cardiac output were calculated from the aortic flow and from left ventricular volume 

segmentations. Regurgitation fraction was calculated from the aortic flow, ejection fraction from the volumetric measurements. 

Aortic annulus diameters were measured during peak systole. 

Cardiac parameters for the five hearts 
 
Parameter 

Heart 1 Heart 2 Heart 3 Heart 4 Heart 5 
Mean ± 

standard deviation 
Heart rate [bpm] 104 98 109 93 123 105 ± 12 

Stroke volume flow [mL] 31 27 41 25 32 31 ± 6 

Cardiac output flow [L/min] 3.2 2.6 4.5 2.3 3.9 3.3 ± 0.9 

Regurgitation fraction [%] 11 19 5 30 16 16 ± 9 

End-systolic volume [mL] 101 122 59 31 71 77 ± 36 

End-diastolic volume [mL] 143 158 113 72 110 119 ± 33 

Ejection fraction [%] 29 22 48 57 36 38 ± 14 

Stroke volume volume [mL] 42 35 54 41 39 42 ± 7 

Cardiac output volume [L/min] 4.4 3.5 5.9 3.8 4.9 4.5 ± 1.0 

Annulus size (long axis, 

short axis) 

  

[mm] 31, 24 32, 23 31, 27 29, 22 31, 22 31 ± 1, 24 ± 2 
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Table 6.1 Heart rate, stroke volume, and cardiac output were calculated from the aortic flow and from left ventricular volume 

segmentations. Regurgitation fraction was calculated from the aortic flow, ejection fraction from the volumetric measurements. 

Aortic annulus diameters were measured during peak systole. 
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Figure 6.4 Linear regression and Bland-Altman plots for stroke volume and cardiac output calculated from flow and from 

volumetric measurements  Comparison of the two techniques used for cardiac output (CO) and stroke volume (SV) estimation 

using Bland-Altman analysis. (a) Linear regression and Bland-Altman plots for SV calculated from aortic flow data (SVflow) and 

from left ventricle (LV) volume (SVvolume). (b) Linear regression and Bland-Altman plots for CO calculated from aortic flow data 

(COflow) and from LV volume (COvolume). 

The results of the two hearts in which a TAVR procedure was performed are summarized in the 

supplemental material.  

6.5 Discussion 

In this study, 4D flow MRI was successfully applied in five pig hearts independently beating after 

installation and resuscitation in an MRI-compatible ex vivo beating pig heart platform. The platform 

provided detailed, comprehensive visualizations of time-resolved 3D, i.e. 4D, intracardiac blood flow 

and quantification of cardiac functional parameters. In literature, only two other setups have 

demonstrated ex vivo beating pig hearts in an MRI-compatible setup [3,21], none of them using 4D flow 

MRI, as these scans can be very time consuming. In fact, advanced acceleration and reconstruction 

techniques are necessary to perform these scans in a feasible acquisition time. Additionally, the use of 
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slaughterhouse byproducts as shown in this study, is beneficial to reduce the number of in vivo animal 

experiments in view of ethical considerations as well as animal housing labour and costs.  

The feasibility of the ex vivo beating pig heart platform for cardiac intervention was demonstrated in 

two additional experiments in which a TAVR procedure was conducted. In these TAVR experiments 

4D flow MRI was able to quantify and visualize the type and extend of aortic regurgitations, a typical 

complication after valve replacement procedure that is difficult to measure with echocardiography 

[15,16].  

Literature values for the SV of a healthy 60-kg pig’s LV are typically 65-81 mL [23] (in humans, 95 mL 

[24]). Literature values for the porcine HR are typically 85-114 bpm [23] (in humans, 60-100 bpm). This 

results in an porcine CO of 5-10 L/min [25] in comparison to a 4-8 L/min in humans. However, in our 

ex vivo beating pig heart platform, CO was artificially regulated via the preload, independently of the 

actual heart size. Therefore, at an experimental HR of 100-130 bpm, the porcine SV of the experiments 

shown in this study was expected to be lower and around 38-50 mL. Additionally, the SV calculated 

from flow measurements were slightly lower than those from volumetric measurements, since 

coronary flow could not be considered. In spite of the feasibility of visualizing coronary flow, 

quantification was hampered by heart motion and spatial resolution. 

In in vivo 4D flow MRI experiments of 12 juvenile pigs, Cesarovic et al. [17] found a stress HR of 124 ± 

3 bpm which matched our experimental HR, similar also to the experimental HR reported by Vaillant 

et al. [21]. In their experiments they found EDV = 55 ± 8 mL, ESV = 19 ± 6 mL, SV = 35 ± 4 mL, and an EF 

= 65% ± 7%. However, the difference between the in vivo experiment and the ex vivo beating pig heart 

experiment from this study is that pigs slaughtered for human consumption were used for the ex vivo 

model. The pigs reached a final live weight of approximately 110 kg, which is much more than a 

juvenile pig (30 kg). That weight difference was expressed in the large ESV and EDV measured in this 

experiment.  

In general, complex flow patterns (such as vortices) are more difficult to capture with 

echocardiography as with 4D flow MRI. In our study two late diastolic vortices were observed in the LV 

of all hearts (Figure 6.2e and Figure 6.3c). These vortices were also described by Elbaz et al. [8], who 

reported on vortex flow analysis during LV filling using 4D flow MRI in normal humans and by 

Witschey et al. [18], who studied LV flow dynamics using 4D flow MRI in sheep.  

This study has some limitations. The main idea was to use slaughterhouse waste material to allow an 

easy and cost efficient setup. However, the use of pig hearts from large pigs raised for human 

consumptions, limits the similarity between pig and human hearts. Additionally, an artificial human-

like CO could limit the viability of the heart, which is why it might be an option to regulated the CO to 

another value. The hearts stayed vital for approximately 5 hours, however would not survive several 

resuscitations, which limits its use for pre-procedure versus post-procedure measurements in the case 

of TAVR or any other intervention. As described by Driessen et al. [26], other cardiac MRI techniques 

such as black-blood, bright blood balanced steady-state free precession, perfusion, angiography and 

T1-mapping sequences are important to describe the full extent of cardiac function. As real blood is 

used, the ex vivo beating pig heart platform can be used for many of these MRI techniques, as well as 

for contrast-enhanced imaging, e.g. late gadolinium enhancement, as contrast agent could simply be 
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Figure 6.4 Linear regression and Bland-Altman plots for stroke volume and cardiac output calculated from flow and from 

volumetric measurements  Comparison of the two techniques used for cardiac output (CO) and stroke volume (SV) estimation 

using Bland-Altman analysis. (a) Linear regression and Bland-Altman plots for SV calculated from aortic flow data (SVflow) and 

from left ventricle (LV) volume (SVvolume). (b) Linear regression and Bland-Altman plots for CO calculated from aortic flow data 

(COflow) and from LV volume (COvolume). 
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slaughterhouse byproducts as shown in this study, is beneficial to reduce the number of in vivo animal 

experiments in view of ethical considerations as well as animal housing labour and costs.  

The feasibility of the ex vivo beating pig heart platform for cardiac intervention was demonstrated in 
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Witschey et al. [18], who studied LV flow dynamics using 4D flow MRI in sheep.  
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like CO could limit the viability of the heart, which is why it might be an option to regulated the CO to 

another value. The hearts stayed vital for approximately 5 hours, however would not survive several 

resuscitations, which limits its use for pre-procedure versus post-procedure measurements in the case 

of TAVR or any other intervention. As described by Driessen et al. [26], other cardiac MRI techniques 

such as black-blood, bright blood balanced steady-state free precession, perfusion, angiography and 

T1-mapping sequences are important to describe the full extent of cardiac function. As real blood is 

used, the ex vivo beating pig heart platform can be used for many of these MRI techniques, as well as 

for contrast-enhanced imaging, e.g. late gadolinium enhancement, as contrast agent could simply be 
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added to the preload. A limitation for MRI techniques in general however, could be the missing 

surrounding tissue, improving static phase offset corrections or shimming and which could also cause 

susceptibility artefacts. Also the attachment of pacemaker lead cables on the hearts surface can create 

some distortions. In general, the setup is also compatible with standard echocardiography instruments 

as well as pressure sensors and optical flow sensors. Another limitation is the use of five pig hearts in 

this feasibility study. The limited number of samples exaggerate the variation shown in the Bland-

Altman plots. Including more hearts could reduce this variability.  

An advantage of the isolated beating pig heart setup for MRI is that receiver radiofrequency coils can 

be placed close to the hearts surface, which results in high signal to noise and a high-flow contrast, 

even in very small anatomical structures such as the coronary arteries. The relatively small differences 

in velocity fields between the five hearts indicate good reproducibility of the experiments. 

As shown in the supplemental material, this platform has a potential for experiments on the 

performance of prosthetic valves or surgical strategies. Furthermore, with the isolated beating pig 

heart platform, aortic, pulmonary, and mitral regurgitation can be simulated. Complex settings of 

multiple regurgitations can be tested and investigated using 4D flow MRI. This is important since for 

example mitral regurgitation is common in patients with severe aortic regurgitation and aortic stenosis 

[27]. 

6.6 Conclusion 

In conclusion, this study demonstrated the feasibility of 4D flow MRI data in a physiological working 

pig heart model pumping real blood and simulating physiological conditions. The isolated beating pig 

heart platform can allow for investigating new MRI sequences, pathophysiologic hemodynamics in 

relation with implanted artificial heart valves or also drug administration.   
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6.8 Supplementary material 

Transcatheter aortic valve replacement (TAVR) is a valve replacement procedure in which a biological 

prosthetic valve is delivered by a catheter and implanted in the failing native aortic valve. For high-risk 

patients with symptomatic aortic stenosis (AS), TAVR is the therapy of choice leading to better survival 

rates when compared to open heart surgery [28,29]. Although generally beneficial, valve replacements 

are not without complications. Paravalvular leakage (PVL) or less frequent regurgitations of blood 

through the center of the valve may occur (prosthetic valve regurgitation) [16].  

In addition to the five hearts with native valves, we investigated the feasibility of TAVR in the isolated 

beating pig heart platform. For this purpose, we replaced the native valves in two additional 

experiments by TAVR valves. Although TAVR procedure is strenuous for the organ, both hearts could 

be resuscitated after being installed in the isolated beating pig heart platform and 4D flow MRI could 

be performed successfully.  

Cardiac parameters for CoreValve and Edwards valve were  = 27 mL,  = 3.5 L/min, 

RFCoreValve = 37% and  = 4 mL,  = 0.5 L/min, RFEdwards=86%, respectively. Aortic 

regurgitation (AR) grading [28,30] indicated a moderate AR (30% < RFCoreValve = 37% < 60%) for the 

CoreValve and a severe AR for the Edwards valve (RFEdwards = 86% > 60%). Similar to the native hearts, 

velocity vectors could be visualized in both hearts with prosthetic valves. Due to susceptibility 

mismatch and shielding, there was signal loss at the site of the prosthetic valves. In Supplementary 

Figure 6.5a and Supplementary Figure 6.5b, velocity vectors at peak systole and end diastole are 

shown for an exemplary native heart and the hearts with both prosthetic valves. Velocity vector plots 

(Supplementary Figure 6.5b, right) indicated a small regurgitation jet for the CoreValve and a large 

regurgitation jet for the Edwards valve during diastole with local velocities up to 180 cm/s. 

Supplementary Figure 6.5c summarizes net-, forward-, and backward flow through the valves during 

the cardiac cycle (measured in ROIs indicated in Supplementary Figure 6.5b), showing high backflow 

for the Edwards valve. Video files containing vector plots of the cardiac cycle for the CoreValve and the 

Edwards valve can be found in the Supplementary Videos 1-2. 

Both TAVR valves did not show regurgitation due to transvalvular regurgitation, but due to PVL, which 

is characterized by regurgitating blood between cardiac tissue and the prosthetic valve. PVL was visible 

as (multiple) regurgitation jets at the border between valve and cardiac tissue, e.g. as shown for the 

Edwards valve in Supplementary Figure 6.6. Furthermore, mitral regurgitation (MR) was found in the 

heart with the Edwards valve. 

In the two additional TAVR experiments, for both implanted TAVR valves PVL was observed, likely 

created by insufficient sealing in the absence of aortic valve calcification [31] or due to small prosthetic 

valve sizes (29 mm and 26 mm) and migration of the valve [16]. In general, the diameter of the aortic 

annulus of pig and human hearts are comparable (25-30 mm) [32,33], which allows for the use of 

human TAVR implants in pig hearts. The clinical indication for TAVR procedure is a calcified AS to 

achieve a stable position inside the native valve, since an excessive radial force is needed to create 

sufficient sealing [31]. The prosthetic valves available were not larger than the aortic annulus as in 

common clinical practice in order to create sufficient sealing. PVL was further exacerbated by the 

absence of a calcified annulus or valve [31,34]. Additionally, regurgitations observed over the mitral 
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valve were most likely created by the altered loading conditions of the LV with a higher volume and 

pressure load. Even with insufficient sealing of the TAVR valves still the feasibility of TAVR in the 

isolated beating pig heart model could be shown. Moreover, the advantages of 4D flow MRI in typical 

complications after TAVR procedure could be demonstrated, by providing quantitative and visual 

descriptions of the regurgitation jets.  

Supplementary Video 6.1: Velocity vectors in the heart with CoreValve throughout the cardiac cycle. 

Velocity vectors for one average cardiac cycle of the CoreValve. The segmentation includes the LV and 

velocities range from 0-100 cm/s. In the region of the valve no velocity vectors can be seen due to 

susceptibility artifacts. The video can be found under https //eurradiolexp.springeropen. 

com/articles/10.1186/s41747-019-0114-5 

Supplementary Video 6.2: Velocity vectors in the heart with Edwards valve throughout the cardiac 

cycle. Velocity vectors for one average cardiac cycle of the Edwards valve. The segmentation includes 

the LV and velocities range from 0-100 cm/s. In the region of the valve no velocity vectors can be seen 

due to susceptibility artifacts, however paravalvular leakage is visible as a regurgitation jet during 

diastole. The video can be found under https //eurradiolexp.springeropen. 

com/articles/10.1186/s41747-019-0114-5 
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Supplementary Figure 6.5 Comparison of vector plots and flow curves in hearts with native and TAVR valves during systole and 

diastole  This figure shows velocity vectors visualized using GTFlow (Gyrotools, Zurich, Switzerland), comparing a heart with 

native and the hearts with implanted TAVR valves. For better understanding photographs of the valves were placed at the areas 

of signal loss. Flow curves were calculated per heart from mean velocities in an ROI drawn in the aorta, close to the aortic valve, 

showing a large backward flow for the Edwards valve.  Vector plots of a heart with a native valve (left), the CoreValve (middle) 

and the Edwards valve (right) at (a) peak systole and (b) diastole. A high velocity regurgitation jet downstream to the Edwards 

valve as a consequence of paravalvular leakage can be seen during diastole. (c) Aortic (blue) net flow, (red) forward flow and 

(gray) backward flow, showing no regurgitation for the native valve (left), moderate regurgitation for the CoreValve (middle), 

and severe regurgitation for the Edwards valve (right). 
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Supplementary Figure 6.6 Visualization of paravalvular leakage in the Edwards valve  Visualization of aortic and mitral 

regurgitation jets in the heart with the Edwards valve using phase contrast data (feet-head encoding), vector plots and through-

flow planes. (a) Short axis view of the heart with the CoreValve (left) and the Edwards valve (right) during diastole at the height 

of the left ventricular outflow tract. In phase contrast images PVL can be seen as high velocities (brighter areas) flowing back in 

the LV. (b) Edwards valve  Phase contrast data (two chamber view with feet-head flow encoding) and vector plots (c) for aortic 

regurgitation during diastole (top) and mitral regurgitation (bottom) during systole. (d) Edwards valve  multiple eccentric 

regurgitation jets at the position of the prosthetic aortic valve and one central regurgitation jet in the mitral valve. 
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Supplementary Figure 6.7 Repeated 4D flow MRI measurements of the same heart with a native valve  The heart was scanned 

three times, at time points 0 min, 12 min and 1 h 5 min. The flow curves in the aorta are similar for all three scans, as well as HR, 

COflow  and SVflow. 
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7.1 General discussion 

7.1.1 Accuracy of accelerated 4D flow MRI 

Since there is a clear clinical need for accurate flow information, 4D flow MRI is a very active research 

field. As with most MRI techniques, the acquisition parameter space is large and therefore consensus 

is needed on the best 4D flow imaging strategy. This was the purpose of the 4D flow consensus 

statement [1]. Yet, the verdict on the best strategy for the newer accelerated 4D flow MRI techniques is 

still open.  

In the before-mentioned consensus statement in vivo 4D flow MRI scan acceleration is recommended 

using SENSE=2 or EPI [1]. Additionally, multiple k-lines can be sampled within one heart beat 

(segmented k-space sampling [2,3]), which shortens the scan time of e.g. a factor of 2, at the expense 

of loss of the temporal resolution. Most papers on 4D flow MRI acceleration therefore refer to one of 

these acceleration techniques as the ground truth, since there is some consensus on the applicability 

of these approaches. However, since the ground truth is not perfect and already (moderately) 

accelerated, a fair comparison with other acceleration strategies may be flawed. For example in 

chapter 3, when comparing a CS acceleration with “ground-truth” SENSE=2 and in chapter 4, when 

comparing to k-t PCA, our CS accelerated scans turned out to be more in line with 2D flow MRI scans 

than the (consensus paper) SENSE ground-truth was. 

2D flow scans may serve as a ground truth, as they can be acquired without the need of acceleration 

and with a high temporal resolution. However, 2D flow MRI scans as a reference are not ideal either, 

as they tend to have different phase offset characteristics (which may lead to systematic flow offsets), 

the SNR is higher, and the resolution is non-isotropic, leading to different partial-volume 

characteristics. This makes a comparison against accelerated 4D flow MRI difficult as has been 

described previously in the consensus statement and by others [4]. 

Determining the reproducibility of the flow measurement derived hemodynamic parameter is difficult. 

In chapter 2 inter-scan variation of PWV was shown to be much larger than the intra-scan variation, 

not due to technical issues, but due to physiological changes [5]. Therefore, we chose not to focus on 

inter-scan variability, but rather to validate our approach against ultrasound measurements and by 

reproducing literature reported values on PWV differences between age groups.  

In chapter 2 and chapter 3 phantom measurements were performed, allowing for ground-truth scans 

with long scan times and fully sampled scans under controlled conditions. Yet, it remained challenging 

to reproduce the sharp flow peaks and flow curves in vitro which are found in vivo in humans. In 

Figure 7.1a the carotid artery flow phantom (LifeTec Group BV, Eindhoven, The Netherlands) used in 

chapter 3 is shown and next to it an elastic phantom of the aortic arch, which can be connected to a 

small reservoir mimicking the left ventricle, contracting with air pressure. WSS, calculated from 4D 

flow measurements in the aorta phantom are shown in Figure 7.1b. Additionally, as shown in the PWV 

phantom in Figure 7.1a, the embedding of the phantom either in water or agar is important for 

sufficient signal generation and phase offset corrections. Water is generally easier to use than agar but 

can create B1 inhomogeneities and (flow) artifacts. For the PWV phantom in particular, an elastic tube 

was chosen, with an elastic modulus as found in the human carotid artery. Ideally a longer tube should 
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be used, to establish a parabolic flow profile through the area of interest. For velocity images and small 

phantoms in particular, phantom tubes with MRI signal, in contrast to tubes without signal such as 

silicon tubes, have been shown to be advantageous (Figure 7.1c). The reason is, that low magnitude 

signal translates into noise in the velocity maps (according to equation 1.8 and 1.9). This in turn leads 

to noisy flow curves within an ROI due to partial volume effects of tube wall and lumen.  

In Figure 7.1c a phantom tube created from silicon and polyvenylalcohol (PVA) in comparison to a 

regular silicon tube is shown. With changing PVA concentrations of the material, different T1 and T2 

characteristics could be created as shown in Figure 7.1d. Choosing material properties similar to e.g. 
vessel wall T1 and T2 values (at a 20% PVA concentration), helped in creating realistic models of the 

carotid artery. In velocity maps of 4D flow MRI scans this had the advantage of a background phase of 

zero. Similarly, PVA phantoms will support sequence testing of vessel wall imaging and black blood 

techniques, in which a realistic delineation between suppressed water flow and phantom wall is 

needed.   

 

Figure 7.1 Flow phantom setups used for 4D flow MRI experiments created by LifeTec (Eindhoven, The Netherlands). (a) carotid 

bifurcation phantom within a water filled cylinder (left), aortic phantom with an air pressure driven left ventricle (middle) and 

a PWV phantom (right) embedded in an agar bath, consisting of a long, elastic tube. (b) WSS measured with 4D flow MRI in the 

aortic phantom at different time points of the simulated cardiac cycle. (c) Comparison of the material properties of silicon and 

PVA (20%), leading to improvement of noise close to the region of interest in 4D flow MRI velocity maps for PVA. (d) T1 and T2 

properties of tubes with different PVA concentration, as measured in the same scan. With decreasing PVA concentration, also 

T1 and T2 values decrease. A concentration of 20% PVA was chosen, as it matches T1 and T2 properties of the vessel wall. Tubes 

with higher PVA concentration were difficult to produce, as the material became too unstable. 

7.1.2 Temporal resolution 

In chapter 2 it was shown that high temporal resolution 2D flow MRI is possible. Binning the same 

data retrospectively into a lower temporal resolution, as shown in Figure 7.2a-b, will lead to a decrease 

in peak flow, which demonstrates again how important a high temporal resolution is for flow MRI. 

Independently of that, the temporal resolution needed is also determined by the complexity of each 
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to reproduce the sharp flow peaks and flow curves in vitro which are found in vivo in humans. In 

Figure 7.1a the carotid artery flow phantom (LifeTec Group BV, Eindhoven, The Netherlands) used in 
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small reservoir mimicking the left ventricle, contracting with air pressure. WSS, calculated from 4D 
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be used, to establish a parabolic flow profile through the area of interest. For velocity images and small 

phantoms in particular, phantom tubes with MRI signal, in contrast to tubes without signal such as 

silicon tubes, have been shown to be advantageous (Figure 7.1c). The reason is, that low magnitude 

signal translates into noise in the velocity maps (according to equation 1.8 and 1.9). This in turn leads 

to noisy flow curves within an ROI due to partial volume effects of tube wall and lumen.  

In Figure 7.1c a phantom tube created from silicon and polyvenylalcohol (PVA) in comparison to a 

regular silicon tube is shown. With changing PVA concentrations of the material, different T1 and T2 

characteristics could be created as shown in Figure 7.1d. Choosing material properties similar to e.g. 
vessel wall T1 and T2 values (at a 20% PVA concentration), helped in creating realistic models of the 

carotid artery. In velocity maps of 4D flow MRI scans this had the advantage of a background phase of 

zero. Similarly, PVA phantoms will support sequence testing of vessel wall imaging and black blood 

techniques, in which a realistic delineation between suppressed water flow and phantom wall is 

needed.   

 

Figure 7.1 Flow phantom setups used for 4D flow MRI experiments created by LifeTec (Eindhoven, The Netherlands). (a) carotid 

bifurcation phantom within a water filled cylinder (left), aortic phantom with an air pressure driven left ventricle (middle) and 

a PWV phantom (right) embedded in an agar bath, consisting of a long, elastic tube. (b) WSS measured with 4D flow MRI in the 

aortic phantom at different time points of the simulated cardiac cycle. (c) Comparison of the material properties of silicon and 

PVA (20%), leading to improvement of noise close to the region of interest in 4D flow MRI velocity maps for PVA. (d) T1 and T2 

properties of tubes with different PVA concentration, as measured in the same scan. With decreasing PVA concentration, also 

T1 and T2 values decrease. A concentration of 20% PVA was chosen, as it matches T1 and T2 properties of the vessel wall. Tubes 

with higher PVA concentration were difficult to produce, as the material became too unstable. 

7.1.2 Temporal resolution 

In chapter 2 it was shown that high temporal resolution 2D flow MRI is possible. Binning the same 

data retrospectively into a lower temporal resolution, as shown in Figure 7.2a-b, will lead to a decrease 

in peak flow, which demonstrates again how important a high temporal resolution is for flow MRI. 

Independently of that, the temporal resolution needed is also determined by the complexity of each 
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flow curve, such that the highest frequency modulating the flow curve (around 40 Hz [6]) requires a 

sampling rate of at least 80 Hz, which equals a 12.5 ms temporal resolution. 

 

Figure 7.2 Underestimation of peak flow derived from a 2D flow MRI scan with a TR of 10 ms at decreasing temporal resolution. 

The flow curves are derived from the same dataset and reconstructed with different temporal resolutions as described in chapter 

2. (a) Flow curves in the common carotid artery at different temporal resolutions. With decreasing temporal resolution, the flow 

curves become shallower. (b) Peak systolic flow plotted against temporal resolution. 

The technique described in chapter 2 led to a temporal resolution of 4 ms of the 2D flow MRI scan, 

which was higher than the TR at which the scan was acquired. The reason that this technique still 

worked well, is probably that the bipolar gradient (creating phase accumulation of moving spins 

according to equation 1.3) had a length of 3.9 ms, which is in the range of the temporal resolution 

recovered after resorting and CS reconstruction. Re-binning into cardiac bins with even higher 

temporal resolution (below 4 ms) is probably similar to a view sharing approach between two cardiac 

bins.  

7.1.3 Self-gating 

For 4D flow MRI scans of the aorta usually a respiratory gating strategy is used to compensate for 

motion artefacts created through breathing. To track the breathing motion, typically a liver navigator 

is acquired. With self-gating however the respiratory and/or cardiac gating signals are obtained from 

the acquired MRI data itself, without the need for a separate navigator, breathing belt, or ECG leads [7].  

The self-gating signal is typically derived from the k-space center. When one wants to use self-gating 

for respiratory binning, it is therefore important to control the number of readouts in such a way that 

a sufficient sampling frequency of k-space center is obtained to capture the full breathing motion. The 

human breathing frequency is typically 0.3-0.5 Hz, which means the sampling frequency should be 

around 1 Hz to fulfill the Nyquist sampling criterion. 

To demonstrate the possibility of combining pseudo-spiral sampling with self-gating, additional 

experiments were performed (which was not yet implemented and used for aortic 4D flow MRI in 

chapter 4). In these experiments 10 readouts on each pseudo-spiral arm were performed before 
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returning to the center. Although defining a fixed number of readouts constraints the sampling 

trajectory, it assures sufficient sampling of k-space center.  

For each experiment a 4D flow MRI scan of the aorta was conducted, with TR = 3.9 ms, TE = 2.1 ms, 

spatial resolution=2.5 × 2.5 × 2.5 mm3 resolution and 30 cardiac frames. The readout was chosen to be 

in feet-head direction. Four flow encoding segments were acquired consecutively, as done in a regular 

4D flow MRI scan (VENC of 150 cm/s). For processing of the self-gating signal a fast Fourier 

transformation was done in readout direction of the raw signal of the k-space center. The self-gating 

signal was then derived a by singular value decomposition and by selecting and averaging only relevant 

coils, capturing the breathing motion (Figure 7.3a). As the self-gating signal was derived from every 

10th k-line it had a sampling frequency of 6.4 Hz. 

Within the same scan, a liver navigator signal was acquired (a pencil beam acquisition capturing 

motion of the liver-air boundary) at a frequency of 6.4 Hz. And, additionally to self-gating and liver 

navigator, the breathing was derived by a camera observing the patient motion from outside the MRI 

scanner with a sampling frequency of 20 Hz using the Philips VitalEye technique. 

In order to test the robustness of the self-gating signal and to find the minimal sampling frequency, 

two additional experiments were performed with the same analysis pipeline. Firstly, a sampling 

trajectory was designed (PROUD patch) that solely sampled the k-space center. All other settings, also 

flow encodings, remained the same. Although this did not result in a good image after reconstruction, 

it provided a dataset with which k-lines at different sampling frequencies could be chosen 

retrospectively. Secondly, the volunteer was asked to breath with different breathing patterns. The 

instructions were regular breathing, a breath hold, extremely deep breathing and shallow breathing. 

Figure 7.3b shows results of a self-gating signal acquired with pseudo-spiral sampling. The captured 

breathing pattern (a sinusoidal motion between inspiration and expiration) of the self-gating signal 

was similar to the signal captured by the liver navigator and the VitalEye camera. In Figure 7.3c the 

self-gating signal at different sampling frequencies of the k-space center is shown. From Figure 7.3c, 

we conclude that a sampling frequency of around 1-3 Hz is ideal to still capture the breathing signal 

(above Nyquist frequency) without compromising efficient k-space filling. The signal breaks down at 

frequencies <0.6 Hz. Figure 7.3d shows different breathing patterns of the volunteer, which were 

similar for self-gating in comparison to the VitalEye signal of the same scan.  

Although the VitalEye camera captured the motion of the subjects’ chest, whereas the navigator 

recorded the motion of the diaphragm and similarly did the self-gating signal, differences between 

methods were small. For this experiment, the self-gating motion signals seemed more similar to the 

navigator pattern than to the VitalEye recordings. In order to include k = 0 regularly in the pseudo-

spiral sampling approach, the spiral has to return to the k-space center in regular time intervals, which 

may limit the length of the spirals and thus can be in conflict with an optimal k-space filling pattern. 
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spiral sampling approach, the spiral has to return to the k-space center in regular time intervals, which 

may limit the length of the spirals and thus can be in conflict with an optimal k-space filling pattern. 
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Figure 7.3 Self-gating to extract the breathing signal from an aortic pseudo spiral 4D flow MRI acquisition. (a)  Signal processing  

raw signal (sum over the readout direction in image space), signal after singular value decomposition of the time x readout 

matrix (each coil separately) and final breathing signal after coil combination. (b) Breathing signal measured with the Philips 

VitalEye in comparison to the self-gating signal and liver navigator signal of the same dataset. (c) Self-gating signal derived from 

center k-space data sampled at different frequencies. (d) Self gating signal and VitalEye signal in comparison under different 

breathing patterns. 

7.1.4 Applicability of the PROUD patch for other time-resolved sequences 

The CS sampling strategy as implemented in the PROUD patch can be applied in other Cartesian 

sequences. Using pseudo-spiral sampling with the PROUD patch (chapter 3) has been demonstrated 

useful in ECG triggered scans, but can also be used for real-time imaging. Additionally, not only flow 

imaging, but also other MRI sequences can be combined with PROUD pseudo-spiral sampling and CS 

reconstruction strategies. 

Real-time imaging of bowel motility  

Real-time imaging can be useful for imaging of non-periodic motion. Bowel motility for example 

changes in Crohn’s disease and can be imaged with dynamic MRI sequences. However, typically 2D 

images are acquired, which do not capture through-plane motion. 3D sequences would by a better 

solution, but are limited in temporal resolution. To capture bowel motility, a temporal resolution of 

around 3s is required [8]. In [9] we showed that 3D real-time imaging of the bowel is possible using a 

CS undersampling and reconstruction method. 

We implemented a undersampling strategy for real-time 3D bowel motility imaging using the PROUD  

patch. Figure 7.4a shows the Poisson disk sampling pattern in ky-kz dimension on the left and in ky-

time dimension next to it. More time frames resulted in a higher temporal resolution, which means 

the undersampling factors were higher for scans with a higher temporal resolution. Using a CS 
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reconstruction similar to the ones in chapter 3 and in chapter 4, undersampled data could be 

recovered.  

For real-time sampling no interleaving of k-spaces over time was possible, as done for ECG triggered 

scans. Although pseudo-spiral sampling can still be applied, for example to keep temporal flexibility 

during reconstruction, also regular line-by-line sampling can be used. Like this any sampling pattern, 

e.g. a perfect Poisson disk, can be sampled for each k-space and time frame. For time-resolved scans 

that means that each time frame is sampled with a slightly different Poisson disk to achieve random 

undersampling over time. 

With this strategy we could show that a 4 times CS accelerated real-time scan with a temporal resolution 

of 4.1s was possible and similar compared to a fully sampled real-time scan of 16.2s temporal 

resolution (Figure 7.4b).   

ECG-triggered black blood scans using pseudo-spiral sampling 

Time-resolved, ECG triggered 3D Black Blood scans would be an interesting application to derive 

accurate time-resolved segmentations of the vessel wall for WSS or WT estimation. This has already 

been demonstrated by Koktzoglou et al. [10] for 3D kooshball acquisitions. In a single experiment we 

tested if this would work for PROUD pseudo-spiral sampling in a similar fashion. 

In a first test run, pseudo-spiral sampling for iMSDE sequences with a TFE preparation pulse before 

each spiral arm was possible and similar to Koktzoglou et al. [10]. However, image quality was not 

satisfactory, which is why we decided for a slightly different strategy. In order to still achieve time 

resolved Black Blood MRI, a singular gradient in FH direction was added to a 3D carotid artery balanced 

SSFP scan (Figure 7.4c). Consequently, the steady state for spins moving along FH direction was 

disturbed, leading to signal void.  

This method worked surprisingly well, and in combination with ECG triggering, PROUD pseudo-spiral 

sampling and a CS reconstruction 50 cardiac frames could be acquired. Figure 7.4d shows a axial view 

of the 3D Black Blood scan at two time points. Next to it, all 50 cardiac frames are shown, in which the 

movement of the carotid artery can be seen. In Figure 7.4d a comparison between the time-resolved 

3D bSSFP and a static 3D iMSDE scan is shown. A limitation remained the fat suppression, as with fat 

suppression, the SNR of the scan was low and without fat suppression the visibility of the vessel wall 

was limited, which means an optimum still has to be found. Overall, the mechanisms behind this 

method are not yet clear. 
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satisfactory, which is why we decided for a slightly different strategy. In order to still achieve time 

resolved Black Blood MRI, a singular gradient in FH direction was added to a 3D carotid artery balanced 

SSFP scan (Figure 7.4c). Consequently, the steady state for spins moving along FH direction was 

disturbed, leading to signal void.  

This method worked surprisingly well, and in combination with ECG triggering, PROUD pseudo-spiral 

sampling and a CS reconstruction 50 cardiac frames could be acquired. Figure 7.4d shows a axial view 

of the 3D Black Blood scan at two time points. Next to it, all 50 cardiac frames are shown, in which the 

movement of the carotid artery can be seen. In Figure 7.4d a comparison between the time-resolved 

3D bSSFP and a static 3D iMSDE scan is shown. A limitation remained the fat suppression, as with fat 

suppression, the SNR of the scan was low and without fat suppression the visibility of the vessel wall 

was limited, which means an optimum still has to be found. Overall, the mechanisms behind this 

method are not yet clear. 
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Figure 7.4 (a) Real-time acquisition of bowel motion using the PROUD patch. For this application a three dimensional k-space is 

sampled with a Poisson disk undersampling pattern, shown on the left. This pattern is different for consecutive time frames, 

which results in a random sampled k-space over time. The higher the undersampling factor per 3D k-space, the more time 

frames can be sampled within the same scan time. (b) A reconstruction of a fully sampled real-time acquisition in comparison 

to a CS reconstruction with a 4 times higher temporal resolution, which is able to capture bowel motility [9]. (c) A time-resolved 

3D Black Blood scan of the carotid arteries acquired using the PROUD patch, pseudo spiral sampling and retrospective cardiac 

triggering leading to 50 cardiac frames. To avoid the usage of a preparation pulse, as for example used in the 3D iMSDE 

references scan, a gradient was added to a balanced SSFP sequence to disturb the steady state of spins flowing in FH direction, 

leading to black blood images. (d) Resulting 3D, time-resolved black blood images of the carotid artery. (e) A comparison 

between the time-resolved bSSFP black blood scan and a regular, static, 3D iMSDE scan. 
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7.1.5 The future of clinical flow MRI  

Despite the accessibility and cost efficiency of ultrasound, we believe that multiparametric MRI 

protocols including flow, WSS, PWV and WT, will become part of a comprehensive clinical vascular 

imaging protocol as it can assess various aspects of atherosclerosis. Also, MRI can be easily translated 

to regions less accessible for ultrasound, e.g. the brain and 3D image planning decreases operator 

dependency. Currently, MRI is available in every hospital and the idea of a ‘one-stop shop’ MRI 

protocol for WT and flow assessment is promising.  

Nevertheless, image recovery, manual processing and segmentation of multidimensional data is labor 

intensive and time consuming. To include these protocols in clinical routines in future, it will be 

necessary to process them with automated, machine learning reconstruction and segmentation 

techniques.   
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7.2 Summary 

4D flow MRI can quantify and visualize complex blood flow in the heart and arteries by encoding for 

flowing blood in cardiac triggered MRI scans. The main disadvantage of 4D flow MRI is a very long 

acquisition time, which is typically addressed by undersampling data or reducing the temporal 

resolution. In this thesis a new compressed sensing (CS) acquisition and reconstruction technique is 

presented that enables high temporal resolution 2D flow MRI scans for regional PWV calculation as 

well as 4D flow MRI with short scan times. To demonstrate the accuracy of accelerated 4D flow MRI, 

the effect of acceleration on hemodynamic biomarkers such as flow and wall shear stress (WSS) was 

investigated. A novel, specialized pig heart model provided detailed images of intra-cardiac and 

coronary flow.  

In chapter 2, a smart combination of retrospective cardiac gating, temporal binning and CS 

reconstruction was presented that enables high temporal resolution 2D flow MRI. With this technique, 

it was demonstrated that PWV can be measured accurately in small vessel segments of the carotid 

artery. Accurate PWV estimation in small vessel regions may be a valuable addition to comprehensive 

MRI examinations of the vasculature, investigating the formation and progress of atherosclerosis.  

In chapter 3, a pseudo-spiral Cartesian undersampling strategy was developed, which, in combination 

with an iterative CS reconstruction, enabled highly accelerated 4D flow MRI on phantom and in vivo 

scans of the carotid artery. It was shown that even at acceleration factors of R=30 and 2 30 min scan 

time, reconstructions of the velocity vectors and pathlines were possible. However, as the measured 

peak flow decreased with higher acceleration factors in comparison to 2D flow MRI, a maximum 

acceleration factor of R=20 was finally recommended. At this acceleration factor peak velocity and 

peak WSS underestimations were acceptable (<10%) in comparison to a R=10 accelerated 4D flow scan.  

In chapter 4, the developed CS acceleration technique for Cartesian 4D flow MRI in the aorta was 

compared to another well-established acceleration technique  k-t PCA. Both techniques demonstrated 

the ability to accelerate aortic 4D flow MRI measurements for acceleration factors up to R=8. However, 

it was shown that peak flow values were underestimated less in CS accelerated 4D flow MRI scans in 

comparison to 2D flow MRI. Additionally, it was found that the CS accelerated sampling strategy led to 

flexibility in temporal binning, which allowed for changing the temporal resolution retrospectively.  

In chapter 5, a clinical study investigated PWV, vessel wall thickness (WT) and WSS in 43 patients with 

familial hypercholesterolemia and 18 unaffected siblings using 4D and 2D flow MRI. No significant 

difference in PWV, WT and WSS were found between FH patients and unaffected sibling, which was 

indicative for the effectiveness of the lipid-lowering treatment these patients received.  

In chapter 6, 4D flow MRI in an MRI-compatible isolated beating pig heart model was demonstrated. 

The working pig heart model was attached to a heart lung machine, pumping real pig blood, and 

mimicking physiological conditions. The working pig heart model could be used in an MRI scan, while 

providing a stable experimental environment for several hours. In the future the working heart model 

can help in investigating hemodynamic changes after aortic valve replacement.  
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7.3 Nederlandse samenvatting 

Met 4D-flow-MRI kan de bloedstroom in het hart en de bloedvaten gekwantificeerd en gevisualiseerd 

worden door het coderen van het stromende bloed in op de hartslag getriggerde MRI-scans. Het nadeel 

van 4D-flow-MRI is een lange acquisitietijd, die in de praktijk meestal wordt beperkt door de scans niet 

volledig te bemonsteren of door het verminderen van de temporele resolutie. In dit proefschrift wordt 

een nieuwe “compressed sensing” (CS) acquisitie- en beeldreconstructietechniek gepresenteerd die 

2D-flow-MRI scans met hoge temporele resolutie voor regionale polsgolfsnelheidsberekening (PWV)- 

en 4D-flow-MRI met korte scantijden mogelijk maakt. Om de nauwkeurigheid van versnelde 4D-flow-

MRI aan te tonen werd het effect van de versnelling op hemodynamische biomarkers zoals flow en de 

wandschuifspanning (WSS) onderzocht. Een nieuw, gespecialiseerd varkenshartmodel leverde 

gedetailleerde beelden op van de intra-cardiale en coronaire bloedstroom. 

In hoofdstuk 2 werd een slimme combinatie van retrospectieve cardiale gating, temporele sortering 

van data en beeldreconstructie gepresenteerd die 2D-flow-MRI met hoge temporele resolutie mogelijk 

maakt. Met deze techniek werd aangetoond dat PWV nauwkeurig kan worden gemeten in kleine 

vaatsegmenten van de halsslagader. Nauwkeurige PWV-schatting in kleine vaatregio's kan een 

waardevolle aanvulling zijn op uitgebreide MRI-onderzoeken van het vaatstelsel naar de vorming en 

voortgang van aderverkalking. 

In hoofdstuk 3 werd een pseudo-spiraal cartesische versnelde meetstrategie ontwikkeld, die, in 

combinatie met een iteratieve CS reconstructie, een substantieel versnelde 4D-flow-MRI op fantoom- 

en in vivo scans van de halsslagader mogelijk maakte. Er werd aangetoond dat, zelfs bij 

versnellingsfactoren van R = 30 en 2 30 min scantijd, reconstructies van de snelheidsvectoren en 

pathlines mogelijk waren. Omdat de gemeten piekstroom echter afnam met hogere 

versnellingsfactoren in vergelijking met 2D-flow-MRI, werd uiteindelijk een maximale 

versnellingsfactor van R = 20 aanbevolen. Bij deze versnellingsfactor was de onderschatting van de 

piek-WSS acceptabel (<10%) in vergelijking met een R = 10 versnelde 4D-flow-scan. 

In hoofdstuk 4 werd de ontwikkelde CS versnellingstechniek voor cartesische 4D-flow-MRI in de aorta 

vergeleken met een andere gevestigde versnellingstechniek  k-t PCA. Beide technieken waren in staat 

om 4D-flow-MRI metingen van de aorta te versnellen voor versnellingsfactoren tot R = 8. Er werd 

echter aangetoond dat piekstroomwaarden minder werden onderschat in CS versnelde 4D-flow-MRI 

scans in vergelijking met 2D-flow-MRI. Bovendien werd vastgesteld dat de CS versnelde 

bemonsteringsstrategie leidde tot flexibiliteit in temporele binning, waardoor de temporele resolutie 

achteraf kon worden gewijzigd. 

In hoofdstuk 5 onderzochten we in een klinische studie PWV, vaatwanddikte (WT) en WSS bij 43 

patiënten met familiaire hypercholesterolemie (FH) en 18 niet-aangedane broers en zussen met 

behulp van 4D- en 2D-flow-MRI. Er werd geen significant verschil in PWV, WT en WSS gevonden tussen 

FH patiënten en niet-aangedane broers en zussen. Dit was indicatief voor de effectiviteit van de 

lipideverlagende behandeling die deze patiënten ontvingen. 

In hoofdstuk 6 werd 4D-flow-MRI toegepast in een MRI-compatibel geïsoleerd kloppend 

varkenshartmodel. Het werkende varkenshartmodel was bevestigd aan een hart-longmachine 
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waarmee varkensbloed werd rondgepompt en fysiologische omstandigheden werden nagebootst. Het 

werkende varkenshartmodel kon worden gebruikt in een MRI-scan, waar het gedurende een aantal 

uren een stabiele experimentele omgeving bood. Dit model kan in de toekomst helpen bij het 

onderzoek naar hemodynamische veranderingen na aortaklepvervanging. 
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