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Abstract. Red blood cell �RBC� aggregation is the reversible and regu-
lar clumping in the presence of certain macromolecules. This is a
clinically important phenomenon, being significantly enhanced in the
presence of acute phase reactants �e.g., fibrinogen�. Both light reflec-
tion �LR� and light transmission �LT� from or through thin layers of
RBC suspensions during the process of aggregation are accepted to
reflect the time course of aggregation. It has been recognized that the
time courses of LR and LT might be different from each other. We aim
to compare the RBC aggregation measurements based on simulta-
neous recordings of LR and LT. The results indicate that LR during RBC
aggregation is characterized by a faster time course compared to si-
multaneously recorded LT. This difference in time course of LR and LT
is reflected in the calculated parameters reflecting the overall extent
and kinetics of RBC aggregation. Additionally, the power of param-
eters calculated using LR and LT time courses in detecting a given
difference in aggregation are significantly different from each other.
These differences should be taken into account in selecting the appro-
priate calculated parameters for analyzing LR or LT time courses for
the assessment of RBC aggregation. © 2009 Society of Photo-Optical Instrumen-
tation Engineers. �DOI: 10.1117/1.3251050�

Keywords: erythrocyte rouleaux formation; syllectometry; acute phase reactions.
Paper 09216R received Jun. 2, 2009; revised manuscript received Aug. 21, 2009;
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Introduction

he reversible aggregation of red blood cells �RBCs� is a
hysiological phenomena influenced by both plasma and cel-
ular properties.1–3 This process is significantly affected in
arious pathophysiological processes �e.g., acute phase
eactions�,4,5 it influences in vivo blood flow,6–8 and thus has
linical significance. Most methods used to quantitate aggre-
ation are based on monitoring the optical properties of RBC
uspensions. The level of light transmission �LT� through or
ight reflectance �LR� from RBC suspensions during aggrega-
ion reflects the time course of this process. The time course
f LT or LR recorded following the dispersion of existing
ggregates in RBC suspensions can be analyzed and various
ndices reflecting both the kinetics and the overall intensity of
ggregation can be calculated.9 Such measurements of RBC
ggregation using LR data from RBC suspensions have been
ermed “syllectrometry”10 and have been developed into a
ommercial instrument.11 LT data have also been successfully
sed in various instruments developed to quantitate RBC
ggregation,12–14 Both LT and LR methods utilize similar ap-
roaches to calculate parameters reflecting the time course
nd the intensity of aggregation.11,12,14

In general, both LT and LR of RBC suspensions during
ggregation are expected to be influenced by the same physi-
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cal alterations of the suspension properties. The average par-
ticle size grows while the number of particle, including both
individual cells and aggregates, become smaller during the
course of aggregation, resulting in decreased LR and in-
creased LT. Although these two properties of RBC suspen-
sions �LR and LT� reflect the same process, it has been
demonstrated15,16 that their time courses are not identical �i.e.,
they are not mirror images of each other�. Therefore, it might
be expected that at least the parameters reflecting the kinetics
of aggregation may differ when measured using LR or LT
data. However, it is not clear if differences of such parameters
can influence the power of the methods or instruments to de-
tect alterations in aggregation. This study was designed to
compare �1� the parameters calculated using LR and LT data
recorded during the aggregation process following an abrupt
cessation of shear and �2� the power of these parameters to
detect the experimental alterations in the aggregation behavior
of RBC suspensions.

2 Materials and Methods
2.1 Preparation of RBC Suspensions
Venous blood samples ��25 ml� were obtained from 10
healthy male volunteers, aged between 25 to 52 yr, following
the guidelines for hemorheological laboratory methods.17 A
tourniquet was applied to locate the antecubital vein prior to
venipuncture and kept in place during the blood sampling.

1083-3668/2009/14�5�/054044/6/$25.00 © 2009 SPIE
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lood samples were obtained using vacuum tubes �Vacu-
ainer; Becton-Dickinson, New Jersey� containing dipotas-
ium ethylenediamine-tetraacetic acid �K2EDTA, 1.8 mg /ml�
s the anticoagulant. All blood sampling was completed
ithin 2 min after the application of the tourniquet.

A 5-ml aliquot of each sample was saved for control mea-
urements and the remaining 20 ml of each sample was cen-
rifuged at 1400�g for 6 min, the buffy coat removed, and
he plasma aspirated and saved. RBCs were washed twice
ith isotonic phosphate-buffered saline �PBS, pH=7.4�, then

esuspended as described in the following.
Native plasma was diluted with PBS at ratios of 1 /3 and

/2 to yield altered plasma containing 66 and 50% of the
omponents in undiluted plasma. Washed RBCs from each
onor were resuspended in the diluted plasmas at 0.4 l / l he-
atocrit. Diluting plasma with PBS results in reduced RBC

ggregation due to lower concentrations of proaggregating
lasma proteins,18 Additionally, washed RBCs from each do-
or were suspended in PBS containing 1% dextran 500
500 kDa, Sigma Chemical Company, St. Louis, Missouri� at
.4 l / l hematocrit, resulting in increased RBC aggregation
ompared to suspensions in undiluted native plasma.19

The hematocrit of all samples was adjusted to 0.4 l / l by
dding or removing calculated amounts of suspending me-
ium after determining hematocrit by the microcapillary
ethod.17 Since the degree of hemoglobin oxygenation has

een demonstrated to influence RBC aggregation parameters,
specially those calculated20 based on the time course of LR,
ll samples were carefully oxygenated prior to measurement
y rolling 3 ml of suspension in a horizontal 15-ml polypro-
ylene tube for 5 min at 37°C. All measurements of LT and
R were performed at 37°C.

.2 Recordings of LT and LR during RBC Aggregation
T and LR were recorded simultaneously during RBC aggre-
ation using the laser-assisted optical rotational cell analyzer
LORCA; RR Mechatronics, Hoorn, The Netherlands� which
as modified to record LT in addition to the usual LR. The

ystem has been previously described elsewhere.11 In brief, it
onsists of a Couette shearing system consisting of a glass cup
nd a precisely fitting bob with a 0.3-mm gap between the
ylinders; the RBC suspension is contained in the gap. The
uter cylinder is rotated by a stepper motor controlled by a
igital computer. The beam from a laser diode �670 nm,
mW� mounted in the bob is directed onto the sheared

ample, and the reflected light is recorded by two photodiodes
n the bob. The LR signal from these two photodiodes was
btained from the LORCA and fed to an analog-to-digital
onverter �USB-6009; National Instruments, Texas� via a sig-
al conditioning circuit to adjust signal amplitude and offset.
dditionally, a phototransistor �BP101, Siemens, Germany�
as positioned immediately adjacent to the outside of the cup

n the pathway of the laser light to monitor the transmitted
ight through the blood sample, and connected to a second
hannel of the analog-to-digital converter. LR and LT signals
ere digitized at a sampling rate of 10 Hz and recorded on a

eparate digital computer using LabView 8.2 �National Instru-
ents, Texas�.
LT and LR were recorded during the usual aggregation

rotocol of the LORCA. Briefly, the sample is first sheared at
ournal of Biomedical Optics 054044-
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a shear rate of 500 s−1 to disperse preexisting RBC aggre-
gates, following which the shear is abruptly stopped. LT and
LR data are recorded for 120 s using software developed us-
ing LabView 8.2, and the resulting LR or LT versus time
profiles analyzed to determine several indices reflecting both
the magnitude and time course of aggregation. The following
parameters were calculated: �1� amplitude �AMP�, the total
change in intensity of transmitted or reflected light during the
120-s period; �2� aggregation half time �T1/2�, the time re-
quired to reach a LT or LR level corresponding to 50% of
AMP; �3� surface area �SA�, the area below �for LT� or above
�for LR� the time course curve during the first 10 s; and �4�
aggregation index �AI�, the ratio of the area below �for LT� or
above �for LR� the time course curve to the sum of the areas
above and below the curve during the first 10 s. Additionally,
time constants for the fast �Tfast� and slow �Tslow� components
of RBC aggregation were calculated by fitting LR or LT ver-
sus time data to a double-exponential equation:

It = a + b exp�− t/Tfast� + c exp�− t/Tslow� . �1�

In this equation Tfast reflects the time course of 2-D rouleaux
formation, while Tslow represents the formation of 3-D struc-
tures resulting from secondary aggregation. Accordingly, the
terms b and c correspond to the changes of reflected or trans-
mitted light intensity due to these processes, whereas the a
term is the light intensity at the end of the measurement
period.9
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Fig. 1 Time course of �a� LT through and �b� LR from blood between
the bob and cup of the LORCA during RBC aggregation.
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.3 Calculations and Statistics
he results of the measurements on RBC suspensions with
ormal and modified aggregation are expressed as
ean�standard error �SE�. Statistical comparisons were

one using one-way analysis of variance �ANOVA� followed
y appropriate posttests. Additionally, standardized differ-
nces from control values were calculated by dividing the
ean difference between control and modified RBC suspen-

ions by the “pooled standard deviation” of the control plus
odified data. That is,

St.Diff. =
Mc − Mm

SDp
, �2�

here Mc and Mm are the means of the selected parameter for
ontrol and modified samples prepared using RBC from 10
onors. SDp was calculated as the square root of the average
f the squared standard deviations �SDc and SDm� of the data
rom the control and modified samples being compared:21

SDp = �SDc
2 + SDm

2

2
�1/2

. �3�

he standardized difference has been accepted as a measure
f the power of a specific measurement condition to detect a
ifference between two groups.22

able 1 Aggregation parameters calculated using LT and LR data fo
extran 500.

Whole Blood
RBCs in 1/3

Plasma

MP �au� 4.09±0.32 1.69±0.

A �au� 179.30±17.45 48.58±8

I 43.11±1.95 31.70±6

1/2 �s� 5.75±0.56 14.30±2

fast �s� 3.32±0.35 7.35±2

slow �s� 48.38±7.39 102.4±3

Whole Blood RBCs in 1/3
Plasma

MP �au� 4.58±0.26 5.38±0.

A �au� 305.41±17.75††† 207.40±2

I 66.29±2.31††† 38.29±3

1/2 �s� 2.27±0.22††† 7.89±1.

fast �s� 2.35±0.21† 5.89±0

slow �s� 19.47±1.92†† 38.62±4

ll hematocrits adjusted to 0.4 l/ l. Data are mean±SE; n=10 for each type of
esults from LT results are shown only for the whole blood samples: †, p�0.05
ournal of Biomedical Optics 054044-
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3 Results

Typical time courses of LT and LR signals for normal blood at
0.4 l / l hematocrit are presented in Fig. 1. LT exhibits a very
sudden decrement following the abrupt cessation of shear,
reaching a minimum in about 0.1 s. This minimum level of
LT is followed by an increase that is initially rapid during the
first several seconds and then occurs at a slower rate. Al-
though this time course was clearly visible, there were rapid,
random fluctuations of LT with amplitudes sometimes about
one-third of the initial decline �Fig. 1�a��. The LR time course
�Fig. 1�b�� is characterized by an initial peak after the shear-
ing is stopped and then an initial fast decrement of LR. The
change in LR then slows over several seconds and continues
to change slowly throughout the recording up to 120 s. There
were no random fluctuations in LR similar to those seen for
LT.

A comparison of LT and LR curves for whole blood during
aggregation indicates a faster time course for LR and the time
constants T1/2, Tfast, and Tslow, with all three constants being
significantly smaller then those calculated using LT data
�Table 1�. Additionally, the SA and AI parameters were higher
if calculated using LR data while AMP values calculated by
LR and LT for whole blood were not significantly different
�Table 1�.

le blood, RBC suspensions in 1/3 and 1/2 diluted plasma, and 1%

RBCs in 1/2 Diluted
Plasma 1% dextran 500

0.74±0.13** 3.75±0.27

19.96±2.95** 182.80±9.90

33.26±8.19 45.97±1.73

20.22±4.63** 4.87±0.50

10.25±5.32 3.07±0.47

68.25±22.01 61.61±19.29

RBCs in 1/2 Diluted
Plasma

1% dextran 500

4.77±0.24 8.55±0.45**

136.33±21.59** 621.60±57.47**

27.54±3.71** 76.81±0.47*

13.66±2.50** 1.16±0.03

12.46±3.17* 1.26±0.03*

38.34±7.27** 26.04±5.87

sion. Difference from whole blood: *, p�0.05; **, p�0.01. Difference of LR
�0.01; †††, p�0.001.
r who

LT

Diluted

28**

.49**

.42

.81*

.12

7.9

LR

Diluted

20*

1.13

.96**

09*

.73

.6*
September/October 2009 � Vol. 14�5�3
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Parameters calculated using LT and LR curves of RBC
uspensions in diluted plasma and in 1% dextran 500 are also
hown in Table 1. AMP and SA values calculated using LT
ere very significantly reduced by plasma dilution and T1/2
as significantly increased, whereas AI, Tfast, and Tslow were
ot sensitive to dilution. In contrast, the time course param-
ters calculated using LR were more sensitive to plasma dilu-
ions while AMP and SA were not; there was even an increase
f AMP above whole blood for the 1 /3 diluted plasma.

RBC suspended in 1% dextran 500 were characterized by
ery significantly higher AMP and SA when calculated using
R �p�0.01� data, while time course parameters were less
ffected �Table 1�. Interestingly, none of the parameters cal-
ulated using LT were sensitive to the enhanced RBC aggre-
ation in these dextran 500 suspensions.

Standardized differences from normal blood values for
BC suspensions with modified aggregation were calculated
sing the data presented in Table 1. The calculated values
ndicate an interesting contrast between results using LT or
R �Figs 2�a�–2�c��: �1� parameters reflecting the overall ex-

ent of aggregation �i.e., SA� and thus those less affected by
he kinetics of aggregation had a higher power to detect al-
ered aggregation if calculated using LT curves; and �2� ki-
etic parameters reflecting the time course of aggregation
enerally had higher power if calculated using LR curves.
ote that the low standardized differences for RBC in 1%
extran 500 �Fig. 2�c�� confirm the insensitivity of LT-based
arameters for alterations in these highly aggregating suspen-
ions �Table 1�.

Since the differences between the calculated values of
MP using LT or LR data were most obvious for this param-

ter �Fig. 2�b��, the AMP term was further evaluated to deter-
ine its dependence on the duration of time after the start of

ggregation process �Table 2�. AMP values calculated using
T data for whole blood exhibited a significant dependence on
he duration �e.g., at 10 s it was 62% of the value reached at
20 s�, while this dependence was less pronounced for LR
ata �e.g., at 10 s, 86% of the value at 120 s�. This depen-
ence of AMP on the duration after stopping shear became
ore pronounced for RBC suspended in diluted plasma: �1�

or 1 /3 diluted plasma, AMP calculated at 10 s was 43% of
he 120 s value for LT and 56% for LR and �2� for 1 /2
iluted plasma, AMP calculated at 10 s using LT data was
8% of the 120 s value and 42% for LR. Thus, both LT and
R curves had slower time courses for RBCs suspended in
iluted plasma. Standardized differences for AMP calculated
sing LT or LR at various time points after the start of aggre-
ation offer additional insight into the two measurement
ethods: in 1 /2 diluted plasma suspensions, standardized dif-

erences for AMP using LR decreased with increasing time
eriod after the start of aggregation whereas AMP using LT
ata was insensitive to the elapsed time �Fig. 3�.

Discussion
ur results indicate that the time course of LT and LR re-

orded simultaneously during RBC aggregation are signifi-
antly different: �1� LR changes faster during aggregation and
2� LT data are characterized by random fluctuations of the
ignal superimposed on the characteristic time course, reflect-
ng the aggregation process. These fluctuations are similar to
ournal of Biomedical Optics 054044-
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those reported by Singh and Kumavarel who suggest that they
represent the instantaneous changes in aggregate size and
number of cells per aggregate.23

The difference in the time course of LT and LR signals was
also reflected by the calculated parameters that are widely
utilized by instruments developed to quantitate RBC
aggregation11–14 �Table 1�. These findings confirm the previ-
ous report by Gaspar-Rosas and Thurston,15 who also reported
faster time courses for reflected light during RBC aggregation
when using a chamber consisting of two parallel glass plates.
Their calculations of time constants yielded values consistent
with those obtained via LT and LR in this study. It is notable
that the time constants calculated via LT data reported by
Gaspar-Rosas and Thurston were strongly influenced by the
thickness of the blood layer, with data reported for 0.125- and
0.508-mm layers. However, since the thickness of the blood
layer between the bob and cup in the LORCA is 0.3 mm, their
time constants are not directly comparable with our values.15
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Fig. 2 Standardized differences from whole blood of RBC aggregation
parameters for RBC suspended in �a� 1/3 and �b� 1/2 diluted plasma
and in �c� 1%dextran 500. The parameters were calculated using LT or
LR data in Table 1.
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The difference between the LT and the LR time relations
uring RBC aggregation can be explained based on the rela-
ive contribution of RBCs located at various depths of the
lood film under investigation. It can be assumed that RBCs
lose to the surface facing the incident light are mostly re-
ponsible for the reflected light, while transmitted light inten-
ity is affected by the entire thickness of the RBC
uspension.15 RBC aggregation kinetics might well be influ-
nced by geometrical constraints due to the presence of solid
urfaces �e.g., parallel plates or cylindrical bob used in this
tudy�, thereby affecting the time course of aggregation. Sup-
orting this explanation, Gaspar-Rosas and Thurston report
hat the values of aggregation time constants calculated using
R data are less affected by blood layer thickness than those
sing LT data.15

The different time courses and time constants for LT and
R also influenced the sensitivity of the calculated parameters

o modified RBC aggregation. There is an interesting contrast

able 2 AMP parameters calculated at various time points after the su
iluted plasma.

MP 10 s 20 s

hole blood 2.52±0.22 2.98±0.24

BC in 1/3
iluted plasma

0.72±0.10 0.96±0.12

BC in 1/2
iluted plasma

0.28±0.04 0.38±0.05

MP 10 s 20 s

hole blood 3.94±0.22 4.23±0.23

BC in 1/3
iluted plasma

3.02±0.23 3.92±0.19

BC in 1/2
iluted plasma

2.00±0.20 2.88±023

ata are mean±SE; n=10 for each sample.
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ig. 3 Standardized differences of AMP for RBC suspended in 1/2
iluted plasma compared to whole blood; values were calculated us-

ng LT and LR data at various time points after the start of aggregation
Table 2�.
ournal of Biomedical Optics 054044-
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between the results based on LT or LR data �Figs. 2 and 3�:
�1� the AMP parameter reflecting the overall extent of aggre-
gation was very sensitive to changes due to plasma dilution,
but only if this parameter was calculated using LT data. AMP
values calculated using LR data showed no change for 1 /2
dilution and an unexpected increase of AMP even though the
concentration of pro-aggregating proteins was reduced; �2�
parameters reflecting the time course of aggregation �T1/2,
Tfast, and Tslow� were more sensitive to alterations in RBC
aggregation due to plasma dilutions if they were calculated
using LR data; and �3� all parameters reflecting both the ex-
tent and time course of aggregation were sensitive to the en-
hanced aggregation in 1% dextran 500 solution.24 only if they
were calculated using LR data. In particular, AMP and SA
parameters using LR data were doubled in the dextran suspen-
sions compared to whole blood, while there were no signifi-
cant changes of these parameters using LT data. Such striking
differences also suggest different dynamics of aggregate for-
mation at the locations within the suspension that are sensed
by LT and LR monitoring. Gaspar-Rosas and Thurston also
reported contrasting features for LT and LR such as different
dependences of aggregation time constants on blood layer
thickness: aggregation time constants based on LT decreased
with increasing blood layer thickness, while they were
slightly increased if based on LR data.15

A major aim of this study was to compare the power of
various parameters to detect given alterations in RBC aggre-
gation when calculated using LT or LR data. Standardized
differences �see Sec. 2.3� between RBC suspensions with nor-
mal and experimentally altered aggregation �i.e., plasma dilu-
tion or 1% dextran 500� were used as an indicator of the
power for a parameter.22 A contrast similar to that already
discussed was also obvious when considering standardized
difference data �Fig. 2�, with the results for 1 /2 plasma dilu-
tion being typical. First, the AMP parameter, which reflects

top of shearing for whole blood and RBCs suspended in 1/3 and 1/2

40 s 60 s 120 s

3.46±0.27 3.75±0.29 4.09±0.32

1.24±0.17 1.42±0.22 1.69±0.28

0.50±0.07 0.59±0.09 0.74±0.13

40 s 60 s 120 s

4.45±025 4.55±0.25 4.58±026

4.65±0.17 5.00±0.17 5.38±0.20

3.70±0.22 4.12±0.22 4.77±024
dden s

LT

LR
September/October 2009 � Vol. 14�5�5
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he extent of RBC aggregation over the 120-s recording pe-
iod, was the most powerful parameter �i.e., parameter with
ighest standardized difference� to reduced aggregation due to
lasma dilution when using LT data, while the same param-
ter based on LR had the least power and was almost equal to
ero �Fig. 2�b��. Second, the SA parameter based on LT data
ad a high standardized difference while the same parameter
alculated based on LR data has only a modest power. Note
hat the SA parameter is affected by both the magnitude of the
ignal change due to aggregation and its time course, and
herefore reflects a mixture of both properties. Third, AI, T1/2,

fast, and Tslow exhibited higher power if they were calculated
sing LR data. Finally, standardized differences for RBC sus-
ended in PBS containing 1% dextran 500 confirmed the in-
ensitivity of parameters calculated using LT data.

The sensitivity of the AMP parameter calculated using LR
ata was significantly affected by the length of the period
elected for analysis, with the power for RBC suspended in
iluted plasma being highest if the analyzed period following
he abrupt cessation of shear was shorter. This dependence on
nalysis period can be interpreted as being related to the fast
ime course of LR. It can be assumed that LR from the layers
f a RBC suspension changes between a maximum corre-
ponding to the totally disaggregated status and a minimum
evel corresponding to extensive aggregation. Since LR has a
aster time course, the signal could approach the minimum
evel for both normal and reduced RBC aggregation suspen-
ions if the analysis period is sufficiently long, thereby pre-
enting detection of the given alteration. Alternatively, if cal-
ulations were limited to shorter time periods, differences in
ggregation tendency would more likely to be detected, and
hus reducing the analysis time to shorter periods is strongly
ecommended for measurements based on LR. Note that due
o the slower time course of the LT signal, the duration of
nalysis period did not affect the AMP parameter to the same
xtent.

In overview, our results indicate that RBC aggregation pa-
ameters calculated using LR and LT versus time data may not
e directly comparable when using the same mathematical
pproaches for the two modalities. Furthermore, the power of
he parameters calculated using LR and LT data for detecting
lterations of RBC aggregation also differ from each other.
hese characteristics of the parameters therefore should be
onsidered when selecting appropriate indices to quantitate
BC aggregation. In general, when using measurements
ased on LR, either parameters sensitive to the time course of
BC aggregation should be used or the analysis period should
e short. Alternatively, when using measurements based on
T, parameters sensitive to the overall extent of RBC aggre-
ation �e.g., AMP, SA� are appropriate.
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